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Abstract
Patients suffering from a cerebrovascular disease, which causes the hypoperfusion of the
brain, can undergo revascularization surgery as treatment. It is often performed as an open
surgery and its goal is to restore the vascular function, in particular the flow of blood. There-
fore, an anastomosis (connection of arteries) is installed to augment flow into a hypoperfused
area. Complications occur in approximately 10% of the cases, partly related to an insufficient
flow augmentation. Hence, the blood flow should be checked intraoperatively to assess the
intervention’s quality and intervene rapidly to prevent a negative patient outcome.
The current state-of-the-art measurement device is the ultrasonic transit time flow probe. It
provides a quantitative flow value but needs to be placed around the vessel. This is cumber-
some and holds the risk of contamination, vessel compromise, and rupture.
An alternative method is the indocyanine green (ICG) fluorescence angiography (FA), which
is a camera-based method. It is the state-of-the-art method in the high resolution anatomical
visualization and it is able to provide the surgeon with a qualitative functional imaging of
vessels in the field of view. Approaches to quantify the blood flow via ICG FA failed to
obtain trustworthy flow values so far.
This thesis analyzes and improves the capability of ICG FA to provide quantitative values by
1. clarifying on how accurate the measurement can be.
2. proposing methods to improve the accuracy.
3. deriving the existence of a systemic error.
4. proposing a method to compensate for the systemic error.
5. providing an end-to-end workflow from video data input to flow value output.
6. validating the proposed methods and the workflow in an ex vivo and in vivo study.
The proposed measurement in this thesis is based on the systemic mean transit time theorem
for single input and single output systems. To calculate the flow, the transit time of a bolus
for a certain distance and the cross sectional area of the vessel need to be obtained. Methods
were developed to obtain the blood volume flow, and to identify and quantify the sources of
errors in this measurement.
The statistical errors in measuring the transit distance and transit time of the ICG bolus as
well as the cross sectional area of the vessel are often neglected in research and thus were
quantified in this thesis using in silico models. It revealed that the error is too large and
requires methods to reduce it.
i
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A method was proposed utilizing the re-continualization of the discrete centerline to sig-
nificantly reduce the error in the length measurement and decouple its dependency on a
structure’s angular orientation. Similarly, a method was proposed which re-continualized the
obtained indicator dilution curves (IDCs) to reduce the error in the transit time measurement.
The propagated statistical error of the flow measurement was reduced to an acceptable and
manageable range of 20% to 30%.
The presence of a systemic error of the optical measurement of the blood flow was identified
and theoretically derived from the definition of volume flow.
A method to determine and compensate for the error was proposed. It required a fluid flow
simulation to obtain the spatio-temporal dye concentration in a blood vessel. The concen-
tration was handed over to a newly developed Fluorescence-Monte-Carlo-Multi-Cylinder
(FMCMC) model, which simulated the propagation of photons in a vessel. Thereby, the
location of fluorescence events of emitted photons was obtained and the systemic error
determined. This enables compensating for the systemic error. It was revealed that the
systemic error is independent of the flow as long as the flow is laminar but dependent on the
vessel’s diameter and the time point at which the error is extracted. Towards earlier time
point of extraction of the error, the dependency on the diameter was smaller. Hence, it is
advantageous to use the first arrival of the bolus to determine the transit time to decrease the
influence of the diameter on the error.
To prove the accuracy of the measurement in an experiment, an ex vivo experiment using
pig blood and rabbit aortas was designed and set up. It revealed that the obtained flow
by the proposed end-to-end workflow agrees with the reference measurement, which was
an industrial flow meter. The statistical dispersion of measured flow data agreed with the
statistical error margin determined beforehand which also validates the in silico approach.
A retrospective in vivo study in humans undergoing an extracranial-to-intracranial (EC-IC)
bypass surgery was performed. The analysis of the FA data revealed a good agreement with
the clinical gold standard method, but with the major advantage of not requiring contact to
the tissue. Additionally, it was proven that it can simultaneously provide flow values for
multiple vessels in the field of view of the camera.
The presented results are a proof of concept of the suitability of the presented intraoperative,
quantitative, and optical measurement of blood volume flow via ICG FA. This thesis paves
the way towards the clinical use of this method complementing the current state of the art.
It could provide the surgeon with a novel blood volume flow measurement and potentially
reduce the risk of complications and increase the patient outcome.
Kurzfassung
In vielen Fällen unterziehen sich Patienten einer Revaskularisationsoperation wenn sie an
einer zerebrovaskulären Erkrankung leiden, die eine Hypoperfusion des Gehirns verursacht.
Dieser chirurgische Eingriff wird häufig als offene Operation durchgeführt und hat das
Ziel, die Gefäßfunktion, insbesondere den Blutfluss, wiederherzustellen. Hierzu wird eine
Anastomose (Verbindung von Arterien) angelegt, um den Fluss zu einem hypoperfundierten
Gehirnareal zu erhöhen. In ungefähr 10% der Eingriffe treten nach der Operation Komplika-
tionen auf, die zum Teil auf eine unzureichende Durchflusssteigerung zurückgeführt werden.
Daher sollte der Blutfluss intraoperativ überprüft werden, um die Qualität des Eingriffs im
Operationssaal zu beurteilen und schnell eingreifen zu können. Damit könnte ein negativer
Ausgang für den Patienten verhindert werden.
Der derzeitige Stand der Technik in der intraoperativen und quantitativen Blutflussmessung
ist die Nutzung der Ultraschall-Transitzeit-Durchflusssonde. Sie gibt einen quantitativen
Flusswert an, muss jedoch das Gefäß umschließen. Dies ist einerseits umständlich für den
Chirurgen und andererseits birgt es das Risiko von Kontaminationen, Gefäßquetschungen
und der Gefäßruptur.
Eine alternative Methode ist die Indocyaningrün (ICG) Fluoreszenzangiographie (FA),
welche eine kamerabasierte Methode ist. Sie ist der Stand der Technik in der hochauflösenden
anatomischen Visualisierung des Situs und kann zusätzlich dem Chirurgen eine qualitative
funktionelle Darstellung der Gefäße im Sichtfeld liefern. Der Stand der Wissenschaft zur
Quantifizierung des Blutflusses mittels ICG-FA konnten bisher keine verlässlichen Fluss-
werte liefern.
Die vorliegende Arbeit analysiert und verbessert die Eignung von ICG FA zu Bereitstellung
von verlässlichen und quantitativen Blutflusswerten, indem
1. geklärt wird, wie akkurat die Messung durchgeführt werden kann.
2. Methoden zur Verbesserung der Genauigkeit entwickelt werden.
3. die Existenz eines systematischen Fehlers abgeleitet wird.
4. eine Methode zur Kompensation des systematischen Fehlers entwickelt wird.
5. ein Algorithmus zur Verarbeitung der eingehenden Videodaten für eine Ausgabe eines
Durchflusswertes bereitgestellt wird.
6. die Validierung der vorgeschlagenen Methoden und des Arbeitsablaufs in einer ex vivo
und in vivo Studie durchgeführt wird.
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Die in dieser Arbeit vorgeschlagene Messung basiert auf dem systemic mean transit time
theorem für Systeme mit einem Eingang und einem Ausgang. Um den Fluss zu berech-
nen müssen die Transitzeit eines ICG-Bolus für eine zu bestimmenden Strecke und die
Querschnittsfläche des Gefäßes ermittelt werden. Es wurden Methoden entwickelt, um
den Blutvolumenstrom zu messen und um Fehlerquellen bei dieser Messung der einzelnen
Parameter zu identifizieren, quantifizieren und reduzieren.
Die statistischen Fehler bei der Messung der Transitstrecke und der Transitzeit des ICG-
Bolus sowie der Querschnittsfläche des Gefäßes werden in der Forschung oft vernachlässigt.
In dieser Arbeit wurden die Fehler mit Hilfe von in silico Modellen quantifiziert. Es zeigte
sich, dass der Fehler zu groß für eine zuverlässige Blutflussmessung ist und daher Methoden
zu seiner Reduzierung benötigt werden.
Um den Fehler bei der Längenmessung deutlich zu reduzieren, wurde eine Methode vorgestellt,
welche die diskrete Mittellinie wieder in eine kontinuierliche überführt. Dabei wird der Fehler
in der Längenmessung signifikant reduziert und der Fehler von der räumlichen Orientierung
der Struktur entkoppelt. In ähnlicher Weise wurde eine Methode vorgestellt, welche die
gemessenen diskreten Indikatorverdünnungskurven (IDCs) ebenso in kontinuierliche über-
führt, um den Fehler in der Laufzeitmessung des ICG-Bolus zu reduzieren. Der propagierte
statistische Fehler der Blutflussmessung wurde auf einen akzeptablen und praktikablen Wert
von 20 % bis 30 % reduziert.
Die Präsenz eines systematischen Fehlers bei der optischen Messung des Blutflusses wurde
identifiziert und aus der Definition des Volumenflusses theoretisch abgeleitet. Folgend
wird eine Methode zur Kompensation des Fehlers vorgestellt. Im ersten Schritt wird eine
Fluid-Strömungssimulation genutzt, um die räumlich-zeitliche Konzentration des ICG in
einem Blutgefäß zu berechnen. Anschließend wird die Konzentration an ein neu entwickeltes
Fluoreszenz-Monte-Carlo-Multizylinder (FMCMC) Modell übergeben, das die Ausbreitung
von Photonen in einem Gefäß simuliert. Dabei wird der Ort der Fluoreszenzereignisse der
emittierten Photonen ermittelt und der systematische Fehler bestimmt. Dies ermöglicht die
Kompensation des systematischen Fehlers. Es zeigte sich, dass dieser Fehler unabhängig von
dem Volumenfluss ist, solange die Strömung laminar ist, aber abhängig vom Durchmesser
des Gefäßes und dem Zeitpunkt der Messung. Die Abhängigkeit vom Durchmesser ist
reduziert bei Messungen zu einem früheren Zeitpunkt. Daher ist es vorteilhaft, die erste
Ankunft des ICG-Bolus zur Bestimmung der Transitzeit zu verwenden, um den Einfluss des
Durchmessers auf den Fehler zu verringern und somit die Messung robuster durchzuführen.
Um die Genauigkeit der Messung in einem Experiment zu beweisen, wurde ein ex vivo
Experiment unter Verwendung von Schweineblut und Kaninchen Aorten konzipiert und
durchgeführt. Es zeigte sich, dass der durch den vorgeschlagenen Algorithmus ermittelte
Fluss mit der Referenzmessung (einem industriellem Durchflussmesser) übereinstimmt. Die
statistische Streuung der gemessenen Flussdaten durch den Algorithmus stimmte mit der
zuvor ermittelten statistischen Fehlerspanne überein, was den in silico Ansatz validiert.
v
Es wurde eine retrospektive in vivo Studie an Menschen durchgeführt, die sich einer
extrakraniellen-zu-intrakraniellen (EC-IC) Bypass Operation unterzogen hatten. Die Analyse
der FA-Daten ergab eine gute Übereinstimmung mit der klinischen Referenzmethode, jedoch
mit dem großen Vorteil, dass kein Kontakt zum Gewebe erforderlich war. Zusätzlich wurde
gezeigt, dass simultan Flusswerte für mehrere Gefäße im Sichtfeld der Kamera gemessen
werden können.
Die vorgestellten Ergebnisse sind ein Proof of Concept für die Eignung der vorgestellten
intraoperativen, quantitativen und optischen Messung des Blutvolumenstroms mittels ICG
FA. Diese Arbeit ebnet den Weg für den klinischen Einsatz dieser Methode in Ergänzung
zum aktuellen klinischen Stand der Technik. Sie könnte zukünftig dem Chirurgen eine
neuartige Messung des Blutvolumenstroms zur Verfügung stellen und dabei potentiell das
Risiko einer Komplikation reduzieren und damit das Wohl der Patienten verbessern.
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The human brain is an organ with a high energy-density demand. It amounts to only 2% of
the entire body mass (or≈ 1.4kg) but accounts for about 20% of the total power consumption
of a normal adult at rest [1]. Unlike other tissue, the brain has an inefficient anaerobic energy
metabolism, and a shortage of oxygen quickly leads to brain cell damage and potentially
death [2]. Hence, its sufficient perfusion with blood is crucial to maintain its function.
The cardiovascular system must provide the needed amount of oxygenated blood and any
disease affecting the supply of blood to the brain must be treated. Some treatments involve
revascularization surgery, which has the goal to increase the blood flow into a specific area.
It is reported that approximately 10% of the patients have faced complications after surgery
due to an ongoing insufficient blood flow [3, 4]. This clinical observation led to the need to
develop technologies to monitor the blood flow during surgery. This intraoperative feedback
would provide essential information to the surgeon on the quality of the procedure.
The state of the art in intraoperative blood flow measurement is the ultrasonic flow probe.
Thereby, the vessel needs to be placed into the probe, which requires space to operate and
contact. This holds the risk of contamination, vessel compromise and rupture [5]. An
alternative method which could overcome these risks is the optical measurement of the
blood flow via indocyanine green (ICG) fluorescence angiography (FA), which is a standard
method to monitor the existence of blood in a certain area [6]. This method is commonly
used in revascularization surgery to provide the medical staff an anatomical visualization
and qualitative functional imaging of vessels in the field of view of the camera [6–12]. This
method is nowadays still limited to a qualitative analysis of blood flow. It should be extended
to a quantitative analysis to complement the state of the art by a non-contact method and
thereby reduce the risks [13].
1
2 Chapter 1. Introduction
The overarching goal of this thesis is to develop methods enabling a quantitative measurement
of the blood volume flow via ICG FA. Moreover, the accuracy of the developed methods
should be analyzed and improved.
The quantitative measurement of blood flow via ICG FA was the subject to research in the past.
Thereby, most publications apply the indicator dilution theory1 to the measurement of the ICG
fluorescence emission in a single point. This approach utilizes the fluorescence emission as
an optical measurement or surrogate for an analysis of the indicator’s absolute concentration.
This approach does not comply with the prerequisites of the indicator dilution theory since
the emission is not a surrogate for the concentration and moreover, the conservation of mass
of the indicator is violated (more details in Section 4.3.1).
Another approach applies the fundamental definition of the volume flow rate (Equation 1.1,
with V - volume, t - time, v - mean flow velocity, A - cross sectional area) and the systemic
mean transit time theorem for single input and single output systems as defined by Perl et
al. [16]. This approach requires an accurate measurement of the cross sectional area and the
mean flow velocity.
In this thesis, the approach based on the fundamental definition of the volume flow rate is




= v̄ ·A (1.1)
This thesis contributes to the realization of an intraoperative, quantitative, and non-contact
measurement of the blood volume flow to complement the state of the art. Thereby, methods
for an accurate measurement of spatial distances and temporal delays were developed.
Moreover, a systemic error was identified, analyzed and compensated for. Finally, an ex vivo
and in vivo validation of the measurement was performed. Detailed objectives are formulated
in the next section.
1.2 Objectives of this thesis
The main focus of this thesis was to develop an intraoperative, quantitative, and non-contact
measurement of the blood volume flow using ICG FA. To achieve this, different geometrical
of the vessel and temporal parameters of the fluorescence dynamics needed to be extracted
from the video signal. Additionally, an analysis of the underlying physical model needed to
be performed to ensure its trustworthiness. The developed methods should be applied on in
silico, ex vivo, and in vivo data to assess the use case accuracy of the methods.
In detail, this thesis aims to achieve the following objectives:
Analysis of the spatial dimension of the vessel The vessel’s length and diameter need
to be known to enable the calculation of the flow. They must be extracted from a segmentation.
1It is based on the findings of Fick [14] and the central volume theorem [15].
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The accuracy of both should be determined to asses the reliability of the flow measurement.
Therefore, a ground truth is needed and should be generated. Finally, methods to increase
the accuracy need to be developed and validated against the provided ground truth.
Analysis of the transit time The transit time of the ICG bolus needs to be determined. It
is calculated as the temporal delay between two temporal signals (indicator dilution curves)
extracted at two locations. The statistical error in determining the transit time needs to be
analyzed. Therefore, a ground truth is needed and should be generated by a computational
model. Different methods assessing the transit time should be analyzed.
Generation of a computational model to analyze the systemic error in the flowmea-
surement The underlying physical model of the flow measurement via an optical system
should be investigated regarding its validity. For this purpose, a theoretical analysis should
be performed and followed by a quantification of the systemic error by a computational
model, which simulates the propagation of photons in a vessel.
Ex vivo and in vivo validation of the method The measurement of the blood volume
flow should be validated first on an ex vivo setup to potentially reveal its practical accuracy
in a standardized environment and then in an in vivo study as a proof of concept of the
measurement of blood volume flow in humans.
1.3 Structure of this thesis
Part I introduces the relevant medical and technical fundamentals and includes the state of
the art in clinical blood flow measurement.
◦ Chapter 2 provides medical fundamentals and underlines the clinical problem and
motivation of this thesis. It also provides use cases of revascularization surgery where
the blood flow measurement would be beneficial.
◦ Chapter 3 introduces the fluorescence angiography.
◦ Chapter 4 gives a short overview of the established intraoperative blood flow measure-
ment techniques. It represents the state of the art of commercially available methods
to determine the flow and the state of the art in research for the quantification of the
blood volume flow via ICG FA.
◦ Chapter 5 shows the state of the art in the simulation of the transport of radiation by
Monte-Carlo (MC) models. Two propagation models are presented and both are used
later in the determination of the systemic error.
Part II presents the necessary steps of the end-to-end workflow to compute the desired flow
values from the recorded video input. This includes all pre-processing steps to extract the
geometrical and temporal parameters, and the final determination of blood volume flow.
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Part III consists of the introduction and analysis of the statistical and systemic error for
measuring the geometrical and temporal parameters needed to calculate the volume flow.
◦ Chapter 7 introduces the statistical and systemic error. It differentiates both from each
other and gives a theoretical analysis of the underlying physical model to calculate the
volume flow.
◦ Chapter 8 handles the statistical error in determining the length, the diameter of the
vessel, and the transit time measurement. It includes an introduction into the problem
faced in measuring those parameters, the presentation of the proposed methods and
obtained results, and the discussion of the results.
◦ Chapter 9 handles the systemic error of the optical measurement of blood volume
flow. Similar to Chapter 8, it includes all steps from introducing the problem to the
discussion of the results. In this chapter, the simulation of the transport of radiation is
addressed and used to determine the systemic error.
Part IV deals with the application of the developed method for measuring the blood volume
flow in an ex vivo and in vivo experiment.
◦ Chapter 10 analyzes the performance of the proposed methods in an ex vivo exper-
iment. The materials used include pig’s blood, aortas taken from rabbits and a self
designed setup. This chapter includes all steps from introducing the goals of the
experiment to the results and their discussion.
◦ Chapter 11 applies the methods to in vivo data obtained from revascularization on
humans and shows the results and their discussion.
Part V gives an overall conclusion and outlook to the thesis.
◦ Chapter 12 concludes all chapters with a focus on the set hypotheses and mainly sets
the work into relation to the state of the art in intraoperative blood flow measurement.






The human brain is an organ with a high energy-density demand. It amounts to only 2%
of the entire body’s mass (or ≈ 1.4kg) but accounts for about 20% of the total power
consumption of a normal adult at rest [1]. The brain is supplied with oxygen by the blood.
Its perfusion is necessary for the neuronal oxidative metabolism of energy substrates (mostly
glucose) [17, 18]. Due to the limited capacity of neurons for anaerobic metabolism (at rest,
up to 92% of the adenosine triphosphate in the brain results from oxidative metabolism
of glucose), the cerebral blood flow is crucially important for the brain’s function and
viability [19]. The cerebral blood flow ensures a sufficient delivery of oxygen and energy
substrates and the removal of waste products of metabolism. Both hypoperfusion (insufficient
flow) and hyperperfusion (excessive flow) can cause brain damage through ischemic injury
or the breakdown of the blood–brain barrier, respectively. The latter can cause seizures,
headaches, encephalopathy, and both ischemic and hemorrhagic stroke [20].
2.1 Circulatory system
The function of the circulatory system of the blood flow is to ensure a sufficient blood
supply to the cells of the whole body. Thereby, nutrients are provided to and waste products
are removed from the cells. The circulatory system is also essential for the distribution
of hormones, the regulation of body temperature, and many more. It consists of many
components, but in this work we will focus on the blood and the vessel system.
2.1.1 Blood
Blood is a suspension that is pumped by the heart through the circulatory system. It consists
of blood cells (mainly erythrocytes, leukocytes and thrombocytes) which are suspended
in blood plasma. The largest share of the blood cells have the erythrocytes. The volume
percentage of red blood cells (RBC or erythrocytes) in the blood is called hematocrit, and its
physiological value in humans is around 40% - 50% for males and 35% - 45% for females.
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The blood plasma consists of approx. 90% water, 7% proteins and 3% others. The proteins
are composed of 60% albumin and 40% globulin (α1, α2, β , γ) [21].
One important parameter of blood is its viscosity. Its study, the hemorheology, is complex
and a short introduction is given here. Whole blood behaves as a non-Newtonian fluid, which
is caused by the RBCs and their deformation [22]. At rest, blood behaves like a solid because
RBCs tend to aggregate and form three dimensional structures of rod shaped RBC stacks
[22]. To initiate the flow of blood, the internal structural forces have to be overcome by an
externally applied force [23]. While flowing, the solid-like structures break into smaller
fractions until the RBCs are eventual fully disaggregated [22]. The flow behavior of blood at
high shear rates (> 100 s−1) can be treated as Newtonian with a constant viscosity [24]. At
lower shear rates (< 100 s−1), blood is treated as a non-Newtonian fluid since its viscosity
increases exponentially with decreasing shear rate [25]. The viscosity of blood is dependent
on the hematocrit, temperature and many more parameters [26–28]. Different models exist
to mathematically describe the viscosity of whole blood such as the Casson model, Carreau
model or Power Law model. They will not be presented in further detail here, but information
on all of them can be acquired in [29].
2.1.2 Cerebral blood vessels
Since this thesis focuses on the arterial vessels, only the arterial cerebral blood vessels will
be mentioned.
Arterial blood is brought to each of the cerebral hemispheres by the internal carotid artery
(ICA) and the vertebral artery [30]. Thereby, the vertebral arteries enter the skull and unite to
form the basilar artery (BA). The BA divides into the two posterior cerebral arteries (PCAs).
The ICA divides into two main branches: the middle cerebral artery (MCA) and the anterior
cerebral artery (ACA). The PCA, MCA and ACA are mainly responsible for the arterial
blood supply of the cerebrum. The inner diameter, vessel wall thickness and blood volume
flow of and in these arteries are of interest for this work, since many surgical interventions
are performed on them or their distal branches. Table 2.1 shows the mean values of the
diameter and blood flow value of certain vessels obtained from various publications [31–36].
The vessel wall thickness of cerebral arteries was reported to be approx. 11% of the outer
diameter [37].
A pulsatile pressure and flow is present in the circulatory system. In the cerebral arteries,
the amplitude of this pulsatility is more significant than in the veins. Due to the elasticity
of arteries (Young’s modulus of E ≈ 0.2−6MPa), the pulsatility is lower in distal vessels
than in proximal vessels [40–42]. For example, the ratio of systolic to diastolic pressure in
the ICA is 117 mmHg / 77 mmHg and drops to 98 mmHg / 62 mmHg in the MCA (MCA is
located distal of the ICA, the ICA gets divided into the MCA and ACA) [43].
The pulsatility in flow drops similarly to the pressure. It was shown that the Gosling pulsatility
index (PI) (see Equation 2.1 with BFR being the blood flow rate) is significantly reduced
from proximal to distal measurements of volume flow in cerebral arteries [44, 45]. A PI of
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Table 2.1: This table shows the inner diameter of the major cerebral vessel and the respective bloodflow. All values are given asmean± standard deviation. The diameter valueswere obtained fromalmost10,000 measurements extracted from multiple publications [31–36]. The flow values were obtainedfrom 124 measurement extracted from multiple publications [38, 39].
Vessel Diameter Blood flowin mm in ml/min
ICA 3.99 ± 0.43 287.87 ± 63.81
MCA 2.56 ± 0.37 142.20 ± 43.50
ACA 2.03 ± 0.35 82.00 ± 18.00
BA 3.08 ± 0.46 138.30 ± 42.56
PCA 1.93 ± 0.38 57.51 ± 16.56
zero means that no pulsation is present at all. The PI in the ACA decreases from 0.88 to 0.77





2.2 Hypo- and hyperperfusion
Hypoperfusion In the case of hypoperfusion organs cannot function properly due to
inadequate oxygen supply. The term hypoperfusion describes a reduced amount of blood
flow in a certain area, and it can lead to hypoxia/ischemia. Causes for acute hypoperfusion
include low blood pressure, heart failure or loss of blood volume and can lead to necrosis of
neurons [46]. Chronic cerebral hypoperfusion induces apoptosis in neurons and can lead to
cognitive impairment [47, 48]. Chronic cerebral hypoperfusion can be caused by the cerebral
small vessel disease such as moyamoya disease, atheroma of arteries, artherosclerosis or
aging [47, 49–54]. Hypoperfusion needs to be treated. Most relevant for this thesis is the
revascularization surgery (see Section 2.3).
Hyperperfusion Cerebral hyperfusion can occur after treatment of a hypoperfusion and
is characterized by various symptoms such as headache, eye and face pain, vomiting, confu-
sion, visual disturbances, neurological deficits, and intracerebral or subarachnoid haemor-
rhage [55]. Although most patients have mild symptoms, progression to severe symptoms
can occur if it is not treated adequately [56]. Because diagnosing cerebral hyperfusion is
based on several non-specific symptoms, patients may be misdiagnosed. Knowledge of
cerebral hyperfusion among physicians is limited [57]. Some revascularization procedures
can cause cerebral hyperfusion such as the mentioned extracranial-to-intracranial (EC-IC)
bypass [58].
Summarizing, both conditions, hypo- and hyperperfusion can progress to severe symptoms
up to death of the patient. Hence, an adequate control of the blood flow is needed to assess
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whether one of the conditions is present. A threshold does not exist to define hypo- and
hyperperfusion and is depending on the physicians subjective view [57].
2.3 Revascularization surgery
The term revascularization describes the restoration of the vasculature and hence perfusion
of an organ. A revascularization surgery can be performed either minimally invasive such as
an angioplasty or stenting, or by an open surgery such as installing a bypass. In this work,
the latter is of greater importance, especially the EC-IC bypass surgery performed to restore
the perfusion of the cerebrum.
EC-IC bypass surgery An EC-IC bypass is a direct artery-to-artery anastomosis. An
EC-IC bypass creates an anastomosis between the superficial temporal artery (STA) and a
branch of the MCA using micro-surgical techniques and was first introduced by Yasargil and
Donaghy in 1969 [59]. Figure 2.1 visualizes the basic principle of the surgery. The expected
outcome is an increase of blood flow in the distal branch of the MCA. For more details on
the surgical procedure, please see [60].




Fluorescence microscopy was first introduced in the early 20th century by the companies
Carl Zeiss and Carl Reichert [62, 63]. Since then, these microscopes have entered various
fields in science and technology and are indispensable in many life science applications.
This section will introduce the principle of fluorescence and the setup of a fluorescence
microscope.
3.1.1 Fluorescence
The emission of light from a substance is termed as luminescence, and occurs due to the
relaxation of excited molecules. Luminescence is divided into two groups: Fluorescence and
phosphorescence. We will focus on fluorescence.
The first reported observation of fluorescence was in the 19th century by Sir Frederick
William Herschel [64]. It was described in more detail by George Stokes shortly after [65].
Ernst Abbe and Hermann von Helmholtz recognized the potential of fluorescence to yield
images with better differentiated and discernible structures when an object emits light by
itself [66, 67].
To fluoresce, molecules undergo transition from ground to excited state by absorbing photons
of appropriate energy compared to the energy gap between the ground and excited states.
Upon excitation, one of the electrons makes a transition to the excited state, in other words:
It gains energy by absorbing the photon. Consequently, return to the ground state releases
energy in form of the emission of a photon. The process of fluorescence occurs rapidly,
the time between excitation and return to ground state is in the scale of nanoseconds. The
energy of the emitted photon is lower than the energy of the absorbed photon. Consequently,
the emission spectrum is shifted to lower energy than the absorption spectrum, this shift is
named Stokes shift (see Figure 3.1) [68].
λS = |λemitted−λabsorbed | (3.1)
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Figure 3.1: Two artificial examples are given on the Stokes shift. In blue the absorption and in red theemission spectra are given. Left: An example is shownwith a very small Stokes shift. Right: An exampleis shownwith a larger Stokes shift. This Stokes shift needs to be taken into consideration in determiningthe optical filter setup. For the left case, the requirements on the filters are more challenging.
Fluorescence is highly specific either as endogenous autofluorescence1 of exogenous label-
ing2, this enables a broad range on imaging in biology [69]. Thereby, spectral, spatial, and
functional information is obtained on the imaged specimen. In this thesis, the exogenous
labeling of blood was used. To enable the imaging of a specific dye, specific requirements
on an imaging system need to be set and fulfilled.
3.1.2 Setup of a fluorescence microscope
The design of a fluorescence microscope is related to the particular imaging problem. In
the case of this thesis, only a frontal illumination and detection are required and will be
described in the following. The choice of the correct optical components, such as the filters,
relies on the optical properties of the fluorescent dye as given in the previous section.
In this work, the coaxial design for a frontal lighting systems according to the Ploem System
is used [70]. The sketch for this setup is shown in Figure 3.2.
It consists of five main components: illumination system, detection system, excitation filter,
emission filter and dichroic mirror. They need to be designed according to the (spectral)
requirements derived from the used fluorophore. Thereby, the requirements are set to fulfill
the following fundamental goals:
1. The light source should emit the needed spectrum to excite the fluorophore.
2. The detector should have a high sensitivity on the spectrum of emission by the fluo-
rephore.
3. Maximum excitation light from the light source should be transmitted to the specimen.
1Natural fluorescence emission of tissue arising from endogenous fluorophores after exposure to light
of a suitable wavelength.
2Binding of a non-natural fluorophore to the tissue.







Figure 3.2: This schematic shows the general setup of a coaxial designed fluorescence microscope. Itshows in 1: light source, 2: camera system, 3: excitation filter, 4: emission filter, 5: dichroic mirror, 6:specimen. This schematic misses some optical components such as the objective or aperture.
4. Maximum fluorescence emission form the specimen should be transmitted to the
detector.
5. No illumination light in the range of the fluorescence emission should be transmitted
to the detector.
Commonly, a broad band illumination source is chosen with a band pass excitation filter in
front of it to absorb the spectrum which overlaps with the expected fluorescence spectrum.
Nevertheless, some systems use laser as an illumination source and therefore do not require
an excitation filter [71]. The emission filter should only transmit the expected fluorescence
spectrum from the specimen and is mostly designed as a band pass. Although the excitation
and emission spectra of some fluorophore overlap, the excitation and emission band pass
filter should not overlap. Otherwise, reflections from the specimen or its background could
be detected as fluorescence. The dichroic mirror allows a coaxial design by reflecting the
excitation light onto the specimen and transmitting the fluorescence light to the detector
and should be chosen according to the requirements set on the excitation and emission
filters. The choice of the detector depends on factors like the expected fluorescence emission
intensity and spectrum, as well as on the required spatial and temporal resolution. The
spectral sensitivity of different detector materials is shown in Figure 3.3. For an expected
fluorescence around 830nm, a silicon-based chip is appropriate. The spatial and temporal
resolution are connected reciprocally, so a well balanced compromise should be chosen.
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Figure 3.3: Left: This plot shows the quantum efficiency of detectors made from three different materi-als (Si - silicon, HgCdTe - mercury cadmium telluride, InGaAs - Indium gallium arsenide) in dependencyof the wavelength. In the low range of NIR, the Si-based detectors are superior to the others. Right:This plot shows the attenuation of light of different wavelength by various tissues. The light redmarkedarea and the grey marked areas are the so-called first and second optical window. Biological tissue at-tenuates light less in both windows and thus allows a deeper penetration depth. The image is adaptedby permission from Springer Nature Customer Service Centre GmbH: Nature Nanotechnology [72] ©2009.
3.2 Indocyanine green
Indocyanine green (ICG) is a tricarbocyanine fluorescent dye with a molar mass of MICG =
774.96 gmol , which was developed for the near-infrared (NIR) photography by the Kodak
Research Laboratories in 1955 [71]. Shortly afterwards, it was clinically used to record
indicator dilution curves (IDCs) for the determination of cardiac output and got FDA ap-
proved by 1959 [73]. Nowadays, its use has expanded to multiple medical fields such as
ophthalmology, neurosurgery, vascular surgery, oncology and many more [7, 74–78]. In the
following sections, the relevant information on the pharmacokinetics, binding properties,
spectral stability and fluorescence yield are given. Thereby, a focus is set on its dilution in
blood in cerebrovascular imaging, whereas properties in other solvents and requirements for
other applications are not presented.
3.2.1 Binding properties and pharmacokinetics
ICG is mostly injected intravenously and mainly binds to the plasma proteins in blood. Its
binding property depends on its concentration in the solvent (blood). At very low concentra-
tions, it preferably binds to the β -lipoprotein [79, 80]. Otherwise, it preferably binds to the
plasma albumin but also binds to the globulin, α1-lipoprotein and β -lipoprotein [79, 81–84].
The latter bindings are relevant for this work. After being bound, the molecules, made of
proteins and ICG, are too large to penetrate the vessel wall, therefore remain intravascularly
and can be assumed as a non-diffusable indicator [85]. This property enables the imaging
of vessels with a high contrast. ICG has a half-life duration of 2 to 4 min in humans and is
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rejected by the liver and bile ducts [80, 86–88]. The half-life duration depends on the liver
function and can be increased significantly in diseased patients [89, 90]. Nevertheless, the
short life time in the circulatory system allows repeated application of ICG in imaging [71].
The administered dose (2.5 mg to 75 mg per patient) of ICG is much lower than the measured
lethal dose in animals (LD50 ≈ 60 mgkg ) [91]. It has proven to have a very low toxicity, and the
reported incidence of complications is very low [87, 92–96]. The mechanisms responsible
for adverse reactions after an ICG injection are unknown. It is hypothesized that most severe
complications like an anaphylactic shock are attributed to the iodide component of pulverized
ICG [87, 94].
3.2.2 Optical properties
ICG is a fluorescent dye with an absorption and emission maximum at the NIR. Its exact
optical properties depend on the solvent and the concentration of ICG. The absorption
spectra of ICG in blood plasma shows two peaks (see Figure 3.4). With a variation of
the concentration, the prominence of the peaks changes drastically. The first peak is at
λ1 ≈ 730nm and the second at λ2 ≈ 805nm. With decreasing concentration, the first peak
turns into a shoulder and the second peak gains prominence.
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Figure 3.4: The molar extinction coefficient of ICG shows a dependency on the ICG concentration andthe wavelength. The concentration has an influence on the absorption of light. The morphology of thespectrum changes drastically, although the peaks and “shoulders” do not shift along the wavelength alot. The graph is based on the published data by [80] and digitized by [97].
The absorption peaks lie in the so called first optical window where biological tissue has
little absorption (see Figure 3.3). Consequentially, this enables a greater depth of penetration
and therefore a deeper insight into tissue [72, 75, 98].
The energy of absorbed photons is either transformed into an energy loss such as heat or
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remitted as a fluorescent photon of lower energy (λabsorption < λemission). This Stokes Shift
is characteristic to the dye, its concentration and the solvent. It is mostly measured as the
shift of the maximum in excitation3 and emission. In the case of blood as solvent, ICG has a
Stokes shift of approx. 30nm [99].
Both spectra, excitation and emission, are shown in Figure 3.5 for a concentration of 0.05 mgml
in whole blood. The emission is depending on the ICG concentaration as shown in Figure
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Figure 3.5: Left: The normalized excitation and emission spectra of ICG in whole blood are shown.This image was adapted from [100]. Right: The normalized fluorescence intensity of ICG in wholeblood is shown. The total fluorescence intensity is dependent on the ICG concentration. This imagewas adapted from [99], published under the Attribution 4.0 International (CC BY 4.0) Licence.
The fluorescence quantum yield is a characteristic parameter of a dye and depends on the
solvent and the concentration of it. It is the ratio of the number of emitted to absorbed
photons (see Equation 3.2) and can be interpreted as the probability of an absorbed photon
to be turned into a fluorescent photon. In blood, the fluorescence quantum yield is around 1
to 10 % [99, 101]. Interestingly, the absorption and emission spectra of ICG overlap. A re-
absorption of emitted fluorescence photons and eventually a remission of a new fluorescence
photon is possible [101, 102]. This causes a cascade of re-absorption and remission, which
is connected by the fluorescence quantum yield [101].To observe fluorescence of ICG in a





ICG is mostly stored as a dry powder since it chemically decomposes in most solvents over
time and therefore changes its optical properties. Hence, pharmaceutic ICG is available as a
powder and needs to be dissolved in a fluid before administration [71]. In clinical practice,
it is dissolved in water and sequentially injected intravenously. The spectral stabilization,
which means it does not change its optical properties over time, is fastest in distilled water
3The excitation spectrum is not equal to the absorption spectrum.
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and is consistently stable for approx. 7 days [80]. An ICG and water solution mixed with
blood reaches spectral stability after 1.5s [80].
Consequentially, observation by ICG fluorescence imaging of blood are assumed to be




State of the art in the
intraoperative flow measurement
This chapter focuses on the flow measurement during surgery. Measuring the blood flow
during surgery has the advantage that the surgeon can rapidly intervene in the case of an
insufficient flow. Since the early 20th century, different techniques evolved. In the following
chapter, the established magnetic and ultrasound-based methods will be introduced and
the current state of the art in research on fluorescence angiography (FA) based methods
as well. Other methods that can be utilized for this type of measurement, such as light
amplification by stimulated emission of radiation (laser) Doppler, computed tomography
(CT) or magnetic resonance imaging (MRI), will not be presented as they either provide
a relative measurement or are rather perioperative than intraoperative methods (for more
details please see the referenced articles) [103–108].
4.1 Magnetic
One of the first intraoperative blood flow measurement techniques was the electromagnetic
flow meter introduced in the late 1937 by Kolin [109]. It is used intraoperatively to asses
the blood volume flow in an exposed vessel [110, 111]. It is based on Faraday’s law of
induction and the Hall effect. The law of induction states that when an electrical conductor
move to the lines of force of a magnetic field, a voltage is induced in the conductor. In the
context of blood flow measurement: blood is an electrically conductive suspension and its
movement (more specifically the movement of the ions in the blood) represents a moving
conductor [112]. The Hall effect states that a voltage difference will be generated in an
electrical conductor which is facing an electrical current while applying a magnetic field
perpendicular to the current.
Electrodes are placed at right angles to the flux and need to be in contact with the vessel wall.
Figure 4.1 shows the fundamental setup of a magnetic flow meter. Equation 4.1 shows the
dependency of the voltage from the mean flow velocity (U - measured voltage, B - magnetic
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field, d - distance between the electrodes, v̄ - the mean flow velocity and k is a flow medium
dependent factor).
U = k ·B ·d · v̄ (4.1)
The working principle requires a fully closed ring around the vessel. This is inconvenient
and thus it was replaced by the flow probes based on ultrasound for the intraoperative use on
vessels.
22.05.21, 13)04






Figure 4.1: The fundamental setup of a magnetic flow meter is shown. A magnetic flow meter consistsof an electromagnet, providing a magnetic field perpendicular to the media’s flow direction, and at leasttwo electrodes aligned perpendicular to the magnetic field. The blood’s ions experience a Lorentz forcein dependence of their velocity. This force separates the ions and creates an electrically measurablevoltage at the electrodes. This image is adapted from [113].
4.2 Ultrasonic-flow probe
The ultrasound-based measurement of flow can be divided into two approaches: the Doppler
flowmetry and the transit time flowmetry. The transit time flowmetry is more accurate in
measuring the mean flow velocity and hence more common in intraoperative blood volume
flow measurement and is introduced in this section [114].
The transit time flowmetry was introduced by Drost et al. in 1978 to assess the blood
volume flow and has nowadays proven to provide significant clinical information [115–119].
The device measures the transit time of an ultrasonic wave upstream and downstream and
calculates the flow velocity according to Equation 4.2 (v̄ - the mean flow velocity, l is the
transit distance, t1 and t2 are the transit times of the wave in both opposing directions).
v̄ =
l · (t2− t1)
2 · t1 · t2
(4.2)
The value of |t2− t1| increases with increasing flow velocity and it turns to zero whenever
the fluid is not in motion. The design of a probe is shown in Figure 4.2. To perform a
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measurement, a signal is emitted, propagates through the vessel, reflected at the acoustic
reflector, propagates again through the vessel, is detected and its transit time recorded. The
usage of a reflector allows a device design with all bulky component on one side and hence
facilitate the use of the device on exposed blood vessels. The ultrasonic beam must cover the
whole width of the vessel lumen, so the transducer integrates all velocity components in the
vessel. Since stationary parts, such as the vessel wall or gaps within the beam area, do not
contribute to the flow velocity, the difference in transit time |t2− t1| is proportional to the
volume flow and independent of the shape of the vessel [115, 120]. Nonetheless, to yield
accurate results the vessel should fit into the probe’s gap well and an acoustic coupler should
displace all air. Otherwise, the accuracy decreases [121].
Due to its high accuracy and relatively convenient use, it is the gold standard in intraoperative








Figure 4.2: The setup of a transit-time-based flow meter consists of two main components. First, apair of transducers to emit and detect the ultrasonic wave. Second, an acoustic reflector to reflect thewave. This enables a lean design of the probe. It is essential to place an acoustic coupler (e.g. sterilegel) into the gap between the device and the vessel to ensure an accurate measurement. This image isadapted from [122].
4.3 Quantitative fluorescence angiography
The aim of this thesis is the quantification of blood flow via FA. In the following subsections,
an overview of the state of the art is given for two fundamentally different approaches to
measure the flow via FA: The one point measurement and the two point measurement. Both
are presented to reveal differences and motivate the decision on the implemented method for
the following studies.
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4.3.1 One point measurement - the indicator dilution
theory
The one point measurement by the indicator dilution method relies on the findings of
Fick back in 1870 [14]. Meier and Zierler first proved and established the central volume
theorem [15] which led to the development of the Swan-Ganz catheter (also called Pulmonary
artery catheter) in the 1970 [123]. To perform a measurement, an indicator of known quantity
needs to be abruptly injected into a vessel and its timewise concentration is measured
downstream. This measurement uses one indicator dilution curve (IDC) obtained as single
time series (obtained from a point/pixel or as a mean value of a region of interest (ROI)). The
volume flow V̇ can be determined using Equation 4.3 with m0 as the administered indicator






This approach relies on the conservation of mass of a non-diffusible indicator. Hence, no
loss of mass should be present and an absolute measure of the quantities is required. Both
requirements are violated in an optical measurement of the IDC in cerebral vessel after an
intravenous injection of indocyanine green (ICG). First, the propagation of the ICG bolus
faces many junctions at which the bolus is split. It is very likely that only a fraction of the
injected quantity m0 reaches the measurement site. Second, the optical measurement of the
concentration of the ICG in the vessel is a complex inverse problem that has not been solved
yet. The denominator in Equation 4.3 is strongly affected and the measurements are not
accurate [124–128]. Often, researches have observed an overestimation of the blood volume
flow by the indicator dilution method with ICG although injection and detection site are close
by. Along other reasons for this discrepancy, all publications have in common to suspect the
optical properties of ICG as main source of error in these measurements [124, 127–129].
Nonetheless, empirical clinical studies showed that the indicator curve’s morphology holds
information on the volume flow. Surrogates for the volume flow, such as the blood flow index
(BFI) (see Equation 4.4 with ∆ICGmax as the maximum amplitude, and MT P as the mean





The BFI is a relative measure of blood flow and is proportional to the absolute flow with
an unknown factor. It is only applicable in the case of a constant vessel geometry, injected
indicator quantity and detector efficiency [135]. Consequentially, changing the vessel
geometry, e.g. installing a bypass, has an influence on the BFI.
4.3.2 Two point measurement
The two point measurement utilizes the fundamental definition of the volume flow rate shown
in Equation 4.5 with V as volume and t as the time.









Assuming the flow velocity penetrates the cross sectional area perpendicular to it and both
are constant, yields Equation 4.6 with v as the flow velocity, A as the cross sectional area,
s as the transit distance and t as the transit time. To obtain s and t, two points need to be
determined on the geometry e.g. tube, thus the name: two point measurement (see Figure
4.3).










Figure 4.3: Top: a sketch of a vessel with an inner diameter of di is shown. The blood has a flow velocityof v. Bottom: at the locations A and B, the IDCs were extracted. The distance of both location is s. Thetransit time is denoted as ∆t. The image is taken from [136], published under the Creative CommonsAttribution 4.0 License.
In the context of the blood volume flow measurement in vessels, two measurement points on
the vessel are set and their geodesic distance determined followed by obtaining two IDCs at
these location. The two IDCs are used to determined the transit time as their delay. This two
point measurement is based on the systemic mean transit time theorem for single input and
single output systems as defined by Perl et al. [16]. This approach relies on the assumption
that the two IDCs are of similar morphology.
This approach was used by Weichelt et al. to quantify the blood volume flow intraoperatively
by ICG FA [137]. They performed measurements on a phantom and in vivo measurements
on a human subject (as shown in Figure 4.4). It revealed that the measurement seems to
have a systemic dependency on the diameter which was linked to limited penetration depth
of the light into the vessels. Table 4.1 shows the measured deviation for the measurement
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performed on a phantom. The clinical results will not be discussed since only a single patient
was involved and the results are not clearly formulated. Anyhow, the paper lacks of many
information in the methods part and hence can neither be reproduced nor fully understood.
To my best knowledge, no other publications exist regarding the topic of the quantitative
measurement of blood volume flow by ICG FA.
Figure 4.4: Left: this image shows the vessel phantom which was used to assess the volume flow. Theaxes are in pixels and a manually drawn line depicts the length of the tube. Right: this image shows an
in vivo recorded cerebral vessel of a human subject undergoing revascularization surgery. The manuallydrawn line depicts the length of the vessel and at its end (blue and red box) the signals were extractedto obtain the delay of the fluorescence at the locations. Both images are taken from [137], publishedunder the Attribution 4.0 International (CC BY 4.0) Licence.
Table 4.1: This table shows the results for the measurement of the volume flow for different diameters.The measured deviation is calculated a the ratio of the via FA determined flow divided by the referenceflow. Measuring flow via FA overestimates the flow. Moreover, it depends on the diameter and theflow characteristic [137].
Vessel diameter Vessel geometry/ Measured deviationin mm flow characteristic
1.6 Straight/laminar 1.05-1.093.2 Straight/laminar 1.38-1.453.2 Straight/non-laminar 1.10-1.124.0 Straight/laminar 1.58-1.595.0 Straight/laminar 1.48-1.535.0 Straight/non-laminar 1.17-1.21
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4.4 Summary
Table 4.2 compares the main aspects of an intraoperative measurement of flow based on
ultrasound and based on FA as they are the current clinical state of the art in blood flow
measurement and the topic of the research in this thesis, respectively.
Table 4.2: A comparison of the intraoperative ultrasound-based and FA-based measurement of bloodvolume flow.
Aspect Ultrasound-based Fluorescence-angiography-based
Contact Yes NoInvasive Only contact Yes, requires an injection of dyeImmediately repeatable measurement Yes No, approx. 10 minbetween each injectionMultiple simultaneous measurements No YesChange of instrument Yes NoQuantitative measurement Yes NoCost: initial moderate highCost: per measurement low low

Chapter 5
Simulation of the radiation
transport by Monte-Carlo models
The simulation of radiation transport in tissues is considered to be a fundamental tool in
biomedical optics. It allows the investigation of a large set of possible biomedical applications.
Among other approaches, the Monte-Carlo (MC) based methods represent a gold standard in
the simulation of forward or inverse problems [138–154].
MC-based methods allow the numerical analysis of complex geometries and media properties.
Analytical methods, such as solving the radiative transport equations, are often limited in
their capability to analyze complex geometries and complex media properties. The present
work utilizes and further develops MC models to solve problems in the field of quantitative
fluorescence angiography (FA).
In MC based methods, radiation is modeled by a large set of photons. The wave–particle
duality of photons is usually reduced to a solely particle-like treatment of photons. The wave
properties as e.g. the polarization are either ignored or simplified (e.g. internal reflection at
boundaries is defined as the average of the reflectances of the two orthogonal polarization
directions used). Neglecting the polarization of the photons is in the context of this work valid
since the photons are multiply scattered and therefore the polarization is quickly randomized.
MC-models simulate the propagation, hence also tracing their paths, of photons in turbid
media. Two approaches to compute the paths are established: First, the models that handle
photons as a quantum that faces binary decisions, hence named binary propagation. Second,
the models that handle photon packages that face weighted decision, hence named weighted
propagation (also named scored physical quantities method).
The following sections will introduce both methods separately without going deeper into the
choice of geometry, optical parameters or logging of performance parameters. It relates to
the work of Wilson et al. and Wang et al. [155, 156].
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5.1 Binary propagation
The binary propagation of photons was introduced by [155]. Treating photons as a quantum
requires binary decision for interaction with the media or at boundaries, hence the name























Figure 5.1: The binary propagation model starts by initializing the geometry, the medias optical prop-erties, logging of performance parameters and setting the number of photons to be launched. Afterlaunching, the photon step size is calculated (Section 5.1.2 & 5.1.3). The photonwill interact with eitherthe media or a boundary upon its propagation (Section 5.1.4 & 5.1.5). At the new location the photonis either scattered (the direction is updated and then a new step size is calculated) or absorbed. Thephoton will be terminated in case it exits the geometry or is absorbed by the media and a new photonis launched (Section 5.1.6). This is repeated until the desired number of photons were launched andterminated. The scheme is based on [155, 157].
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5.1.1 Geometry and coordinate system
The photons propagate through a geometry that has certain optical properties. The geometry
can be composed of different materials and hence have a heterogeneous structure. In the
MC-based simulation, four material parameters are used to simulate the propagation.
◦ n - refractive index: defined as the relative velocity of a photon in the material
(reciprocal relative to the velocity in vacuum).
◦ µa - absorption coefficient: defined as the probability of a photon absorption event per
unit infinitesimal path length.
◦ µs - scattering coefficient: defined as the probability of a photon scattering event per
unit infinitesimal path length.
◦ g - scattering anisotropy: defined as the average of the cosine value of the deflection
angle.
The MC model propagates photons in three dimensions. Therefore, a Cartesian coordinate
(x, y, z) system is used. The geometries are not bound to fit this coordinate system and can
be defined e.g. as cylinders as presented later (chapter 9).
5.1.2 Launching a photon
A photon always has a current position S =
xy
z




The number of photons launched depends on the particular application. Generally, a trade off
between computation time and reliability of the results for the performance parameter must
be done. The reliability of the results is ensured by performing a convergence analysis with
an increasing number of launched photons. This needs to be performed in a separate study.
The launching position and direction of the photons determines the type of illumination (e.g.
spot vs. homogeneous or diffuse vs. direct illumination).
5.1.3 Calculate step size and relocate photon
A photon’s current position and propagation direction is known, hence its future position E
can be determined as shown in Equation 5.1.
E = S+ sz ·M (5.1)
To do so, a step size sz is needed. It is calculated as shown in Equation 5.2. The step size
depends on the probability of interaction in the media µt (as the interaction coefficient, see
Equation 5.3) and on the random number ξ ∈ [0, 1].
sz =− ln(ξ )
µt
(5.2)
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The interactions include absorption, determined by the absorption coefficient µa and elastic
scattering, determined by the scattering coefficient µs (all in cm−1) [158]. The step size
represents the mean free path length between two interaction sites. It is based on the sampling
of the probability distribution for a photon’s free path (for more details please refer to [156]).
µt = µa +µs (5.3)
Please note that µt is the sum of all absorption and scattering coefficients of the current
media the photon is located in.
5.1.4 Interaction at the new location
After propagating the photon to its new position, it interacts with the tissue. It is either









respectively. To determine which interaction will be performed, a random number ξ is
generated. If ξ ≤ Pabsorb, the absorption is performed, else the photon is scattered.
Absorption In the case of absorption, the photon is terminated at its location E. This
location can be logged and used for further analysis.
Scattering In the case of scattering, the photons propagation direction M is updated. The
scattering properties of the media is determined by the size and distribution of the scattering
objects in it. Blood is a cell suspension, and its cell components are dominating its scattering
properties. There will be a deflection angle θ ∈ [0,π) and an azimuthal angle ψ ∈ [0,2π) to
be sampled statistically. The scattering can be modeled by different phase functions such as
the McCormick phase or Henyey-Greenstein function [159–161]. For this work, the latter
was used for the blood and vessel wall since it proved to perform best [162, 163]. The cosine










if g > 0
2 ·ξ −1 if g = 0
(5.6)
ψ = 2 ·π ·ξ (5.7)
The parameter g ∈ [−1,1] is the scattering anisotropy. A value of 0 indicates isotropic scat-
tering and values close to 1 a forward directed scattering. Values of −1 indicate backwards
scattering but are not of interest in this work since tissue has a positive g.
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1−µ2z · sin(θ) · cos(ψ)+µz · cos(θ) (5.10)
5.1.5 Interaction at boundaries
During the propagation, a boundary to a different media might be hit. The photon can either
be reflected or transmitted and refracted. First of all, the photon is moved to the hit point H.
The remaining step size is stored and used later. At H, neither absorption nor scattering will
be regarded.
The probability of the photon of being reflected or transmitted needs to be determined. It
depends on the angle of incidence αi and angle of transmission αt (orthogonal incidence:
αi = 0). It is calculated using Fresnel’s formulas for internal reflection R(αi) as shown














The photon is reflected in the case of R(αi) ≥ ξ and else it is transmitted. The angle of
transmission αt is calculated using Snell’s law (Equation 5.12 with ni and nt as the refractive
indices of the medium of incidence and transmission, respectively).
ni · sin(αi) = nt · sin(αt) (5.12)
In case of internal reflection, the remaining step size is propagating towards the updated
propagation direction, which follows the law of reflection in respect to the tangential plane
at H. At the end of this propagation, the photon is absorbed or scattered.
In case of transmission, the propagation direction changes according to Snell’s law. Also, the
remaining step size needs to be updated, because the medias properties might change. The
updated remaining step size is given by Equation 5.13 with µt,1 and µt,2 as the interaction
coefficient of the media of incidence and transmission, respectively.
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5.1.6 Photon termination
A photon is terminated either by absorption or by exiting the geometry into the ambient media,
where a further propagation and tracking is possible but often not required. Nonetheless, the
exiting point and the propagation direction of the photon can be used for further analysis
such as ray tracing.
5.2 Weighted propagation
The weighted propagation of photon packages was introduced by Wang et al. to improve the
efficiency of the MC simulation [156]. Treating weighted photon packages instead of single
(binary) photons is a simple variance reduction technique, which leads to a rapid convergence
of the simulation. The weighted propagation is an acceleration of the binary propagation
and is used when absorption patterns are of interest and not single absorption points [156].
The weighted propagation considers many photons in a photon package. While propagating,
a fraction of this package is absorbed. This remaining rest keeps on propagating and faces
scattering. The weight is a measure for the ’surviving’ fraction of photons after each step.
Setting the initial weight to unity allows a convenient handling of the absorbed and surviving
fraction.
The general workflow is shown in Figure 5.2.
5.2.1 Geometry and coordinate system
The geometry and the coordinate system are set and treated identically in the binary and
weighted propagation models.
5.2.2 Initialization, step size and relocation of photon
Initialization The photon package initialization in the weighted model is identical to the
binary model with the addition that a weight WPh, init = 1 is added as an attribute for each
photon independently.
Step size and relocation of photon The calculation of the step size and the relocation
of the photon are handled identically to binary propagation (see Section 5.1.3).
5.2.3 Interaction at the new location
After the propagation of the photon package to its new position, it interacts with tissue in
form of absorption and scattering. The absorption affects the weight of the package, which
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results in the checking of the weight to decide whether it is terminated or not. The scattering
is performed identically to the binary model (see Section 5.1.4).
Absorption A fraction of the photon’s weight will be absorbed. The quantity of it is given
by Equation 5.14. Hence, the updated weight is W ′ =W −∆W .
∆W =W · µa
µt
(5.14)
Due to the dependency of ∆W on W , the updated weight will never be zero. Therefore,
a roulette is introduced to terminate photon packages that have a very small weight. A
package enters the roulette if its weight is under a certain threshold. This threshold was
set to Wthres = 10−4. Hence, 1− 10−4 was already absorbed upon the propagation of the
package and a further propagation was neglected to save computational time. The roulette
gives the package a change of 1/m to survive, else it is terminated. Simply terminating
the packages in the roulette would violate the conservation of energy (or number/weight of
photons). Therefore, the weight of surviving packages is increased by m (see Equation 5.15).
W =
{
m ·W i f ξ ≤ 1m
0 i f ξ > 1m
(5.15)
In this work, m = 10 was used. After updating the photon package’s location and weight, it
is scattered and its propagation direction is updated as well.
5.2.4 Interaction at boundaries
The interaction at boundaries can be treated in two ways. Either identical to the binary
propagation as binary decision, so the whole package is either reflected or transmitted, or the
weight is split into a reflected and transmitted package. For the latter, the reflected weight
is W ′re f l =W ·R(αi) and the transmitted weight is W ′trans =W · (1−R(αi)). The drawback
of this approach is that the number ob photon packages that need to be tracked increases
exponentially and is therefore very computationally costly. The binary handling shows very
similar results and can be compensated by launching more photons at the beginning [156].
For this work, the binary handling at boundary hits was used.
5.2.5 Photon termination


























Figure 5.2: The weighted propagation model starts by initializing the geometry, the medias opticalproperties, logging of performance parameters and setting of the number of photon packages to belaunched. After launching the package, the step size is calculated (Section 5.2.2). It interacts witheither the medium or a boundary upon its propagation (Section 5.2.3 & 5.2.4). At the new location, theweight of the package is reduced due to absorption and is followed by scattering. In the case that thepackage is not terminated, a new step size is calculated. The photon package is terminated in case itexits the geometry or does not survive the roulette and a new package is launched (Section 5.2.5). Thisis repeated until the desired number of photon packages were launched and terminated. The schemeis based on [156].
PART II




The overarching goal of this work is to develop, analyze, and validate a processing chain to
extract blood volume flow information from recorded fluorescence angiography (FA) videos
or image sequences.1 In this chapter, the workflow is presented. Its single components
including input and output are visualized in Figure 6.1.
Temporal pruning
FA video
Video stabilization Extracting scale
Frame selection 
and segmentation











Figure 6.1: In this overview, all components and information passed among the single steps of thealgorithm are visualized. Green arrows indicate the general input and output. Red arrows indicate userinteraction and will be described in the corresponding section. The black arrows indicate automatedhandovers from one step to the next. Handovers consist of: 1 the temporally shortened video, 2 themotion compensated video, 3 the segmentation of the automatically selected frame, 4 the image’sscale, 5 the obtained centerline which is used to calculate the transit time of the bolus from the video(2), 6 the calculated transit time, 7 the length and diameter of the vessel.
1Note that in this chapter a video and image sequences will be named video for the sake of readability.
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6.1 Requirements on the clinical data
To be compatible with the proposed algorithm, the data should comply with the following
requirements.
1. FA video:
a) It must contain the dye’s inflow and washout phase into the vessel (recirculation
is not required).
b) The vessel of interest must be permanently in the image and no instruments
obstructing the view.
c) The vessel of interest must be in the focal plane.
d) The microscope’s settings (zoom, focus, illumination, etc.) must be kept constant.
e) The microscope’s gain value must either be kept constant or must be tracked for
each frame.
f) The microscope must be kept stationary.
g) At one time, a ruler must be in the image but should not violate point 1b and
should also be in the focal plane.
h) The vessel should be homogeneously illuminated.
2. Reference measurement via e.g. ultrasonic flow probe
a) A reference measurement of the blood volume flow at the vessel must be taken
shortly before or after recording the video data (time scale of a few minutes).
Preferably, multiple measurements should be taken.2
b) The location of the measurement should be marked (e.g. snapshot image or
post-operative annotation).
6.2 Video pre-processing
The videos recorded in a lab or during surgery will need two pre-processing steps. First, a
temporal pruning of the data to exclude irrelevant sequences. Second, a video stabilization
to compensate for the relative movement of the patient and camera system.
Temporal pruning The recorded videos will include data/passages that are irrelevant or
troublesome for the analysis: for example the frames that are recorded before the fluorescent
dye has reached the camera’s field of view do not consist any information on the dye’s
dynamics. Therefore, two criteria for the pruning are derived:
1. Sequences before the dye has reached the field of view will be excluded.
2. Sequences where the recirculation of the dye is prominent will be excluded.
2The mean flow or temporally resolved.
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To assess whether any of the criteria are met, the average grey value of each video frame is
calculated and analyzed over time. An examples where the two criteria are met is shown
in Figure 6.2. The frames in between the two red dotted lines will be passed to the next
processing step.
































Figure 6.2: This normalized fluorescence intensity curve was measured in vivo. The time to the arrivalof the bolus is clearly visible (t < 7s) and violates the first criterion for pruning. This is indicated bythe left red dotted line. The second red dotted line indicates the violation of the second criterion. Therecirculation of the bolus is clearly visible with a peak at approx. t = 35s. The outflow of the firstbolus and the inflow of its recirculation overlap, and the point of the violation of the second criterionis annotated manually.
Video stabilization Since relative movement between the vessel of interest and the camera
occurs, a compensation for this movement is needed. The relative movement can be induced
by the heartbeat and respiration of the patient or by the operation of the surgical microscope
by the staff. Both can cause deterministic and transient, high and low frequency movement.
It is crucial to perform this compensation since the upcoming analysis is an Eulerian and not
a Lagrangian approach.3
A registration of each frame to its consecutive frame is needed. The transformation matrix of
this registration is used to match both frames spatially. Thereby, only translational motion
was allowed. This is justified since scaling is excluded by the requirements for recording
the data (no change in the zoom was allowed) and the relative axial motion of the patient
and camera were assumed to be negligible. Rotational motion is also excluded by the
requirements and negligible motion is expected. To register the images an image similarity
metric needs to be maximized. The inter-frame mean squared error was used as a metric
since the frames are recorded by the same device/modality and no major changes of grey
values are expected from frame to frame (see Equation 6.1 with I1 & I2 being the two images
3Eulerian approach: The observed site (pixel or pixel group within a frame) remains stationary and
changes of features are tracked only within it. Lagrangian approach: The observer follows the spatial
movement of a feature and thereby changes constantly site.
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The regular step gradient descent method is used to find the maximum similarity, hence
minimum MSE. It performs efficiently and proved to be suitable in a preliminary test. It is
an iterative method that in contrast to the normal gradient descent methods has a constant
step s until the gradients direction (∇MSE(∆n,∆m)) changes. Starting from a random initial
position X0, the steps are calculated as shown in Equation 6.2 (L as the learning rate and ∇ as
the gradient) and update the position as shown in Equation 6.3 (k is a counter of the number
of steps taken).
s = L ·∇MSE(∆n,∆m) (6.2)
Xk+1 = Xk− s (6.3)
This iterative process stops whenever either the maximum allowed number of iterations kmax
or a threshold for the gradients magnitude (Gmin) or a threshold for the steps length (smin) is
reached. The latter two indicate a convergence of the algorithm. The following parameters
were set: L = 0.5, kmax = 100, Gmin = 10−4 , smin = 10−5.
The resulting translational motion (depicted by the ∆n & ∆m) between both images I1 & I2
is used to derive a transformation matrix to match both images best. This is done for each
frame of the video and thereby a motion compensated video is available in the end. The
image format should be kept constant. So, in case of a translational compensation black
pixels were added to the image as shown in Figure 6.3 at the bottom of the image.
6.3 Frame selection
A frame needs to be selected and extracted from the video and passed to the segmentation
process. The frame should show a high contrast of the vessel of interest compared to the
background. The data was recorded using a high magnification of the recording system. This
hold the advantage that mostly the vessel of interest is omnipresent in the image. Whenever
the dye flows into the vessel, the fluorescence intensity increases significantly. At the time
point where the whole vessel is filled with the dye, a maximum intensity is reached. Thus,
it has a large contrast to the background. Identifying this frame is done by calculating the
mean intensity of each image and selecting the image with the maximum intensity. Figure
6.3 shows an example of a resulting frame.
6.4 Segmentation
Segmenting an image is an indispensable step in many computer vision applications. The
purpose is to binarize the image into a foreground and background. The foreground should
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Figure 6.3: This frame is taken from a video of a cerebrovascular intervention. It is not the first frameand therefore the video stabilization was performed on it. The black horizontal line at the bottom is aresult of aligning this frame to the consecutive ones. This frame is as well selected by the frame selectorto be suitable for the segmentation process. The vessel of interest has a good contrast towards thebackground and is clearly visible.
be the vessel of interest and the background all the rest. As Figure 6.3 indicates, often
multiple vessels are in the field of view. A segmentation by Otsu’s method yields a good
results for the segmentation of vessels in general and is performed [164]. Afterwards, the
vessel of interest needs to be determined robustly. This was ensured by allowing the user to
pick it. Often, pruning the segmentation is needed since branches exist and should not be
included in the further analysis. The user can decide where to prune the segmentation. Both
steps involve an interactive graphical user interface (GUI). The segmentation’s border after
pruning is shown in Figure 6.4. Since the fluorescent light passes a scattering media (vessel
wall) on its path to the detector, the segmentation might not represent the inner structure
of the vessel. A refinement of the segmentation is performed to ensure it depicts the inner
structure of the vessel. A spatial-gradient-based segmentation method is used which showed
plausible results in a clinical setting [165]. It relocates the border of the initial segmentation
towards the minimum of the second derivative of the intensity values perpendicular to the
border. This relocation is not visible in a figure but has an effect on the segmentation. Hence,
also on the diameter measurement in the next step, as shown in literature (for more details on
the segmentation please see the given reference) [165].
6.5 Length and diameter measurement
The spatial dimension of the vessel of interest needs to be determined. The geodesic length
and the cross sectional area of the vessel are in focus. Since a 3D object was projected
into a 2D plane, the width of the segmentation is used as a surrogate for the diameter. This
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Figure 6.4: This image shows the segmentation’s border in red after the user has picked the vessel ofinterest and has cut off the irrelevant region of the mask. Here, the top and bottom of the vessel wasexcluded due to the presence of branches. The branches would affect the flowmeasurement since theflow would split at the branches and therefore no constancy of mass is given.
assumption is valid as long as the vessel has a circular cross section. As long as the blood
pressure is larger than the ambient pressure, which is in an open brain surgery the case, it is
very likely to be valid unless a pathology is present.
First, the centerline of the segmentation is computed. The centerline is a one pixel thin
line which represents the medial axis of the segmentation. Its length can be determined by
different methods. The description of the centerline extraction methods and their resulting
errors can be found in Section 8.2.1. Then, the diameter value is obtained for each pixel of
the centerline and transferred into a local cross sectional area. The mean cross sectional area
along the centerline is used for the final calculation. The description of methods to obtain
the diameter and their resulting errors can be found in Section 8.2.1. Figure 6.5 shows the
centerline in blue4 and indicates the maximum diameter by a green circle.
6.6 Extraction of scale
The length and diameter of the structure are given in pixels. This needs to be turned to a
metric value. Hence, a scale is needed. In the present data, it is not possible to calculate
the scale since the optical parameters of the recording system are not known. Therefore, a
ruler is required to be in the image (see Section 6.1). Such a ruler is shown in Figure 6.6 and
the user needs to interactively select two points of known distance on the ruler to calculate
the scale within the image. The scale is then used to transfer the length and diameter values
from pixels to millimeter. It is crucial to image the ruler in the focal and it should not tilted
(relative to the focal plane). Otherwise, an scaling error is introduced.
4For visualization purposes, the one pixel thin centerline was dilated to a 3 pixel thin line.
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Figure 6.5: The segmentation is used to determine the vessel’s medial axis: the centerline. It is indicatedin blue. For each element of the centerline a diameter value was calculated. In green, the maximumdiameter of this structure is visualized.
Figure 6.6: An example of a ruler used to calculate the image’s scale.
6.7 Transit time measurement
The transit time was defined as the delay of a signal relative to another signal obtained
from a different location within the same vessel. This definition is valid according to the
systemic mean transit time theorem for single input and single output systems as defined
by Perl et al. [16]. Thereby, multiple features can be used such as the temporal shift of the
maxima. In the respective chapters, details on the particular features are given.
In this work, the ends of the centerline were chosen as the defined measurement locations.
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Obtaining a signal from temporal intensity variations from a single pixel involves strong
noise. Defining a region of interest (ROI) at the measurement locations and using the mean
value of it is beneficial since it suppresses uncorrelated noise. Thus, taking the mean of an
ROI intrudes a spatial smoothing and the size of it should be chosen with care. The ROI was
chosen to be as large as a third of the diameter of the vessel which provides sufficient noise
reduction but does not apply too strong spatial smoothing. Figure 6.7 shows an example of
the obtained signals.
































Figure 6.7: This plot shows the normalized fluorescence intensity of two signal obtained at the endsof a centerline (signals are obtained from the case also shown in Figure 6.5). Blue is obtained proximaland red distal. Both are of similar morphology but shifted relatively to each other. This shift needs tobe determined.
The systemic mean transit time theorem by Perl et al. is defined for the measure of absolute
concentrations [16]. In this investigation, the absolute concentration is not known and
cannot be derived accurately by the fluorescence intensity. The fluorescence intensity is
strongly linked to the concentration but is not equal. Moreover, the dynamic changes of the
fluorescence intensity is depending on the flow profile and the fluorophore’s distribution in
the regarded volume. Hence, a systemic error εsys is introduced, derived and analyzed in
Chapter 7.2 & 9. The calculated εsys is included into the calculation of the volume flow as





6.8 Determination of blood volume flow













Metrology suffers from a basic dilemma. Due to technical reasons each measuring process is
affected by a measurement error such as the quantization of the continuous input signal or
the influence of thermal noise. A measurement is influenced by so-called random errors, as
introduced by C.F. Gauss. Due to the possibility to describe random errors with descriptive
statistics, errors of stochastic nature are called statistical errors in this work and are discussed
in Chapter 7.1. Besides statistical errors, systemic errors are present and discussed in the
Chapter 7.2.
7.1 Statistical errors
The goal of determining the volume flow depends on the measurement of multiple parameters
(as shown in Equation 7.1). Each parameter’s measurement error contributes to the overall
flow measurement error with its magnitude and by error propagation. The error propagation
will be introduced in the following.
V̇ =
π ·d · s
4 · t
(7.1)
Error propagation The calculation of the blood volume flow has a limited accuracy due
to the statistical errors in measuring the diameter and length of the vessel and the transit
time of the bolus. In this work, the accuracy is calculated with a conservative approach
using the error propagation of uncorrelated variables according to the DIN standard 1319
specification [166, 167]. The error ε of a function f (xi) is described as





∣∣∣∣ · εxi (7.2)
with xi being the variables and n the number of variables.
In this work the f (xi) is V̇ (s,d, t) and the error propagation yields
εV̇ =
∣∣∣∣∂V̇∂ s
∣∣∣∣ · εs + ∣∣∣∣∂V̇∂d
∣∣∣∣ · εd + ∣∣∣∣∂V̇∂ t
∣∣∣∣ · εt (7.3)
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2 ·π ·d ·s
4 · t
· εd +
π ·d2 · s
4 · t2
· εt . (7.4)
To compute the relative error εrel of V̇ , Equation 7.4 needs to be divided by V̇ and for all
variables the absolute error must to be substitute with their relative error. This results in
Equation 7.5.
εrel,V̇ = εrel,s +2 · εrel,d + εrel, t (7.5)
In Section 8 the errors in measuring the variables are determined. To assess whether the
determined errors are suitable for the analysis of blood volume flow is not motivated by the
clinically relevant accuracy but by the accuracy of the current gold standard. Therefore, the
state-of-the-art ultrasonic flow probe by Transonic® was used as reference. It claims to have
an accuracy of ±10% to ±20%, depending on the size, configuration and type of the flow
probe [168]. The clinically relevant accuracy will not be taken into account (although it
would allow a larger error margin).
In this work, a statistical error of <±20% is considered as comparable to the gold standard
method.
7.2 Systemic error
Systemic errors appear in different shapes and are often unknown. Dealing with unknown
errors is complicated and therefore requires an extensive analysis [167].
Detecting systemic errors in a model requires questioning its assumptions and checking
whether all of them are valid. In this work, the equation used to calculate the blood volume
flow is examined. Other systemic errors also appear in different shapes in this work and will
not be further investigated, but discussed in the respective chapter. To name an example, the
scale of an image is extracted from a recorded ruler. Is the ruler tilted, a systemic error will
be involved in the following calculations. To avoid such a systemic error, requirements were
set in the respective chapter of this thesis.
The proposed calculation of the volume flow by
V̇true = A · v̄ =
π ·d2 · s
4 · t
(7.6)
assumes st = v̄. Equation 7.7 shows the general definition of volume flow in a rigid circular






The volume flow measurement via fluorescence angiography (FA) requires excitation light
to penetrate and propagate in the vessel until it faces a fluorescence event and then propagate
back out of the vessel into a detector. Thereby, the penetration depth will be limited in both
directions, excitation and fluorescence emission. Hence, the flow velocity profile of the
blood is neither represented completely nor equally weighted in the recorded signal by the
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detector. So, the general definition of volume flow in Equation 7.7 is erroneous. Therefore,
in this work a novel approach is proposed. An optical weight is introduced to Equation 7.7




w(r,φ) · vabs(r,φ)dA (7.8)
The optical weight represents the spatial probability density of the origin of a detected
fluorescent photon. Section 9 gives details on how to obtain wr,φ and will not be further
discussed here. Since the vabs(r,φ) is not known, it is replaced by vrel = vabsv̄ . This substitution
holds the advantage that v̄ is independent and can be written in front of the integral (see
Equation 7.9). The integral is calculated in respect to the cross sectional area. From here on,
it is turned into two integrals in respect to r and φ separately. Since the cross sectional area
does not change linearly with r, the Jacobian determinant must be included and results in
dA = dxdy = r dr dφ .





w(r,φ) · vrel(r,φ) · r dφ dr (7.9)
Assuming laminar flow in the pipe and neglecting gravitational forces, vrel(r,φ) is of
parabolic shape. Since the flow profile is axisymmetric, it can be expressed by Equation 7.10
with R as the radius of the inner lumen of the vessel (for r < R) [169].






Non-laminar flow in cerebral vessels might appear at bifurcation or at pathologies such
as aneurysms. These cases might not be suitable for an analysis of the systemic error as
performed here. Nonetheless, in most cases laminar flow can be assumed [24, 170].
Afterwards, the term AA is added and yields Equation 7.11.





w(r,φ) · vrel(r) ·
1
A
· r dφ dr (7.11)
The term in front of the integral can be substituted by V̇true (see Equation 7.6) and results in





w(r,φ) · vrel(r) ·
1
A
· r dφ dr. (7.12)









w(r,φ) · vrel(r) ·
1
A
· r dφ dr. (7.13)
In Chapter 9 the method to obtain w(r,φ) is presented. For the calculation of the systemic





w(r) · vrel(r) ·
2 ·π
A
· r dr. (7.14)
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Since w(r) will be obtained at discrete values of r, the integral needs to be converted to a













By approximating the integral with a sum of finite bins, the dr is turned into the finite size of

























The ri used to calculate the εsys is the mean value of the inner and outer boundary (radius) of
the respective bin (also used in Equation 7.10).
Equation 7.17 will be used in Chapter 9 to calculate the systemic error.
Chapter 8
Statistical error
The goal of determining the volume flow depends on the measurement of multiple parameters.
Each parameter’s measurement error contributes to the overall flow measurement error with
its magnitude and by error propagation (see Section 7.1 and Equation 7.4).
The goal of this chapter is to quantify the magnitude of the statistical errors in the mea-
surement of the geometrical (s, d) and temporal (ttransit) parameters and propose methods to
reduce them. In order to adequately quantify and potentially reduce temporal and geometrical
parameter measurement errors, it is necessary to know the ground truth of the measurand.
Obtaining a ground truth in a clinical or even lab setting is often not possible due to the lack
of a trustworthy reference.
In this work, the measurands are obtained by a computational model and therefore a ground
truth is known.
Geometrical and temporal errors are addressed separately in the following sections.
Some sections of this chapter were published in multiple publications by myself and were
reused here [136, 171, 172]. The method used to reduce the error in length measurement is
filed as a patent application under the number DE102020102683.8 and US17/166,945.
8.1 Introduction
8.1.1 Measurement of geometric parameters
Measuring an objects length and diameter is often addressed in the application of optic
and photonic technologies such as fluorescence microscopy or X-ray computer tomography.
These geometrical parameters provide crucial information in multiple medical fields such
as ophthalmology, otolaryngology, and oncology but their measurement accuracy are rarely
critically discussed [173–178]. The errors in the geometrical measurement also exist in
non-medical applications, where an object is projected onto a detector grid and therefore
holds a source for errors mainly due to discretization [179].
The error introduced by the discritization of a continuous object onto a grid (camera chip)
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will be quantified, reviewed and if needed a re-continualization method will be introduced to
reduce this error. Two hypotheses are formulated:
1. The length measurement error due to discretization is reduced by a re-continualization
of the object’s discrete centerline.
2. The error depends on the angle in respect to the rectangular grid of the pixels in
a camera chip and this dependency can be reduced by a re-continualization of the
discrete centerline. For example, a line which is projected at an angle of 0°, 45°or
90°onto the rectangular grid should show a minimum error in length due to its perfect
fit to the grid. Intermediate angles will show a higher error
To quantify the geometrical measurement errors and asses the performance of the proposed
method a large data set containing a trustworthy ground truth is required. Since obtaining
the ground truth from clinical data is difficult and often not possible, we propose to compute
this data set using an in-silico model. The generation of the data set is described in Section
8.2.1.1. Then the extraction of the centerline is shown in Section 8.2.1.2. The measurement
of the discrete geodesic length s and diameter d are shown in Section 8.2.1.3.
8.1.2 Measurement of the bolus transit time
The transit time ttransit of an indicator bolus to pass the distance s needs to be deter-
mined. To calculate it, two indicator dilution curves (IDCs) are obtained by monitoring
the spatio-temporal propagation of the indicator at two distinct locations along the vessel
of interest (see Figure 4.3). The transit time is expressed by the temporal shift of the two
IDCs. This procedure is according to the systemic mean transit time theorem for single
input and single output systems as defined by Perl et al. [16]. This approach relies on the
assumption that the two IDCs are similar in their morphology. The expected morphological
changes of the IDCs are negligible (in the Appendix A.5 the magnitude of change is shown).
Three general assumptions are set as well. First, the bolus transit time equals the mean
blood volume transit time. Second, the real fluorescence intensity curve equals the simulated
indicator bolus curve. Lastly, the simulated indicator bolus curve equals the realistic indicator
solution curve in a cerebral vessel. This section focuses on the evaluation of the performance
of different methods measuring ttransit and their quantitative statistical error in the presence
of different noise levels. As mentioned in Section 7.2 a systemic error is expected but is
not included in this section (for the analysis of the systemic error please see Section 9). In
order to perform the specified evaluation, data sets containing two corresponding IDCs with
a know ground truth of ttransit are needed. Although in vivo IDCs are monitored frequently in
clinical routines and are thus widely available, they lack a sufficient and trustworthy ground
truth of the transit time [180].
Creating a ground truth by simply shifting an in vivo IDC would result in identical samples
having identical noise, which is also unintended. Additionally, in vivo IDC contain tem-
porally correlated and uncorrelated noise that cannot be separated from the desired signal
(described by the additive noise model m(t) = s(t)+ n(t) with m(t) as measured, s(t) as
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desired signal and n(t) as noise). Therefore, making the analysis of the influence of the
noise is impossible. The state-of-the-art surgical microscopes have a maximum sampling fre-
quency of fsampling = 60Hz, which is sufficient to discretize the continuous IDC (according
to the Nyquist-Shannon sampling theorem) but strongly limits the detectable shifts. Creating
artificial sub-samples (reasonable samples in between the measured ones) would be a simple
method to increase the number of samples and allow shifting of one IDC. To obtain sub-
samples a mathematical model is used, which interpolates the signal. The model applies bias
to the performance of methods measuring the time shift which introduces a systemic error
to the ground truth and is undesirable. Consequentially, a credible performance evaluation
of methods measuring the transit time ttransit based on in vivo IDCs cannot be assured by
merely duplicating and delaying an IDC for these three main reasons (lack of a reference,
inseparable noise and relatively low sampling rate).
Therefore, a method is proposed to compute highly adaptable data sets of two corresponding
and differently sampled IDCs with a ground truth transit time tGround truth using an in silico
model. Even though an in vitro flow phantom could provide a similar data set, in silico
generated data sets are low-cost, accurate and easily configurable to the desired field of
application [181]. The generated data sets will be used to evaluate and enhance methods
measuring the transit time ttransit , thereby increasing its temporal accuracy which is not yet
suitable for clinical studies [137, 182]. Achieving a higher temporal accuracy by increasing
the sampling rate of the measuring device is possible. In a noise-free signal the maximum
error of an ideal measurement is equal to half of the quantization interval, in our case,
equal to 12· fsampling . In a noisy signal, the accuracy will decrease drastically with a decreasing
signal to noise ratio (SNR). Furthermore, an increase in the sampling rate is limited since
the noise level is often coupled reciprocally to the integration time of the A/D-Converter.
Therefore, a method was proposed to fit mathematical models to the data points to interpolate
and re-continualize the signal. This can enhance the accuracy in the temporal detection of
events [183]. The proposed models are commonly used in the IDC-based measurement of
blood volume and cardiac output to suppress noise, artifacts and increase the accuracy of the
measurement [15, 184–187].
Two hypotheses were set up:
1. Using mathematical models to re-continualize the dilution curves, decreases the error
in the transit time measurements compared to using the measured discrete data.
2. A sub-frame rate accuracy can be accomplished by combining a suitable configuration
of a mathematical model, extracted features and pre-processing of the input data.
The generation of the data sets is described in Section 8.2.2.1. The methods used to obtain
the transit time and quantify the measurement error are described in Section 8.2.2.2.
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8.2 Methods
8.2.1 Measurement of geometric parameters
8.2.1.1 Generation of a synthetic data set
The in silico model needs to represent a broad variety of possible vessel geometries and
contain an accurate ground truth on the length and diameter of the particular geometry.
Generally, the model needs to fulfill the listed requirements below to ensure its suitability for
the evaluation of the error in the length and diameter measurement. The model needs to
◦ generate binary images.
◦ mimic cerebrovascular scenes, short vessel parts with very few or no bifurcations.
◦ restrict the shape to mathematically expressible forms (such as straight lines, simply
bend lines, multiply bend lines and combined structures with a bifurcation).
◦ be able to apply constant as well as changing diameter values.
◦ provide the ground truth (as reference and allows the reproduction of the images).
◦ allow the generation of a large and diverse set of data.
We propose to model a vessels geometry with the help of mathematical functions. The main
advantage is that the mathematical functions allow an accurate length measurement in the
continuous space by calculating the arc length of a section of the function. These functions
will be mapped onto a grid (mimicking a camera chip). This one pixel thin line will be
the centerline of the vessel. By dilating each centerline pixel by a diameter value a vessel
segmentation is mimicked. Figure 8.1 visualizes the workflow for the generation of one
image.
To my knowledge, there is no publication available describing vessels by mathematical
functions. Therefore, multiple functions with a high variability are used to ensure that the
data set is divers and represent a broad variety of possible vessel geometries. The used
mathematical functions and their parametric limitations are shown in Table 8.1. Thereby,
the parameter m is the window width in the image whereas the function will be placed into
(m is chosen randomly within the limit of [65 350]). The applied diameter profiles were
constant, monotonic narrowing to a diameter value of one pixel, monotonic narrowing to a
randomly smaller diameter from one end to the other, non-uniform narrowing, non-uniform
widening and random narrowing/widening (handcrafted for single centerlines as a set of
linear functions).
The output of the model is a set of binary images and corresponding meta-information
that include the ground truth length and diameter. The general framework was set to be a
720 x 576 pixel binary image, this corresponds to the PAL(DV) standard which is widely






Camera chip gridA B C
DE
Figure 8.1: A: a function from Table 8.1 was picked randomly. xlow, xhigh and the functions coefficientswere also randomly chosen within the respective limits. B: an artificial camera chip grid was generated.
C: Its position and rotation on the grid were chosen randomly and projected onto the grid. It wasensured that both ends of the function are in the middle of a pixel. In the shown case, the functionwas rotated by 180°. D: the continuous function was discretized. Hence, the ground truth discretecenterline for the vessel is obtained. E: the centerline is dilated by a diameter value (grey). This binaryimage will be used for the analysis of the performance of methods measuring the length and diameterof the structure.
8.2.1.2 Centerline extraction
Two centerline extraction methods were used in this work. Both methods differ fundamentally,
are commonly used for the extraction of a centerline and will be presented in the following
paragraphs. Afterwards, the necessary post-processing steps are presented.
Erosion The centerline extraction by erosion is well established and used in various
medical and non-medical application [188, 189]. Erosion is a fundamental and iterative
nonlinear operation in morphological image processing and belongs to the family of median
filters [190]. A termination condition needs to be set to preserve a closed line. Its iterative
use results in a thinning of a foreground structure (logical 1) to a one-pixel thick line or
even a dot in case of a circular structure. The erosion process takes the elements in the
neighborhood of a pixel in consideration and decides whether to eliminate the pixel or not.
This set of elements was defined as all pixels in a 3 x 3 cross neighborhood of the pixel
under investigation being in the center. The termination condition was set to an asymmetrical
vertical and horizontal check of the neighbors to ensure a one pixel thick centerline.
Voronoi diagram The Voronoi diagram is in contrast to the erosion is not an iterative
or morphological method [191]. It is a method derived from set theory which partitions a
n-dimensional space into Voronoi cells. Each Voronoi cell is defined by a center point. The
cell includes all points with minimal (Euclidean-) distance to this center point. If a point
has an equal distance to two center points, then this point belongs to a Voronoi edge, which
separates two Voronoi cells. Each point of the set belongs exclusively to one cell or edge. A
56 Chapter 8. Statistical error
Table 8.1: Mathematical function, their formula and variables (inv.=inverted, freq. = frequency)
Function type Detailed type Formula Variables’ limit
Straight lines f(x) = tan(θ) ·x θ = [−45◦,45◦]
x is arbitrary
Parabolas Left arm f(x) = a ·x2 a= [1,2]
xlow = [−
√
2m,−2], xhigh = [xlow+2,0]Right arm a= [1,2]
xlow = [0,
√
2m−2], xhigh = [xlow+2,√2m]Vertex a= [1,2]
xlow = [−
√
2m,−1], xhigh = [1,√2m]Left arm inv. a= [−1,−2]
xlow = [−
√
2m,−3], xhigh = [xlow+2,1]Right arm inv. a= [−1,−2]
xlow = [1,
√
2m−2], xhigh = [xlow+2,√2m]Vertex inv. a= [−1,−2]
xlow = [−
√
2m,−2], xhigh = [2,√2m]Polynomials f(x) = ∑nk=4 ak ·xk n≤ 15, x= [−5,5]Sinusoids Low freq. f(x) = a · sin(f ·π ·x) a= [0.2m,0.7m], f = [1,2]
xlow = [0,2π]
xhigh = [xlow+0.5π,xlow+2π]High freq. a= [0.1m,0.1+ m2f ], f = [1.5,7]
xlow = [0,2π]
xhigh = [xlow+0.5π,xlow+2π]Curved Waves Quadratic f(x) = q ·x2 q= [−10,15]
+a · sin(2 ·π · f ·x) a= [0.05m,0.15m], f = [0.5,2]
xlow = [−3,3]
xhigh = [xlow+2,xlow+6]Cubic f(x) = c ·x3+q ·x2 c= [−15,10], q= [−15,30]
+a · sin(2 ·π · f ·x) a= [0.1m,0.3m], f = [0.5,2]
xlow = [−3,3]
xhigh = [xlow+2,xlow+6]
Bell curves Gaussian f(x) = a · e− x22σ2 a= [0.2m,m], σ = [0.2,3]
xlow = [−5,1], xhigh = [1,−5]Gaussian inv. a= [−0.2m,−m], σ = [0.2,3]
xlow = [−5,1], xhigh = [1,−5]Polynomials f(x) = a ·16 a= [0.2m,m]
· (x4−2 ·x3+x2) xlow = 0, xhigh = 1Polynomials inv. a= [−0.2m,−m]
xlow = 0, xhigh = 1Bifurcations Combination
Voronoi diagram is the representation of all Voronoi edges. They can be used to extract a
centerline in 2D and 3D data sets and it was shown that it complies strongly with the Medial
Axis Transformation [192]. In Figure 8.2 an example of a centerline extraction by a Voronoi
diagram is shown. The obtained centerline is shown in red and the Voronoi edges in blue.
The set of Voronoi center points is defined as all border pixels of the segmentation mask. Two
8.2. Methods 57
types of Voronoi edges appear, first the edges separating two neighboring Voronoi cell center
points (along the segmentation border line) and second the edges separating two opposing
Voronoi cell center points. These edges resulting from opposing center point represent the
centerline of the given mask.
Figure 8.2: To the left the Voronoi diagram of a segmentation mask, to the right a zoom into a sectionof this diagram - blue are the Voronoi edges, red the centerline extracted from the Voronoi edges. Bothimages are adapted from [172] published under the Creative Commons Attribution 4.0 License.
Post-processing The post processing of the centerline is required before handing it over
to the length measurement. Artifacts such as centerlines with a break of one pixel or
single foreground pixels are fixed by detecting and filling (using morphological closing) or
eliminating those. Afterwards a crucial step needs to be done, connections as stairway like
steps are adjusted into exclusively diagonal connections. This is done by template matching.
Since a limited number of stairway like connection occur, each one is assigned an exclusively
diagonal connections (see example in Figure 8.3). This is necessary due to the overestimation
of the measured centerline in case of the appearance of orthogonal step connections as shown
in Figure 8.3.
Finally, spurs (unwanted parasitic branches) were removed. A detailed description of the
method to identify spurs is described in the Appendix A.2. To identify spurs the centerline
orientation was compared to the orientation of the structure for each element of the current
centerline. The centerline orientation was obtained by matching the 3x3 neighborhood of a
centerline pixel with predefined templates. The structures orientation was measured using
the Optimally Oriented Flux (OOF). The OOF computes two eigenvalues and eigenvectors
for each pixel of the centerline. The eigenvector belonging to the eigenvalue closer to zero
determines the orientation of the structure for that pixel. If both orientations are above a
threshold of 45°then the pixel will be excluded from the centerline.
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Figure 8.3: To the left a stairway like connection and to the right its correction is visualized. The left fig-ure is used as template to detect stairway like connection in the raw centerline. To the left an incorrectmeasurement due to a step-like connection with a distance of 2, to the right the corrected centerlinewith a measured distance of √2. Both images are adapted from [172] published under the CreativeCommons Attribution 4.0 License.
8.2.1.3 Length and diameter measurement
This section describes the derivation of the ground truth length from the mathematical
functions. Also, the methods used to obtain the discrete length of the centerline and the
diameter of the structure are described in the following.
Ground truth length The final binary images were based on mathematical functions.
The ground truth of the length was extracted from the mathematical function f (x) as the
arc length lArc( f (x)) of the function f (x) from xstart to xend (Equation 8.1). f ′(x) is the
differentiated function.




1+ f ′(x)2dx (8.1)





which had the advantage
that also bifurcations and other complex functions can be easily analyzed. The arc length





x′(u)2 + y′(u)2du (8.2)
Ground truth diameter A diameter value was assigned to each centerline pixel while
generating the data set. Those values were documented and used as the ground truth diameter
values.
Discrete length The discrete length of the obtained centerline was calculated as the sum
of Euclidean distances of each pixel to its neighbor as seen in Equation 8.3, ldiscrete is the
discrete length of the centerline, i is the index of the sorted pixels along the centerline, imax







Re-continualization of the centerline by polynomial model A set of points can be
approximated by a polynomial function. To avoid ambiguous function values due to non-
negative integer exponentiation of the variable (as they would appear in a circle) the xcl(i)
and ycl(i) (paired coordinate of the elements of the centerline) were treated independently. A
polynomial of the order 10 and all elements of xcl(i) and ycl(i) are used. The order 10 was
chosen due to its versatility and adaptability since it can depict a broad range of geometries
and showed good results in an explorative preliminary study. The functions’ coefficients
are determined using the least squares method by QR decomposition of the Vandermonde
Matrix [193]. Afterwards both polynomials (xpoly(u) & ypoly(u)) can be used to calculate





xpoly′(u)2 + ypoly′(u)2du (8.4)
Re-continualization of the centerline by Bézier curves In contrast, Bézier curves are
parametric curves with Bernstein polynomials (Bn, i) as basis [194]. The ith Bernstein






·ui · (1−u)n−i (8.5)








A Bézier curve is a linear combination of Bernstein polynomials of the order n, weighted by
the control points P as input. n equals the number of control points Pi. This results in the









·ui · (1−u)n−i ·Pi (8.7)
The Bézier curve is used to approximate the reconstructed discrete centerline by a continuous
function. Therefore, all elements of the centerline are used as control points for a set of k
Bézier curve elements. Each curve was calculated from at least four control points, where
two consecutive curves share exactly one point. A collinearity condition at the transition of
two segments enforces a C1 Bézier spline (continuously differentiable). Both (having at least
four control point, sharing one and collinearity condition) avoid too strong spatial smoothing
compared to the input of all control points at once and still matches the requirement of
constantly differentiable function due to the tangential property of Bézier curves in general.
The length of each curve is determined by the parametric Bézier curve elements (xB(u) &








xB′(u)2 + yB′(u)2du (8.8)
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Discrete diameter The centerline and the segmentation are needed to perform the mea-
surement of the diameter. The diameter measurement needs to be done for each pixel of
the obtained discrete centerline. The used method dilates a circle C which is centered at the





until it hits the segmentation’s boundary. Hence,






















In the discrete space the centering pixel pcenter has a dimension of 1 x 1 pixel. Hence, only
diameter with an odd number of pixels will be computed (d = 2 · rmax +1 with rmax ∈N1 and
being the maximum radius until the circle hits the boundary). To overcome this limitation
we need to check whether the circle hits the segmentation’s boundary single or double sided.
The first case indicates an even and the second case an odd diameter value. To determine
the correct diameter, the circle is dilated by one more pixel after it hits the boundary. The
center of gravity pgrav of all pixels that exceed the segmentation is calculated. It should be
close the pcenter if the excess is symmetric or close to the boundary if the excess is single
sided (see Figure 8.4). A threshold is needed to decide whether the calculated distance
distcenter−grav = ||pcenter− pgrav|| is small enough to indicate an odd diameter value. The
threshold was set to distthresh = rmax√2 . This threshold divides the circle into an inner circle and
an outer ring, which have exactly the same area (a randomly picked element of the circle
has the same probability to be in one of the two areas). Is distcenter−grav < distthresh, then the
diameter value is set to 2 · (rmax−1)+1 (−1 to compensate for the additional dilation after
hitting the boundary). In all other cases a second step is needed. The center of the circle
will be shifted away from the pgrav by one pixel. If a single sided excess is detected (on the
opposite side), the diameter value is set to 2 · rmax. In the case that a double sided excess is
detected, the diameter value is set to 2 · (rmax−1)+1. If the circle lays completely in the
segmentation, then an erroneous centerline pixel is present. This pixel will then be ignored
for the further analysis.
Laboratory measurement: length and diameter To support the findings from the in
silico simulation an experiment was set up. The possibilities in silico were very broad and
easily scalable. As a proof of concept the results of the linear functions and straight silicone
tubes were compared regarding the error in the geodesic length measurement. The silicone
tubes had a thin wall and were filled with a solution containing the dye Indocyanine Green
and the blood analog to ensure a high contrast while imaging with a camera and illumination
setup. They were placed on a rotational plate as seen in Figure 8.5 and images were taken
at different angles (0° to 90° in 15° steps always starting at 0°). The rotational positioning
accuracy of the plate was ±0.5°. The relative position of the plate and the recording system
were not changed throughout all experiments. The size of the tubes were varied as shown
in the Table 8.2. Markers were placed on the tubes to indicate the distances at which the
1 N according to the DIN-Norm 5473:1992-07
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Figure 8.4: In the top and bottom image the centerline is depicted in red and the segmentation in white.In cyan the dilated circles are shown that first touch the segmentation’s border. In dark blue the furtherdilatation by one pixel is shown. For visualization purposes the circle are not discretized. The cyancross depicts the center of the circle pcenter and the dark blue cross the center of gravity pgrav of thepixels exceeding the segmentation’s border. Top: A segmentation with an odd number diameter value(in pixels). The dilated circle hits the segmentation’s border double sided (white arrows) and hence afurther dilatation results in a pgrav matching pcenter (black arrow). Bottom: A segmentation with an evennumber diameter value (in pixels). The dilated circle hits the segmentation’s border single sided (whitearrows) and hence a further dilatation results in a pgrav afield of pcenter (right white arrow).
measurement was performed. Multiple measurements with a caliper were performed to
obtain the ground truth. In total 56 images were recorded and then processed the same way
as the in silico images.
The setup included the following items:
◦ Surgical microscope PENTERO® 900 (Carl Zeiss Meditec AG, Oberkochen, Germany)
◦ Silicone tubes RCT THOMAFLUID® (Reichelt Chemietechnik Gmbh + Co., Heidel-
berg, Germany)
◦ Rotational plate PR01(/M) (Thorlabs GmbH, Munich, Germany)
◦ Blood analog:
– 52,4 ml demineralized water
– 41,5 ml Glycerin (99,5%) (WHC GmbH, Hilgertshausen-Tandern, Germany)
– 6,7 g protein powder Impact Whey Protein (MyProtein Hut.com Ltd., Northwich,
England)
◦ indocyanine green (ICG) (PULSION Medical Systems SE, Munich, Germany)
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Figure 8.5: An exemplary image of a silicone tube filled with ICG and blood analog. It was fixed to arotational board and the red line indicates 0° of rotation. This image is adapted from [172] publishedunder the Creative Commons Attribution 4.0 License.
Table 8.2: Tubes used in the experiment. The manufacturing tolerance is according to the DIN ISO3302-1 E2.
Inner diameter incl. tolerance Wall thicknessin mm in mm
1 ± 0.35 12 ± 0.35 0.53 ± 0.4 0.54 ± 0.4 0.55 ± 0.5 0.56 ± 0.5 17 ± 0.7 18 ± 0.7 1
Evaluation The relative error in the length measurement will be used for the evaluation
of the methods. The relative error is calculated in reference to the continuous ground truth





Eight values need to be tracked for each image:
1. Continuous ground truth length lArc
2. Discrete ground truth length without any centerline reconstruction ldiscrete
3. Discrete length with the centerline reconstruction by erosion ldiscrete,erosion
4. Discrete length with the centerline reconstruction by Voronoi diagram ldiscrete,Voronoi
5. Continuous length with the centerline reconstruction by erosion and interpolation by
Bézier lBezier,erosion
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6. Continuous length with the centerline reconstruction by erosion and interpolation by
polynomial approximation lpoly,erosion
7. Continuous length with the centerline reconstruction by Voronoi diagram and interpo-
lation by Bézier lBezier,Voronoi
8. Continuous length with the centerline reconstruction by Voronoi diagram and interpo-
lation by polynomial approximation lpoly,Voronoi
The relative error in the diameter measurement will be determined analogously to Equation
8.10. Thereby, the denominator will be the preset diameter value which was set at the
generation of the data sets.
For the laboratory experiment the equivalent measures to the above listed will be used. The
ground truth of the length is the mean of multiple measurements with a caliper and the
ground truth of the diameter is taken from Table 8.2.
8.2.2 Measurement of the bolus transit time
Two IDCs with a ground truth temporal shift are needed to perform an evaluation of the
measurement of the time shift. The generation of them is based on a fluid simulation which
is presented in Section 8.2.2.1. The section also includes the post-processing of the curves as
noise will be applied. Afterwards, the measurement of the shift is in focus in Section 8.2.2.2.
8.2.2.1 Generation of a synthetic data set
The following requirements were set for the data sets of two corresponding IDCs:
◦ The computed curves should mimic IDCs.
◦ The curves’ morphology should be highly configurable.
◦ The ground truth transit time of the two curves in a data set must be known.
◦ The samples of the curves should be shifted relative to each other (so using two curves
with not identical samples ensuring the depiction of 2 curves taken at two different
locations).
◦ Different noise levels should be applicable.
The finite element-based software COMSOL Multiphysics (version 5.4) with the packages
Computational Fluid Dynamics (laminar flow) and Chemical Reaction Engineering (transport
of concentrated species and transport of diluted species) was used for this in silico model.
The .mph file to reproduce the results is available and can be handed out. The calculation of
the motion of the fluid is based on the Navier-Stokes equation and the continuity equation
(see Equation 8.11 & 8.12 with u as the fluid velocity, p the pressure, ρ the density, µ the
dynamic viscosity, F external forces and the nabla operator ∇ that indicates the coverage of

















+∇ · (ρu) = 0 (8.12)
Assuming laminar flow, an incompressible fluid and no external forces (such as gravity) the
continuity equation yields
∇ ·u = 0, (8.13)
and the terms −23 µ(∇ ·u)I = 0 and F = 0 for Equation 8.11.
The dye will spatially diffuse due to its concentration gradient. Hence, the direction of
the diffusive flux can be normal to the fluid flow direction. This is expressed by the con-
vection–diffusion equation (Equation 8.14 with c being the species’ concentration, JDiff
being the diffusive flux and R describing sources or sinks of c). The diffusive flux can be
approximated by Fick’s first law (Equation 8.15 with D as the diffusion coefficient). Since
no sources or sinks are present, R = 0.
∂c
∂ t
+∇ ·JDiff +u ·∇c = R (8.14)
JDiff =−D∇c (8.15)
The equations are fully coupled and solved by the PARDISO (PARallel DIrect SOlver) solver
which is based on the LU decomposition (Lower–Upper). The relative tolerance in the
calculation of each measuring point is set to 0.1%.
The modeling in this work is performed using COMSOL Multiphysics as a tool for numerical
simulation. Alternatively, other software can be used analogously (Ansys, OpenFOAM
or similar). This numerical approach enables the implementation and calculation of more
complex geometries and the ability to calculate spatially resolved concentrations. This is
advantageous for future applications. In this work, the used geometry and properties are
simplified and not realistic representatives of the circulatory system and therefore merits of
the methods used for computing are irrelevant.
The fluid was modeled as a homogeneous liquid. A rotationally symmetric geometry was
defined. It was divided into a section containing blood analog (water with glycerol and
protein powder) and a section containing a homogeneous concentration of the indicator
(ICG) dissolved in the blood analog (see Figure 8.6, the used geometry mimics an in-house
flow phantom. The geometry, COMSOL settings and the defined parameters are attached in
the Appendix A.3). Consequentially, the indicator concentration is a rectangular function at
t = 0 and mimics an abrupt injection. Lastly, multiple lateral locations were defined where
the mean indicator concentration across the cross-sectional area was measured. Thereby,
different morphologies were computed depicting increasing degrees of dilution. We used








Figure 8.6: Sketch of the rotationally symmetric geometry with a section containing a homogeneouslydistributed indicator (green area) and a blood analog (yellow area). After applying a laminar flow, concen-tration curves are obtained as the mean concentration at the pipe’s cross-sectional area at the threemarked locations (blue, red and orange). The corresponding dilution curves are shown in Figure 8.7.Please note that the scale of the figure does not represent the scale used in the in silico model. Thisimage is adapted from [136] published under the Creative Commons Attribution 4.0 License.
the heart to the brain is approx. 50cm, which would mimic an injection via a central venous
catheter and the other distances peripheral injections (e.g. arm of the patient) [195].
The following input parameters, properties and boundary conditions were defined:
◦ Inner radius: ri = 2mm
◦ Outer radius: ro = ri
◦ Rigid vessel wall: E = 0
◦ Applied volume flow: V̇ = 150 mlmin
◦ Inflow modeled as a ramp function reaching the designated volume flow in 1 second.
◦ Open outlet with pressure: p = 1atm
◦ Laminar fluid flow and convection (Re - Reynolds number): Re≈ 600 < Recritical
◦ Incompressible fluid: ρ = constant
◦ Non-Newtonian fluid behavior modeled by the Casson-model (see Appendix A.3)
◦ No wall slip: u(r = ri) = 0
◦ No external pressure or hydrostatic pressure
◦ No gravitational force
The volume flow is chosen based on reports on physiological values of cerebral arteries of
this size. Thereby, a linear regression of the weighted average (weighted on the sample size
of each report) is performed and the value for the chosen diameter is rounded to the closest
multiple of 25 mlmin [31, 36, 38, 39, 196]. The modeled volume flow is continuous and not
pulsatile. This simplification can be assumed as valid in distal arteries. It was shown that the
Gosling pulsatility index (PI) is significantly reduced from proximal to distal measurements
of volume flow in cerebral arteries [44, 45].
For the simulation of the flow and the evaluation of the mean indicator concentration, a fine
mesh with 175176 elements was built. Each mesh element consisted of triangles with a
radially decreasing side length ranging from 10−4 m to 10−6 m. To obtain the three IDCs
with different morphologies, the time frame of the simulation was set from 0s to 12s with
a sampling rate of fsampling = 1200Hz. Therefore, each computed data set consisted of
1200Hz · 12s = 14400 samples. The sampling frequency is related to the frame rate of
common surgical microscopes of 25Hz and 60Hz. As a result of this sampling process
with 1200Hz, we obtained 1200Hz25Hz = 48 and
1200Hz
60Hz = 20 different sub-samples at 25Hz and
60Hz, respectively. This held the advantage that it also increases the variability in shifting
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the curve. The raw IDCs are shown in Fig. 8.7. After computing the raw IDCs, the data sets

































Figure 8.7: The three IDCs obtained from the fluid flow model with a sampling rate of 1200Hz. Therelative concentration is normalized to the input concentration cICG. The blue, red and orange curvesshow the IDCs in a distance of 50cm, 100cm and 150cm to the injection side as sketched in Figure 8.6,respectively. This image is adapted from [136] published under the Creative Commons Attribution 4.0License.
were imported into MathWorks MATLAB R2019b.
The goal was to obtain two IDCs mimicking a measurement from locations with a short
distance in between. The following steps were applied to fulfill the requirements mentioned
at the beginning of this section (pipeline is shown in the Figures 8.8A - 8.8C):
◦ Duplication of one IDC (see Figure 8.8A).
◦ Temporal shift of one IDC by a known value (ground truth) ranging from 1 frame to 4
frames in the case of 25Hz (2 frames to 8 frames in case of 60Hz; see Figure 8.8A).
◦ Different sub-sampling to the desired sampling rate (e.g. 25Hz or 60Hz; see Figure
8.8B).
◦ Application of white Gaussian noise (WGN) to both curves to represent noise such as
Johnson–Nyquist noise (SNR ranges from 8dB to 20dB; see Figure 8.8C).
The motivation of duplicating one raw (noise-free) IDC is strongly linked to the expected
temporal shift. The field of view in cerebrovascular surgery is approx. 3x3 cm2, the mean
flow velocity is approx. 10− 50 cms and a typical exposed length of a vessel is 1− 2cm
[38, 39, 197, 198]. The expected morphological changes of the IDCs are negligible and for
the sake of the computational effort ignored (in the Appendix A.5 the magnitude of change
is shown). Therefore, the computed IDCs are duplicated and shifted by the proposed range
which relies on the expected clinical circumstances.
Different sources of noise will appear in the measurements e.g. thermal noise from the
recording device and patient related noise such as the heart rate. Johnson–Nyquist noise
was represented in the data set by additive WGN due to its similar characteristic. Additive
WGN is described by the probability density function shown in Equation 8.16 of a Gaussian
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S2 - delayed & noised
A B
C
Figure 8.8: A: IDC1 in bluewithout anymanipulations. In green the same curve delayed by a transit time
ttransit = 160ms. Both are sampled with 1200Hz. B: Sub-sampling of the two curves from Figure A. Bothcurves are sub-sampled to 25Hz. C: Final data set containing two differently sub-sampled curves, oneof them temporally shifted by the ground truth transit time tGround truth. WGN is applied to both IDCs(SNR = 20dB). All images are adapted from [136] published under the Creative Commons Attribution4.0 License.







µ was set to zero and σ is calculated using the definition of the SNR (Equation 8.17).







PNoise = 2σ2 (8.18)
of the noise power PNoise, the standard deviation σ and the approximated signal power
PSignal = ∑t |s(t)|
2 (8.19)
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No other noise was added due to the lack of information on its characteristic since mostly
the separation of desired signal and noise is not possible. Additionally to WGN, you could
consider to include shot noise. The quantum fluctuation of the photons hitting the detector
are dependent on the scattering, absorption and fluorescence events in a tissue slab which
are stochastically determined processes. Hence, they can be interpreted as shot noise. Fol-
lowing the central limit theorem, the uncertainties of the interaction of a photon relies on
the superposition of multiple randomized events and therefore shot noise can be assumed
as normally distributed and modeled by additive WGN [199]. Other influences of noise are
excluded in this investigation. WGN noise tests the robustness of the proposed mathematical
models against disturbance. This is rather in focus of this investigation than the ideal realistic
representation of all sources of noise.
The application of noise is done for each data set independently. Hence, each time a new
noise set is generated and added to the signal. The application of noise on the signal assumes
that the error in the transit time measurement is linked to amplitude noise and is therefore an
appropriate representation of disturbing influences on the measurement. Since no publication
is known to me that states the typical expected SNR value for cerebrovascular FA, the chosen
SNR range is related to observations in in vivo data obtained by project partners.
Summarizing, different raw IDCs were simulated in COMSOL Multiphysics and imported
to MathWorks MATLAB R2019b to compute different sub-samples, apply a temporal shift
and noise. In total, 12096 data sets were computed:
◦ 3 raw IDCs with different morphology
◦ 2 sampling rates: fsampling,1 = 25Hz & fsampling,2 = 60Hz
◦ 12 different sub-sampling combinations
◦ 7 different SNR levels (8dB to 20dB in 2dB steps)
◦ 6 independent realizations for each noise level
◦ 4 different temporal shifts (transit times)
As a result, a large amount of diverse data sets, each containing two corresponding IDCs
(c1(t) and c2(t)) with a known ground truth transit time are given and ready for the following
evaluation of different methods measuring the transit time ttransit . In the case that methods
are applied to both curves, c1(t) and c2(t) are named c(t) for simplicity.
8.2.2.2 Evaluation of methods measuring the transit time ∆t
MathWorks MATLAB R2019b was used for the following evaluation and analysis.
Typical analysis of transit time is based on feature-based methods such as peak to peak
distances or using the cross-correlation of both signals as a tool to determine the transit
time [182]. Using artificial up-sampling, these methods are able to compute sub-frame rate
transit times. Artificial up-sampling does not add information to the data and can provoke
artifacts that manipulate the analysis in a negative manner.
Therefore, we propose to fit established and physiologically motivated mathematical models
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to the data sets of both IDCs c1(t) and c2(t) and then compute the transit time as the shift of
those two mathematical functions. This investigation takes four models into consideration:
The parabola function, the local density random walk (LDRW), the gamma variate function
and the mono-exponential function. The parabola function is chosen due to its simplicity and
robustness of fitting; it takes only the data points around the peak into account. The LDRW
function is based on the theory of diffusion of the indicator by drift models. It regards the
indicators movement as a longitudinal diffusion superimposed on a linear convection and is
valid for an instantaneous injection, which fits our problem [200, 201]. The gamma variate
function is derived from modeling an unidirectional constant flow as a series of multiple
mixings in sequential compartments of the same volume with only one input and output,
which fits our problem as well [202, 203]. Both the LDRW and gamma variate function
take the whole curve into account. However, both are not able to represent recirculation.
The mono-exponential function describes the washout of the indicator and only takes the
descending arm of the curve into account. It was developed to extrapolate the dilution curve
on the descending arm to estimate the curves course without recirculation [184].
Different features will be used to extract the transit time ttransit from two fitted mathematical
functions. Each feature is function specific and will be described in detail in the correspond-
ing section.
Post-processing of the data Before fitting mathematical models to the two curves of a
data set, a pre-processing step is needed. Each IDC needs to be cut to ensure a robust fitting.
Two examples: First, prior to the arrival of the indicator zeros are recorded. Including them
into the fitting algorithm does not make any sense and can cause problems. Second, fitting
the parabola model to the whole signal does not make sense either, therefore the peak is
detected and only data points surrounding it are considered for fitting.
Addressing the problem of the first example, the data points prior to the appearance of the
indicator should be removed since they contain no information and are basically zeros with
noise applied to it. Equation 8.21 has shown to be empirically appropriate to find this cut
point tcut1 on the abscissa representing the appearance of the indicator despite of the impact
of noise (cmax is the maximum concentration, tup only considers the data points left of the
peak and tdown only considers the data points right of the peak). The subscript of tup and
tdown shows at which values of cmax the t value is chosen. Example: tdown,20%cmax is the t
value on the right side of the peak at 20% of the maximum concentration. To determine the
needed parameters of the equation, a moving average with a window length of 20 samples
is used to reduce the impact of noise on the signal. The length of 20 samples was chosen
to ensure a low pass filtering without affecting the morphology of the IDC too much. To
ensure unambiguity the search for the parameters on the up slope are performed from left to
right and on the down slope from right to left. This pre-processing is applied on all data sets
independently to the further processing.
tcut1 = tup,20%cmax−0.1 · [tdown,50%cmax− tup,50%cmax ] (8.21)
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Addressing the problem of the second example, it is reported that cutting the data as a
pre-processing step enhances the robustness and accuracy of the fit. Seven different levels
of cutting are introduced: they range from t20%cmax to t80%cmax in steps of 10%. Further, it is
reported that an unequal cutting to the left compared to the right of the peak is favorable due
to different information content in the data (e.g. exclusion of recirculation) [204]. For this
purpose, 3 cutting methods are additionally introduced and depicted in Figure 8.9.
1. No further cutting left of the peak and variable cutting levels right of the peak.
2. Cutting left of the peak at half the value of the variable cutting to the right of the peak.
3. Variable but identical cutting left and right of the peak.


































Figure 8.9: Visualization of the three different pre-processing (cutting) methods on the data. The cutlevel is set to 40% of the maximum. After applying cut method 3, the purple curve remains. Applyingcut method 2 results in the curve consisting of purple and red. Application of cut method 1 results inthe curve of all three colors purple, red and blue. This image is adapted from [136] published under theCreative Commons Attribution 4.0 License.
Summarizing, 21 different variations (3 cut methods and 7 cut levels) to cut the IDC as a
pre-processing step are possible and will be evaluated in this analysis.
Mathematical models The mathematical models are described in the following sections
as well as the initial estimation of their parameters pinit = (p1,init , p2,init , ... , pn,init). The
initial estimation is needed to run a least squares optimization algorithm to determine the
function’s parameters p which fit the data best. Since indexed variables are easier to handle,
the input data c(t) is described as the set of data points (t(k),c(k)) with ∀k ∈ [1,K] (K being
the number of data points). Therefore, we solve the problem
minp{Ff it(p)}= minp|pi∈[plb,pub]{∑
K
k=1 | fmodel(p, t[k])− c[k]|
2} (8.22)
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with plb being the lower bound and pub the upper bound of the respective parameters pi. To
solve Equation 8.22, different algorithms like the ’trust-region-reflective’ or the ’Levenberg-
Marquardt’ algorithms are suitable. The ’trust-region-reflective’ algorithm is used in this
study [205].
The time shift of the functions can be determined after fitting the mathematical models to the
pre-processed (cut) input data (two IDCs). The features used to determine the time shift are
specific to the mathematical models and described in the corresponding following sections.




t0 is the time point of the beginning of the data after cutting. tend is the last time point data
after cutting (or recording).
Parabola model The parabola model is defined as shown in Equation 8.24. This model
is fitted to the data points around the peak (according to the cutting method specified at the
beginning of this section) of the IDC.
fParabola(p, t) =−p1 · (t− p2)2 + p3 (8.24)
The parabola has a distinct morphology which facilitates setting up p. The input c(t) was
smoothed by a sliding rectangular window with a window size of 20 samples to ensure p2,init





p2,init = tcmax (8.26)
p3,init = cmax (8.27)
No boundaries are needed for the optimization of the parameters p of the parabola.
To determine the shift of the two fitted parabolas of one data set, the maximum of each
parabola is used as feature.
Local density random walk (LDRW) model The LDRW model is defined as shown in
Equation 8.28. This model can be fitted to the whole IDC.


















According to the approach of Mischi et al. and Bogaart et al., the parameters are calculated
as shown in the following equations [186, 206]. p1,init represents the total amount of injected
dye. Consequentially, it can be expressed as the integral of c(t) or in the discrete case as a
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sum of the products. p2,init represents the slope of the ascending arm. p3,init represent the
abscissa coordinate of the maximum. p4,init represents the zero time of the distribution and
is in our case slightly shifted away from the distributions maximum to be sure to not prune
the distribution at the beginning because our function is defined only for positive values of






















· |tcmax− t0| (8.32)
The boundaries for p were set as (p1, p2, p3, p4) ∈ ([0,∞), [0,∞), [ p3,init100 ,∞), [0, t0]).
To determine the shift of two fitted LDRW functions, the maximum as well as the maximum
and minimum of the first and second derivative of each LDRW function are used as features.
Further, the cross-correlation of the two LDRW functions is used to determine the time shift.
It is applied to the two LDRW functions and their first derivative, as well as to the functions
and their first and second derivative with an additional linear temporal interpolation with
a factor of 100 (the functions are continuous but MATLAB is a vector and matrix-based
software and the calculation of the cross-correlation requires a discrete input and therefore the
functions are sampled with a sampling rate 100 times higher than the input sampling rate for
the fitting, e.g. fsampling = 25Hz, then the input for the calculation had a fsampling = 2500Hz.
We assume this accuracy with maximum error of 150 of a frame is sufficient).
Gamma variate model The gamma variate model is defined as shown in Equation 8.33.
This model can be fitted to the whole IDC.
fGamma(p, t) = p1 · (t− p4)p2 · e
− t−p4p3 (8.33)
According to the approach of Madsen and Mischi et al., the parameters are calculated as
shown in the following equations [187, 207]. p1,init and p2,init represent the coordinates of
the maximum (obtained by differentiating the function and setting it equal to zero). p3,init
represents the slope of the decreasing arm of the function. p4,init represents the zero time of










To calculate p3,init a moving average with a window size of 20 samples is applied to the








· |tcmax− t0| (8.37)
The boundaries for p were set as (p1, p2, p3, p4) ∈ ([0,∞), [0,∞), [ p3,init100 ,∞), [0, t0]).
To determine the shift of two gamma variate functions, the same features and methods are
used as for the LDRW function.
Mono-exponential model The mono-exponential model is defined as shown in Equation
8.38. This model is fitted to the descending arm of the data set. Thereby, the descending arm
is defined as the data points t > tcmax after running a moving average on c(t) with a window
size of 20 samples.
fMonoEx(p, t) = p1 · ep2·(t−p3) (8.38)
According to Brands et al., the parameters are calculated as shown in the following equa-
tions [208]. To determine p1,init and p3,init , the smoothed data is used. p1,init and p3,init
represent the coordinates of the maximum of the function, hence the start of the defined
sector of the mono-exponential function. p2,init represents the slope of the function.










p3,init = tcmax (8.41)
No boundaries are needed for the parameter optimization of the mono-exponential model.
Determining the shift of two Mono-Exponential functions is not trivial since their maxima
and minima depend solely on the sections of c(t) to which they are fitted to. So, no
maximum or minimum of the function can be used. Therefore, a feature was introduced
which describes the euclidean distance of the normalized function to a defined point. Both
axes were normalized, c(t) to cmax and t to tend − tcmax . Finally, the cost function fc (see
Eq. 8.42) was minimized to obtain a time stamp teucl for each IDC. The transit time can be
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Control group A control group is added to enable the assessment of the performance of
the proposed methods. Using the peak of the raw data relies on a single sample point in each
IDC and is very noise sensitive. The cross-correlation of the IDCs relies on a larger set of
sample points, is less noise sensitive and therefore used for this performance assessment.
The cross-correlation is applied to the raw input data c(t), its first derivative ∆c(t) (discrete
sample to sample difference), the linear interpolated input data cinterpolate(t) and to the inter-
polated first derivative ∆cinterpolate(t). A linear interpolation with a factor of 100 is applied
to enhance the accuracy.
Performance parameter In total, 22 combinations of mathematical models and features
as well as 4 control groups are used to assess the transit time error on all 12096 in sil-
ico generated data sets. The performance parameter used to compare different methods
measuring the transit time was defined as the absolute difference between the measured
transit time tcalc of two IDCs of one data set and the ground truth transit time tGround truth. It
will be represented as ε f rames in frames to emphasize whether a sub-frame rate accuracy is
accomplished or not. The calculation of the absolute error εttransit and error in frames ε f rame
is shown in Equation 8.43.
ε f rame = εttransit · fsampling = |tcalc− tGround truth| · fsampling (8.43)
The mean value µ and standard deviation σ of ε f rame will be used for the evaluation. The µ
and σ are calculated using 12096 data sets
◦ 3 morphologically different IDCs
◦ 7 different SNR levels
◦ 6 cycles for each SNR level
◦ 4 different transit times ttransit
◦ 2 different sampling rates fsampling
◦ 12 different combinations of sub-sampling
for each combination of methods and pre-processing (546 in total)
◦ 26 combinations of different mathematical models, features and control group
◦ 3 methods of cutting the data
◦ 7 levels of cutting the data.
The absolute error at a certain SNR ε(SNR) should decrease with an increasing sampling
rate. The ratio of decrease in ε(SNR) is the same as the ratio of the increase in sampling rate.
An aspect that is not considered in this evaluation is the increasing effect of noise on the
measured signal due to a shortened integration time (exposure time) at higher sampling rates
at the detector. This effects the SNR by a factor of the square root of the ratio of the two
sampling rates. This assumes uncorrelated noise and a linear decrease of integration time
with increasing sampling rate and will be only discussed at the end.
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8.3 Results
The results are split into the results of the analysis of the geometrical, with a focus first on
the length and then the diameter measurement, and temporal parameters.
8.3.1 Measurement of geometrical parameters
Figure 8.10 shows two examples of vessel segmentations generated by the in silico model.
1204 such images were generated and more examples are given in the Appendix A.1. The
centerline extraction, the length, and diameter measurement methods where then applied on
these 1204 images.
Figure 8.10: In silico simulation of two vessel segmentations. Left: Section of a parabola with a stenosis,
right: Bifurcation including sections of two Gaussian bells and a sinusoidal. Both images are adaptedfrom [172] published under the Creative Commons Attribution 4.0 License.
8.3.1.1 Measurement of length
In silico model Table 8.3 shows the discretization error of the mathematical functions,
which is due to the projection onto the grid. No centerline reconstruction methods were used
here, and all errors are positive (overestimation). Furthermore, the quantity of images in each
set is shown.
Table 8.4 shows the comparison of the spatial interpolation methods for the centerline
extraction by erosion for all used mathematical functions. It should be noted that the mean
error due to discretization after the centerline extraction is 7.0 % and the best interpolation
method (Bézier) reduces this error to 2.7 %.
Table 8.5 shows the comparison of the spatial interpolation methods for the centerline
extraction by Voronoi diagrams for all used mathematical functions. The mean error due
to discretization after the centerline extraction is 7.9 % and the best interpolation method
(Bézier) reduces this error to 4.7 %.
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Table 8.3: Mean relative error of the discrete length measurement with no centerline reconstructioncompared to the continuous ground truth [171].
Function type Relative error Quantity in the set
Straight lines 2.3% 184Parabolas 7.2% 312Polynomials 6.3% 168Sinusoids 6.8 % 132Curved Waves 7.6% 102Bell curves 8.5 % 108Bifurcations 6.7 % 198
Mean of all 6.3%
Table 8.4: Mean relative error of the length measurement methods in % after centerline extraction byerosion compared to the continuous ground truth. Significance was proven for the reduction of theerror compared to the discrete length for each function type ∗∗∗∗ p<0.0001.
Discrete Bézier Polynomial
µ±σ µ±σ µ±σ
Straight lines 5.2 ± 3.8 2.6 ± 1.8 ∗∗∗∗ 2.1 ± 1.6 ∗∗∗∗
Parabolas 7.5 ± 4.0 2.4 ± 1.5 ∗∗∗∗ 1.9 ± 1.3 ∗∗∗∗
Polynomials 6.5 ± 4.8 3.9 ± 6.2 ∗∗∗∗ 7.2 ± 7.5 ∗∗∗∗
Sinusoids 8.5 ± 5.8 4.2 ± 7.8 ∗∗∗∗ 6.6 ± 12.6 ∗∗∗∗
Curved waves 7.6 ± 2.6 2.5 ± 1.4 ∗∗∗∗ 2.6 ± 2.2 ∗∗∗∗
Bell curves 10.4 ± 3.2 3.1 ± 1.7 ∗∗∗∗ 1.9 ± 1.4 ∗∗∗∗
Bifurcations 6.1 ± 5.4 2.1 ± 5.3 ∗∗∗∗ 2.6 ± 5.1 ∗∗∗∗
Mean of all 7.0 ± 4.8 2.7 ± 4.5 ∗∗∗∗ 3.2 ± 5.8 ∗∗∗∗
Table 8.5: Mean relative error of the length measurement methods in % after centerline extraction byVoronoi diagrams compared to the continuous ground truth. Significance was proven for the reductionof the error compared to the discrete length for each function type ∗∗∗∗ p<0.0001.
Discrete Bézier Polynomial
µ±σ µ±σ µ±σ
Straight lines 5.1 ± 5.8 3.3 ± 5.8 ∗∗∗∗ 3.2 ± 6.0 ∗∗∗∗
Parabolas 8.6 ± 7.0 4.2 ± 8.5 ∗∗∗∗ 4.5 ± 8.7 ∗∗∗∗
Polynomials 9.1 ± 8.5 7.7 ± 11.0 ∗∗∗∗ 11.2 ± 11.3 ∗∗∗∗
Sinusoids 8.6 ± 5.0 5.6 ± 7.8 ∗∗∗∗ 8.9 ± 12.8 ∗∗∗∗
Curved waves 8.3 ± 4.5 4.5 ± 7.0 ∗∗∗∗ 5.7 ± 7.5 ∗∗∗∗
Bell curves 8.2 ± 4.2 3.4 ± 5.1 ∗∗∗∗ 3.4 ± 5.6 ∗∗∗∗
Bifurcations 7.9 ± 11.2 4.6 ± 11.6 ∗∗∗∗ 5.9 ± 11.2 ∗∗∗∗
Mean of all 7.9 ± 8.1 4.7 ± 9.2 ∗∗∗∗ 5.9 ± 10.0 ∗∗∗∗
The mean run time for the combination of the two centerline reconstruction and interpolation
methods is shown in Table 8.6. The erosion method with polynomial approximation was the
quickest and the Voronoi diagram in combination with the Bézier curve the slowest. The
difference was approximately a factor of ten. The measurement of the discrete length was
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neglected due to an unacceptable performance. The run time was determined on a computer
with an Intel i5-Quad-Core Processor with 3.4 GHz with no parallel computing.
Table 8.6: Mean run time of the different combination of the methods in seconds for a single image.
Erosion Voronoi
Bézier curve 13.08 s 21.09 s
Polynomial approximation 2.33 s 10.34 s
Laboratory experiment The deviation in the measurement of the ground truth with the
caliper was in the magnitude of 0.1 % or less of the length of the segments in all cases. The
experiments on the silicone tubes resulted in the mean length errors which are shown in
Table 8.7. Please note that these errors represent the mean error for all angles.
Table 8.7: Mean relative error of the length measurement methods in % after the centerline extractionby both methods and the spatial interpolation compared to the ground truth for the experimental dataset (mean also over all angles). Significance was proven for the reduction of the error compared to thediscrete length for each function type ∗∗∗∗ p<0.0001. Angle resolved relative errors are given in Table8.8 & 8.9.
Discrete Bézier Polynomial
µ±σ µ±σ µ±σ
Erosion 4.7 ± 3.0 1.9 ± 1.3 ∗∗∗∗ 1.6 ± 1.6 ∗∗∗∗
Voronoi 5.0 ± 3.0 2.0 ± 1.3 ∗∗∗∗ 1.5 ± 1.5 ∗∗∗∗
The tubes were set up as lines in different angles. Table 8.8 & 8.9 and Figure 8.11 show
the relative error in dependency to the angle (relative to the resolution grid). The discrete
centerline shows, as expected, a clear dependency on the angle with the minimum error at 0,
45 and 90 degree where the centerline best fits into the camera chip grid.
8.3.1.2 Measurement of diameter
In silicomodel Table 8.10 shows the error in the diameter measurement in dependency of
the function type and the centerline reconstruction method. The centerline reconstruction by
erosion yields better results. The mean run time to obtain the diameter values for a single
image was 0.025 seconds.
Laboratory experiment Table 8.11 shows the errors relative to the ground truth for both
centerline extraction methods and for different angles. The ground truth of the tubes’ diameter
and their tolerance are shown in Table 8.2. The tolerance was ignored in computing the
values in Table 8.11.
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Table 8.8: Mean relative error of the length measurement methods in % after the centerline extractionby erosion and the spatial interpolation compared to the ground truth for the experimental data set.Significance was proven for the reduction of the error compared to the discrete length as indicated
∗:p<0.05, ∗∗: p<0.01, ∗∗∗: p<0.001 ∗∗∗∗: p<0.0001.
Discrete Bézier Polynomial
Angle µ±σ µ±σ µ±σ
0 ° 2.4 ± 1.3 1.8 ±1.5 ∗ 1.5 ± 1.5 ∗∗∗15 ° 7.0 ± 2.4 2.3 ± 1.0 ∗∗∗∗ 1.7 ± 1.6 ∗∗∗∗30 ° 6.6 ± 2.3 1.9 ± 1.3 ∗∗∗∗ 1.6 ± 1.6 ∗∗∗∗45 ° 2.2 ± 1.7 1.6 ± 1.6 ∗ 1.6 ± 1.7 ∗60 ° 7.0 ± 2.3 1.8 ± 1.3 ∗∗∗∗ 1.4 ± 1.6 ∗∗∗∗75 ° 5.8 ± 2.6 2.1 ± 1.2 ∗∗∗∗ 1.9 ± 1.7 ∗∗∗∗90 ° 1.9 ± 1.3 1.7 ± 1.6 1.6 ± 1.7
Table 8.9: Mean relative error of the length measurement methods in % after the centerline extractionby Voronoi diagrams and the spatial interpolation compared to the ground truth for the experimentaldata set. Significance was proven for the reduction of the error compared to the discrete length asindicated ∗: p<0.05, ∗∗: p<0.01, ∗∗∗: p<0.001 ∗∗∗∗: p<0.0001.
Discrete Bézier Polynomial
Angle µ±σ µ±σ µ±σ
0 ° 2.4 ± 1.6 1.8 ±1.3 1.5 ± 1.4 ∗15 ° 7.4 ± 2.3 2.6 ± 1.0 ∗∗∗∗ 1.6 ± 1.2 ∗∗∗∗30 ° 6.8 ± 2.2 2.1 ± 1.3 ∗∗∗∗ 1.7 ± 1.6 ∗∗∗∗45 ° 2.5 ± 1.5 1.6 ± 1.5 ∗∗ 1.5 ± 1.6 ∗∗∗60 ° 7.1 ± 2.2 1.9 ± 1.1 ∗∗∗∗ 1.5 ± 1.5 ∗∗∗∗75 ° 6.4 ± 2.2 2.3 ± 1.0 ∗∗∗∗ 1.5 ± 1.6 ∗∗∗∗90 ° 2.3 ± 1.7 1.7 ± 1.5 1.5 ± 1.6 ∗∗
8.3.2 Measurement of the bolus transit time
The following two sections show the results for the generation of the data sets containing
two corresponding IDCs with a ground truth of the transit time tGround truth (Section 8.3.2.1)
and their analysis (Section 8.3.2.2) separately.
8.3.2.1 Generation of a synthetic data set
An example of the results of the generated data is shown in Figure 8.12A. The generated
IDC has a similar morphology as the clinically obtained in vivo IDC in Figure 8.12B. The in
vivo data is obtained during an extracranial-to-intracranial (EC-IC) bypass installation by a
surgical fluorescence microscope in high definition resolution, with a sampling frequency
of 60Hz. The Pearson’s correlation coefficient is 0.93. Since the in silico model does not
include a circulatory flow, no recirculation appears in the generated data set compared to the
in vivo data set. Figure 8.13 shows the power spectral density for the in vivo and in silico data
set. The frequency is cut off after 5Hz because it does not contain any significant changes.
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Figure 8.11: Relative length error using the erosion method in dependency on the angle for straightsilicone tubes. The angle is measured to the horizontal pixel grid structure. This image is adaptedfrom [172] published under the Creative Commons Attribution 4.0 License.
Table 8.10: Mean and standard deviation of the relative error of the diameter measurement in % independency of the analyzed structure after centerline extraction by the two proposed methods.
Erosion Voronoi
µ±σ µ±σ
Straight lines 3.5 ± 4.8 4.5 ± 5.7Parabolas 3.6 ± 5.5 4.2 ± 6.4Polynomials 4.3 ± 5.8 5.4 ± 7.2Sinusoids 3.4 ± 1.9 4.4 ± 2.6Curved Waves 3.5 ± 1.5 3.7 ± 1.6Bell curves 3.4 ± 1.8 3.5 ± 1.8Bifurcations 4.0 ± 1.6 4.7 ± 1.6
Mean of all 3.7 ± 4.2 4.4 ± 5.0
8.3.2.2 Evaluation of methods measuring the transit time ∆t
The mean computation time from the input of two IDCs to the output of the transit time
error was approx. 0.298s. This includes the initial estimation of the mathematical functions’
parameters pinit for both IDCs, the optimization of the parameters and finally the determi-
nation of the temporal delay tcalc as well as the comparison to the ground truth transit time
tGround truth to evaluate the temporal accuracy εttransit and ε f rame.
Visualizing all 8036 combinations of methods measuring the shift of two IDCs is not ap-
propriate. To facilitate the visualization of the results, a 7x7 matrix is used to show the
mean ε f rame. The values for the mean ε f rame are determined for the values labeled at the
axis, the space in between is interpolated. Each matrix is specific for a combination of a
mathematical function, feature, cutting method and sampling frequency fsampling and shows
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Table 8.11: Mean and standard deviation relative error of the diameter measurement in % in depen-dency of the angle after the centerline extraction by both methods.
Erosion Voronoi
µ±σ µ±σ
0 ° 2.4 ± 3.0 2.5 ± 2.215 ° 3.0 ± 2.7 2.4 ± 2.630 ° 3.3 ± 2.8 2.3 ± 2.345 ° 3.5 ± 2.3 2.7 ± 2.160 ° 2.5 ± 1.6 2.4 ± 1.775 ° 3.3 ± 1.5 2.2 ± 1.490 ° 3.4 ± 2.8 2.7 ± 1.4
Mean of all 3.1 ± 2.3 2.5 ± 1.8































































IDC - delayedA B
Figure 8.12: A:An example of a synthetically computed data set. It shows two IDCs with a delay of 1.5sand a SNR of 37dB. B: An in vivo IDC obtained from a cerebrovascular EC-IC bypass surgery by ICG FA.The signal is obtained by averaging an area of 10 x 10 pixel which corresponds to a third of the vessel’sdiameter. Both images are adapted from [136] published under the Creative Commons Attribution 4.0License.
the mean ε f rame in dependency of the preformed cutting levels as a pre-processing step and
the SNR. The color code in Figure 8.14 - 8.17 shows the errors in frames (ε f rame). Errors
larger than 1 are presented in yellow. The performance of the cross-correlation on the raw
data set with fsampling = 25Hz is shown in Figure 8.14A as benchmark for the proposed
methods. The linear interpolation of the raw data already shows a decrease of the error
(Figure 8.14A - 8.14B). The best performance from the control group at fsampling = 25Hz was
the cross-correlation of the linearly interpolated data set with the cutting method 2 (cutting at
half the value left of the peak compared to the variable cutting to the right of the peak) and is
shown in Figure 8.14B. The results of the three best combinations of mathematical functions
and features measuring the transit time with the data set at fsampling = 25Hz are shown in
Figures 8.15A - 8.15C. They all perform similarly well and show a strong decrease of error
compared to the usage of the raw data (8.14B). The results at fsampling = 60Hz are shown
in Figures 8.16 - 8.17 and show a similar performance compared to the lower sampling
frequency. The methods that perform best at 25Hz also tend to perform best at 60Hz.
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Figure 8.13: Power spectral density of the in vivo and in silico data in the spectral rang of up to 5Hz.Image adapted from [136] published under the Creative Commons Attribution 4.0 License.
In the Appendix A.4 the corresponding values for µ and σ are shown in tabular form, which
were used to compute Figures 8.14A to 8.17C.
A B
Figure 8.14: The colors in both plots show the errors in frames (ε f rame). Errors larger than 1 arepresented in yellow. Very low error appear in blue/green. A: Mean ε f rames using the raw data sets( fsampling = 25Hz) with no mathematical fits. To obtain the transit time the cross-correlation is com-puted after applying the cut method 3. B: Mean ε f rames using the linearly interpolated data sets( fsampling = 25 · 100Hz) with no mathematical fits. To obtain the transit time the cross-correlation iscomputed after applying the cut method 2. Both images are adapted from [136] published under theCreative Commons Attribution 4.0 License.
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A B C
Figure 8.15: The colors in all plots show the errors in frames (ε f rame). Errors larger than 1 are presentedin yellow. Very low error appear in blue/green. A:Mean ε f rames using the gamma variate model on thedata sets ( fsampling = 25Hz). Before fitting the model, cut method 3 is applied to the data set. To obtainthe transit time the cross-correlation is computed. B:Mean ε f rames using the gamma variate model onthe data sets ( fsampling = 25Hz). Before fitting the model, cut method 1 is applied to the data set. Toobtain the transit time the cross-correlation of the first derivative is computed. C: Mean ε f rames usingthe LDRW model on the data sets ( fsampling = 25Hz). Before fitting the model, cut method 1 is appliedto the data set. To obtain the transit time the cross-correlation of the first derivative is computed. Allimages are adapted from [136] published under the Creative Commons Attribution 4.0 License.
A B
Figure 8.16: The colors in both plots show the errors in frames (ε f rame). Errors larger than 1 arepresented in yellow. Very low error appear in blue/green. A: Mean ε f rames using the raw data sets( fsampling = 60Hz) with no mathematical fits. To obtain the transit time the cross-correlation is com-puted after applying the cut method 2. B: Mean ε f rames using the linearly interpolated data sets( fsampling = 60 · 100Hz) with no mathematical fits. To obtain the transit time the cross-correlation iscomputed after applying the cut method 2. Both images are adapted from [136] published under theCreative Commons Attribution 4.0 License.
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A B C
Figure 8.17: The colors in all plots show the errors in frames (ε f rame). Errors larger than 1 are presentedin yellow. Very low error appear in blue/green. A:Mean ε f rames using the gamma variate model on thedata sets ( fsampling = 60Hz). Before fitting the model, cut method 3 is applied to the data set. To obtainthe transit time the cross-correlation is computed. B:Mean ε f rames using the LDRWmodel on the datasets ( fsampling = 60Hz). Before fitting the model, cut method 3 is applied to the data set. To obtain thetransit time the cross-correlation is computed. C: Mean ε f rames using the LDRW model on the datasets ( fsampling = 60Hz). Before fitting the model, cut method 1 is applied to the data set. To obtain thetransit time the cross-correlation of the first derivative is computed. All images are adapted from [136]published under the Creative Commons Attribution 4.0 License.
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8.4 Discussion & conclusion
8.4.1 Measurement of geometrical parameters
The proposed model is able to generate a large number of images mimicking pre-segmented
cerebral vessels with a mathematically defined ground truth. The multitude of shapes
including bifurcations depict a large variety of possible vessel structures. To my knowledge,
there is no publication available describing vessels by mathematical functions. Therefore,
some of the proposed functions and their parameters’ limits might be suitable and others
unsuitable to describe a vessel’s geometry. The functions used in this model can be considered
separately and therefore the findings derived from the results as well. Validation of the model
and the used functions requires a large in vivo data set. Nevertheless, the model is designed
to depict an extensive range of vessel geometries and a retrospective containment is possible.
8.4.1.1 Length
The focus of this section is the discussion of the measurement of the geodesic length along
the centerline. The error due to discretization of the ground truth centerline is +6.3%
(Table 8.3). No centerline reconstruction method was involved in this step and the simulation
is set up with the PAL(DV) standard. This error is also always positive. The error of the
discrete centerline reconstructed by the erosion and voronoi diagrams method increased
to 7.0% and 7.9%, respectively (Table 8.4 & 8.5). This is intuitive, since the error due
to the reconstruction adds up to the discretization error. According to Equation 7.5, the
propagated error from the length measurement is directly forwarded as an element of the
sum. Assuming the same error for the diameter measurement, the relative error in the flow
measurement would result in 21.0% and 23.7% for the erosion and Voronoi method. In
fact, the error is even higher because the model does not account for segmentation errors
or projection errors of a 3D structures onto a 2D plane. This projection error is strongly
dependent on the angle between the vessel segment and focal plane. It can be described by
a cosine function cos(α) = lpro jectionl . Small changes in α result in small projection errors
and are tolerable. A tilt angle of approx. ± 16 ° would equalize the positive effect of the
re-continualization by the proposed methods. In a clinical context a tilt angle of 16 ° is
not expected. The depth of field in typical neurovascular surgery is smaller than 2 mm
(at a magnification of >7) [209]. Consequentially, any vessel larger than 7 mm would be
partially blurry. Nevertheless, requirements on the measurement’s workflow can be derived
to ensure that the projection error does not equalize the gained accuracy in the improved
length measurement.
These propagated error values due to discretization are already too high. For comparison,
sonographic contact intraoperative flow meters have an accuracy of ±10% [168]. This
emphasizes the need for an improved geodesic length assessment method to enable a reliable
optical volume flow measurement. One option is changing the hardware and using a camera
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with a higher spatial resolution. Unlike the coastline paradox, where the length of a fractal
object is prolonged towards infinity with increasing resolution, we expect a convergence
of the measured geodesic length towards the true length with increasing resolution [210].
This is due to the decreasing discretization error. It relies on the assumption that a vessel
is a non-fractal object. This assumption is most likely valid for vessels (probably not
for the capillary system). The upgrade of the recording system is costly and cannot be
easily performed on systems already in use and therefore it is not the prioritized solution.
Another option is using software-based methods to enhance the length measurement. Re-
continualization methods such as spatial interpolation to ensure in the prevalent cases a
smooth centerline is the preferred choice since they can be easily installed to all systems.
The length measurement of discrete objects has shown to be longer than the continuous
ground truth due to the angular characteristic of the pixels as a grid. In some outlier cases
the length has been underestimated. Either the reconstruction or the spatial interpolation
of the centerline introduces a negative error. We have observed that the reconstruction of
the centerline can provoke negative errors due to an erroneous spurs removal at the ends
of the centerline, especially in the case of bifurcation. Whether the spatial interpolation
introduces a negative error is checked by applying it to the discrete ground truth centerline
(no reconstruction involved) and comparing the resulting length with the continuous length of
the centerline. This showed a mean relative error of < 0.05% for the Bézier curves method,
which emphasizes its suitability to properly re-continualization a discrete centerline without
too strong spatial smoothing. The polynomial approximation showed a mean relative error
of approx. −2%. This implies a strong spatial smoothing caused by the limited capability
of polynomial functions to represent different and versatile structures. Here the order of
the polynomial has a large influence since a small order could provoke a strong smoothing
and a large order could introduce spikes and therefore lengthen the centerline. Taking into
account that a centerline consists of hundreds of elements a global fitting approach (as the
polynomial fit) is prone to extensive smoothing effects, compared to a local piecewise fitting
function. Therefore, the proposed method using Bézier curves is more robust.
All proposed centerline extraction methods and their combination with spatial interpolation
methods show a significant decrease in the relative error in length measurement. This verifies
the first hypothesis and validates the proposed approach. Especially the centerline extraction
by erosion in combination with the Bézier curve interpolation shows a significant decrease in
error from 7.0 % to 2.7 % (compared with the discrete centerline obtained by reconstruction).
The run time of approx. 13 seconds per image on average is acceptable since the operation
is not required to be in real time. Furthermore, the code runs on MATLAB and not on an
optimized processor and solver, so a further decrease in run time is possible. The run time
was tracked to evaluate the methods relatively to each other and not in an absolute manner.
The evaluation of the recorded images of silicone tubes comply with the in silico simulation
and show similar errors with their respective counterpart (straight lines). The laboratory
experiments are prone to several sources of errors. First, the positioning accuracy of the
sample in the field of view contains errors. The translational displacement was avoided by
fixing the imaging system and the rotational plate. The rotational positioning was set by a
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rotational plate with an accuracy of±0.5°. A value of this magnitude induces a minor error in
the length measurement even at the most sensitive angle changes (see Figure 8.11). Second,
the manual measurement of the ground truth length with a caliper introduces errors. The
caliper has an indication accuracy of 10 µm which introduces a small error. The measured
segments yield lengths from 12 - 75 mm and are much larger than this error. Furthermore,
the repeated measurement with the caliper showed a good reproducibility with a deviation
of 0.1 % or less. In conclusion, all errors are small and do not have a large impact on the
measurement and therefore the results of the laboratory experiments are assumed trustworthy.
The results of this investigation also verifies the second hypothesis. The rectangular grid of
the detection array leads to an angle dependent error which is reduced by re-continualization.
The angular measurements (Table 8.8 & 8.9 and Figure 8.11) show a clear dependency of
the error in length in case of a discrete measurement. The measurements also show that
the re-continualization by spatial interpolation significantly reduces this error in nearly all
cases. The reduction is more significant in the cases of angles which do not fit the grid
(15 °, 30 °, 60 ° & 75 °). This implies that the dependency of the error to the angle is
reduced. It is not possible to recreate all in silico categories with silicone tubes since the
geometry of the tubes changes when they are bent. 3D printed structures could overcome this
drawback but an investigation of the tolerances of the printers is required. The results of this
research are of great importance for applications where small changes in the measurement
have a significant impact on the outcome. Especially in medicine and life science errors
can have fatal consequences for the patient. Facilitating a non-contact flow measurement
with an acceptable accuracy would fit into the surgical workflow. It would also increase the
quality of the procedure and could decrease the recurrence rate. Further, the results are also
applicable in all fields where geodesic distances of discretized images are requested with a
high precision.
8.4.1.2 Diameter
This section focuses on the discussion of the measurement of the diameter. Unlike in the
measurement of the geodesic length the diameters’ ground truth is not continuous. So, the
ground truth diameter is always a natural number (d ∈ N∗2) and the measured diameter
as well. Hence, the absolute difference is always a natural number. The influence of this
quantization is especially large in small diameter values since the relative error difference will
be very high. Therefore, the maximum of the relative errors reaches up to 50 % (e.g. ground
truth diameter of 2 pixels and measured diameter of 3 pixels). This explains the deviations
of the results from the in silico model and laboratory experiment. The in silico model
included images of vessels with narrowing diameters (similar to a stenosis) which could not
be reproduced in the laboratory experiment. The tubes were of uniform shape and diameter.
Nonetheless, the magnitude is the same. Important is as well that in contrast to the length
measurement no dependency on the angle was proven. With a mean relative error of 3.7 %
and 3.1 % for the in silico model and laboratory experiment respectively it is acceptable
2 N∗ According to the DIN-Norm 5473:1992-07
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(see Section 7.1). Since the presented method does not include any re-continualization,
improvement is possible (e.g. as presented by [211–213]). Please note that the segmentation
error is excluded and would influence the diameter measurement directly.
8.4.2 Measurement of the bolus transit time
Obtaining the ground truth transit time of two corresponding IDCs is a challenge. A method
was proposed and implemented simulating adjustable IDCs with a known ground truth of
the transit time in a statistical relevant quantity. Thereby, a high degree of freedom in the
variation of the signal’s morphology, sampling rate, sample positioning, transit time and noise
level is given. This allows a versatile use of the in silico model to mimic different signals
obtained from different organs. As an alternative to COMSOL Multiphysics, other numerical
simulation tools can be used as well to simulate the presented IDCs. Without depending on
advanced simulation software, analytic methods such as the Taylor-Aris approach exist and
need be adapted to the setup by introducing additional perturbation terms as presented by
Alizadeh et al. [214, 215].
8.4.2.1 Data set generation
The presented IDCs were generated using an in-silico model. The model incorporated the
fluid dynamic properties and chemical interactions, such as diffusion, of the used indicator.
The model should be transferable to mimic different non-diffusible indicator types. Note,
diffusion occurs in non-diffusible indicators within the solvent media but not with the sur-
rounding tissue (e.g. a thermal indicator diffuses into the surrounding tissue and is therefore
a diffusible indicator, ICG remains intravascularly, has nearly no diffusion into surrounding
tissue and is therefore a non-diffusible indicator). The chosen diffusion coefficient for ICG
DICG (see Appendix A.3) is set equal to the diffusion coefficient of the protein. Since ICG
binds to the proteins and is at the initial state of the study in equilibrium, it is assumed that it
will have the same diffusion coefficient. The proposed in silico model uses a laminar flow of
a homogeneous liquid in a rigid vessel. In contrast, blood is a cell suspension containing the
liquid plasma and the solid cells. Since the indicator of interest (ICG) binds primarily to the
proteins in the blood plasma, it will be affected by a heterogeneous distribution of cells [71].
To reduce the computational effort in this model, this heterogeneous distribution was not
taken into account and a simplified homogeneous distribution assumed. The assumption
of a rigid vessel wall does not have a significant influence on the model since a continuous
flow, thus pressure, was applied. Assuming a continuous volume flow is motivated by a
significantly decreasing PI from measurements taken proximal and distal on certain cerebral
vessels [44, 45]. This significant decrease does not imply the disappearance of the pulsatility
and therefore limits the results of this study to distal cerebral arteries. The geometry of the
setup represents the in vitro flow phantom build in our facility (details to this phantom are
given in the Appendix A.6). The generated IDCs match well the measured IDC in the phan-
tom (Pearson’s correlation coefficient of 0.98-0.99, Appendix A.6). This proves its validity
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and also validates the second assumption given in Section 8.1.2. An extensive comparison
with in vivo data is not possible due to the lack of data. Nonetheless, the presented case
shows a high accordance with the simulated data (Pearson’s correlation coefficient of 0.93).
Both, in vivo and in vitro comparisons prove the similarity of the IDCs: see Section 8.3.2.1
and Section A.6 in the Appendix. The in silico setup represents the vessel with an open
end and no recurrence of the bolus, thus limiting the reliability of data points on the curve’s
descending side where recirculation does not appear (in Figure 8.12A, no bump is present
after the peak as in Figure 8.12B). Nevertheless, in most methods measuring the transit time
ttransit , the dilution curve is cut off after its concentration has decreased to 30% - 50% of the
respective peak, which excludes most influences by the recirculation [180, 186, 216]. Further
on, in the measurement of blood volume flow in cerebrovascular bypass surgery the distance
of both measurement location is very short (< 2cm). Thus, the influence by recirculation will
be nearly identical in both signals, equally influencing the two mathematical fits and thereby
not influencing the transit time measurement. Modeling the injection as a rectangular input
function assumes an ideal abrupt injection. In clinical practice the anesthetist will inject the
indicator and an inter- and intra-individual variability will occur. Choosing the rectangular
input function facilitates and standardizes the study design to ensure a comparability of the
results. WGN is applied to the data set’s two corresponding IDCs to represent sources of
noise such as Johnson–Nyquist noise. However, WGN only approximates limited sources
of noise and does not cover all sources of noise and/or artifacts observed in the in vivo
measurements. Adding other noise sources such as shot noise and artifacts such as the
spatial exclusion of the dye by blood cells requires a more profound investigation on in
vivo data. Nonetheless, the robustness of the proposed algorithms can be evaluated using
WGN. The example in Figure 8.12B shows distinctive noise/artifacts in the area of the peak
concentration which seems to not be reproduced by WGN. Since the presented in vivo signal
is extracted as the averaged signal within the area of 10x10 pixel, uncorrelated noise, such
as WGN, is reduced. Correlated noise and artifacts will remain present in the signal. The
ripples on the signal shown in Figure 8.12B are at a frequency of approx. 1Hz and might be
the patient’s pulse which is a correlated noise source. This cannot be verified since no vital
monitoring data is available. Nevertheless, the simulated curves and their power spectral
density (Figure 8.13) show a high accordance with the clinically obtained in vivo data from
intraoperative FA measurements. Performing an objective comparison is possible but is not
expedient since the morphology of the available in vivo data is limited. The transfer function
from the dye’s concentration to the optically measured fluorescence is not known and has an
influence on the optically measured signal since it affects the signals morphology. Generally,
the focus of this investigation was the measurement of the statistical error and the effect of
the transfer function was assumed as negligible. The presence of a transfer function would
induce a systematic error to the measurement which can be separated from this investigation
but is in focus in Chapter 9. Therefore, these data sets are suitable for the evaluation of
methods measuring the transit time of optically measured IDCs.
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8.4.2.2 Evaluation of the error in the transit time measurement
The performance of different methods measuring the transit time with varying complexity
was evaluated. Thereby, the transit time was calculated according to the systemic mean
transit time theorem for single input and single output systems as defined by Perl et al. [16].
This theorem assumes that the shape of the curve does not change significantly and is valid
in this investigation due to the short distance between the measurement sites (Appendix A.5).
The first hypothesis that using a mathematical model decreases the error in measuring the
transit time can be verified with some limitations. Obviously, not all combinations of mathe-
matical models and features are suitable for the enhanced measurement of the transit time of
an indicator bolus. Especially the mono-exponential function showed a bad performance,
probably due to a complex feature-based metric measuring the delay. The parabola model
showed better results than the mono-exponential model but inferior to the gamma variate and
the LDRW model. The gamma variate and the LDRW model performed equally well. Both
are suitable to verify the hypothesis especially using the cross-correlation which takes all data
points into account and not solely the peak to peak distance. Verification of the second hy-
pothesis that a sub-frame rate accuracy can be accomplished by using a suitable configuration
of mathematical function and pre-processing in combination with a feature, is also limited.
For a sampling frequency of 25Hz the configuration: gamma variate, cross-correlation of
the first derivative using an up-sampling factor of 100 and cut method 1 performed best.
It showed a mean value for ε f rame of less than 0.85 for all SNR (8dB − 20dB) and cut
levels (see Figure 8.15B). The Figures 8.18A & B also underline its robustness. In case
of a fsampling = 25Hz, a sub-frame rate accuracy was accomplished in all cases as soon as
the noise level was above a SNR≥ 14dB. Accomplishing a sub-frame rate accuracy with
a higher sampling frequency is harder since the absolute time tolerance decreases. The
appearance of a lower performance in case of a higher sampling rate is misleading. The
reduction of the absolute time error ε(SNR) has a mean value of approx. 26% lower at 60Hz
than in 25Hz (see Table 8.12). Assuming no noise the accuracy should increase by the ratio
of the sampling rates, here 1− 2560 = 60.3%. This shows that noise has a clear influence on
the sampling rate dependent decrease of εttransit . Nevertheless, the influence of a decrease
of SNR with increasing sampling rate (so decreasing integration time) is not included in
this evaluation and therefore the reduction of the error by 26% is an optimistic calculation.
The evaluation of more and different mathematical models, such as the log-normal and
lagged-normal model, is possible and could reveal more suitable models [217].
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Figure 8.18: A: The relative error of all data sets ( fsampling = 25Hz) is shown in relation to the SNR. Thered line indicates the relative error of one frame. The blue dots show the single results obtained by thefitting the LDRW model to the data cut at 40% by the cut method 1 and using its first derivative asinput for the cross-correlation. The distribution of the dots within a column is irrelevant. All data setshad a relative error of less than one frame for SNR larger than 12dB. B: The relative error of all data sets( fsampling = 60Hz) is shown in relation to the SNR. The red line indicates the relative error of one frame.The blue dots show the single results obtained by the fitting the LDRW model to the data cut at 40%by the cut method 1 and using its first derivative as input for the cross-correlation. The distributionof the dots within a column is irrelevant. All data sets had a relative error of less than one frame forSNR larger than 18dB. Both images are adapted from [136] published under the Creative CommonsAttribution 4.0 License.
Table 8.12: Mean absolute error εttransit and its standard deviation for two sampling frequencies fsamplein dependency of the SNR. The ground truth transit time was evenly distributed ranging from 40ms to
160ms for fsample = 25Hz and from 33ms to 133ms for fsample = 60Hz.
SNR 25Hz 60Hz
20 dB 10.0 ms ± 7.1 ms 7.2 ms ± 5.3 ms
18 dB 12.1 ms ± 7.9 ms 8.3 ms ± 6.4 ms
16 dB 13.9 ms ± 9.5 ms 10.7 ms ± 8.8 ms
14 dB 16.8 ms ± 12.1 ms 11.4 ms ± 9.4 ms
12 dB 19.9 ms ± 15.1 ms 15.3 ms ± 12.0 ms
10 dB 23.9 ms ± 18.5 ms 18.5 ms ± 13.7 ms
8 dB 31.3 ms ± 22.9 ms 23.5 ms ± 16.9 ms
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8.5 Outlook
8.5.1 Measurement of geometrical parameters
The proposed model depicts a broad range of vessel geometries. Its validation requires a
sufficient in vivo data set. Its validation on different images could help to clarify which
mathematical functions are the most suitable for length analysis. This also leads into an
application tailored model (e.g. retinal vessel have different geometries than cerebral vessels).
So far, this model does not account for the projection errors of a 3D object onto a 2D plane.
Adding a dimension to the mathematical functions is possible. This would not only enable
the inclusion of projection errors into the investigation, it would also enable 3D length
analysis (for example of 3D - computed tomography (CT) or magnetic resonance imaging
(MRI) data sets).
The evaluation of the performance of the proposed length measurement techniques could be
extended by a systemic and quantitative displacement analysis. In this work, the focus was
on the length and diameter measurement.
The proposed diameter measurement was taken as sufficient. Other methods can be consid-
ered and an investigation of their performance performed.
The developed model can be used to determine the performance of hardware-based methods
to lower the discretization error. Changing the resolution in the model is easy and a follow
up study can be performed to assess the benefits of increasing the resolution. Require-
ments on the resolution could be derived from this assessment and the required applicative
specifications.
8.5.2 Measurement of the bolus transit time
The proposed hypotheses are verified with some limitations regarding the methods used
and present noise level in the signal. The investigated mathematical models and features
represent a fraction of the possible methods. Therefore, more mathematical models and
features can be implemented and tested on the generated data set. The investigated noise
levels are chosen reasonably according to our experience but could be expanded to a larger
range and finer gradation. A reduction of the noise has a large impact on the accuracy in
measuring the transit time, so different noise reduction techniques should be considered and
evaluated. Nevertheless, care should be taken since the cross-correlation is depending on the
data sets’ morphology and obviously the morphology is affected by temporal filtering and
thereby might affect clinical decision making [218]. The absolute error εttransit in the transit
time measurement decreased with increasing sampling frequency. So, increasing the frame
rate increases the accuracy but at some point, the benefit will be eliminated by an increased
noise level (noise is mostly coupled reciprocally with the integration time). Therefore, we
hypothesize that there is a recording modality and purpose specific optimum of the sampling
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rate in regards of the error in the transit time measurement. Additionally, it was assumed that
the transfer function from the dyes concentration to the optical measurement is negligible.
This transfer function should be obtained and added to the error propagation assessment as a
source for a systemic error. Finally, the investigation of methods on in silico data is linked to
assumptions which reduce the complexity of in vivo data to a manageable level. Therefore, in
vivo data should be obtained to check the robustness of these methods in real life scenarios.
Chapter 9
Systemic error
In Section 7.2 the presence of a systemic error in the optical measurement of blood volume
flow was suspected and its presence theoretically derived. In the following chapter, methods
are proposed to quantitatively assess this systemic error in dependency of the volume flow
and diameter.
9.1 Introduction








with A as the cross section of the vessel’s inner lumen, r as radius, φ as the angle, vrel as
the normalized flow velocity and wopt as the optical weighting function (probability density
function).
It was assumed that the flow in the vessel is laminar, which is very probable in physiological
cases and also in many pathological cases (not valid in geometrical irregularities such as in
large Aneurysms) [24, 170]. Therefore, vrel can be assumed to be of axisymmetric parabolic
shape, thus independent of φ , as given in Equation 9.2. Thereby, R is the radius of the inner
lumen of the vessel.






The optical weighting function wopt(r,φ) should represent where the spatial origin of the
photons reaching the detector was (only photons which were emitted by fluorescence from
the dye). To obtain wopt(r,φ), a Monte-Carlo (MC) model was developed, verified and used.
The following general requirements to the model were set:
◦ It should be of cylindrical shape mimicking a vessel.
◦ It should have at least two concentric layers. Inner cylinder as blood volume and outer
hollow cylinder as vessel wall.
◦ It should include a homogeneous illumination.
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◦ It should include a detector model.
◦ Fluorescence events should be incorporated.
◦ It should be able to track the location of the fluorescence events.
Since fluorescence events should be incorporated, the concentration of the dye needs be
known. The propagation of the bolus is dynamic and therefore the dye’s concentration is a
function of the location r and φ , and time t. To obtain the concentration of the dye a fluid
flow simulation is performed prior to the optical MC simulation.
















Figure 9.1: The workflow to obtain εsys started with setting up the geometric parameters, such as diam-eter and length, of a pipe and fluid parameters, such as viscosity and diffusion coefficient, of the liquidwith indocyanine green (ICG) dissolved in it. A fluid simulation using COMOSL Mulitphysics was uti-lized to obtain the spatio-temporal concentration of indocyanine green (ICG) cICG(r,φ , t)within a crosssection of the pipe. It was handed over to the optical simulation utilizing the developed Fluorescence-Monte-Carlo-Multi-Cylinder (FMCMC) model. The diameter, and the optical properties of the blood,vessel’s wall and indocyanine green (ICG) were used to obtain the spatio-temporal probability densityfunction w(r,φ , t) of the origin of fluorescent photons hitting a detector. This was finally used to calcu-late the systemic error εsys(t).
As reported by Weichelt et al., the systemic error is expected to be diameter dependent.
Moreover, it should be time dependent since the flow profile is a function of the radius and an
early appearance of indicator is expected at the area of higher velocities. There is no reason
to expect a flow dependency of the systemic error as long as the flow is laminar.
Therefore, two hypotheses were set up:
1. The systemic error εsys is dependent on the diameter and time point at which it is
extracted.
2. The systemic error εsys is not dependent on the volume flow as long as it is in laminar
regime.
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9.2 Preparatory work: calculation of the dye’s
concentration
The overarching goal of this section was to obtain the spatially and temporally resolved
concentration of indocyanine green (ICG) for multiple geometries and flow values.
This section includes the methods and results.
9.2.1 Method
A fluid flow simulation was already introduced in Section 8.2.2.1. The calculations were
done analogously in COMSOL Multiphysics (version 5.4) using the physics packages:
Computational Fluid Dynamics (laminar flow) and Chemical Reaction Engineering (transport
of concentrated species and transport of diluted species). In contrast to the method used
in Section 8.2.2.1, not the averaged concentration across the cross section of the pipe was
extracted but the spatially resolved concentration over the cross section.
Geometry and fluid flow The general design did not change but the diameters were
varied from 1mm to 5mm. The applied volume flow was varied as shown in the Table 9.1.
Those values represent physiological and pathological flow values in human arteries (see
Section 2.1.2). The performed investigation included 17 different simulations combining
different diameters and flows. An individual time frame was needed for each simulation to
ensure a sufficient temporal resolution and time range but limiting the computational time to
a manageable amount (see Table 9.1).
Table 9.1: The simulated diameter with the respective applied blood flow values are shown in this table.The requirements on the temporal scope and resolution of each set were different and are given as well.
Diameter Flow Range of simulation and resolutionin mm in ml/min in s (start:step size:end)
1 25 50 65 80 0:0.01:1.8 0:0.01:2 0:0.01:1.5 0:0.01:1.52 50 80 120 0:0.01:7 0:0.01:5 0:0.01:43 120 150 180 0:0.02:7 0:0.02:5 0:0.02:44 150 250 350 0:0.1:20 0:0.1:20 0:0.05:205 250 300 350 400 0:0.05:20 0:0.05:20 0:0.05:20 0:0.05:20
The measurement position was defined at 60cm behind the injection site. This value relied
on the mean distance from the heart to the cerebral arteries [195, 219–221]. This distance
was not a realistic representation since in clinical routine the injection is intravenously in
the periphery. It was assumed that the indicator will be homogenized in the hearts chamber
and afterwards ejected into the aorta as a rectangular input function with each heartbeat.
Therefore, also a rectangular input function was chosen. Both assumptions facilitate and
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standardize the study design to ensure the comparability of the results. Furthermore, the
chosen distance was larger than the length which is needed to ensure a fully developed






1.6 ·2 ·R (9.3)
Blood’s viscosity The flow media was blood. Its viscosity was described by the Power-
Law model as
η = m · γ̇ n−1 (9.4)
with η being the apparent viscosity, γ̇ the shear rate, m and n are the Power-Law constants.
The constants used in this simulation were m = 14.67mPa · sn and n = 0.7755. These values
were based on the Best Three Variable Model (B3VM) proposed by Walburn et al. for
physiological human blood (hematocrit = 45% at 25°C) [223]. It proved to provide the best
description of blood rheology in the shear rate range of γ̇ from 0.031s−1 to 120s−1, which
is sufficient for all configurations of this analysis [224, 225].
Blood’s density The blood’s density is not constant. It depends on the hematocrit, protein
concentration in the plasma and others [226]. Various studies have confirmed that the




ICG: diffusion coefficient & initial concentration The macroscopic diffusion of ICG
in the human body is well studied but no publication exist revealing the microscopic dif-
fusion of ICG in whole blood. Nonetheless, 98% of the ICG is bound to the plasma
proteins and lipoproteins [85]. Therefore, the diffusion coefficient of those proteins in whole
blood was used as the diffusion coefficient of ICG. The diffusion coefficient was set to
DICG = 7.6 ·10−7 cm
2
s [228, 229]. The initial concentration was set to cinit, ICG = 6.4519
mmol
m3
(= 0.005 gl ).
9.2.2 Results
The overarching goal was to obtain the spatially and temporally resolved concentration of
ICG for multiple vessel geometries and volume flow values. Showing all of them here is
not expedient. Two examples are shown in Figure 9.2. All six plots show the relative ICG
concentration colorcoded as indicated by the colorbars in dependency of the spatial (radial)
location. Note, each plot has its own colorbar to enhance the contrast.
Finally, the obtained concentration distribution of ICG for each diameter and volume flow













































































Figure 9.2: In all six plot the local concentration of ICG relative to the initial concentration is shown.Note that the colorbar changes from plot to plot. Since the geometry was axisymmetric and no grav-itational forces were included, the concentration is axisymmetric as well. The top row was computedusing a diameter of 3mm and volume flow of 120 mlmin ; the bottom row using a diameter of 5mm andvolume flow of 400 mlmin . The plots to the left refer to the inflow phase and hence the bolus’ first arrival.The plots to the right refer to the outflow phase where the ICG is mostly concentrated at the vessel’swall. The middle plots are taken temporally from in between the other two and represent the phasewhere the ICG concentration is close to being homogeneous within the vessel. The gray circles in theplot indicate 0.25, 0.5, and 0.75 of the radius. It is clearly visible that the ICG first arrives in the mostinner circles and is concentrated at the most outer circle during washout.
9.3 Methods
The calculations done in Section 9.2 to determine the dye’s concentration via a fluid flow
simulation were used as input for the following method. The methods used to obtain
wopt(r,φ) by an optical simulation are in focus in this section. All methods were implemented
in MathWorks MATLAB R2019b.
9.3.1 Fluorescence Monte-Carlo-Multi-Cylinder
simulation
The Fluorescence-Monte-Carlo-Multi-Cylinder (FMCMC) simulation was based on the
general MC approach of Wang et al. to simulate a photon’s path in turbid media [156]. Their
approach consisted of a multi-layer geometry and a focused illumination beam. Multiple
improvements needed to be done (those are only the most relevant changes, minor changes
will not be listed here):
◦ Convert the multi-layer to a multi-cylinder geometry to allow the modeling of a vessel.
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◦ Implement a spatially homogeneous illumination to mimic the illumination by a
microscope.
◦ Implement a simplified detector system.
◦ Incorporate fluorescence events.
◦ Incorporate the tracking of the location of fluorescence events.
Details on the points of improvement are given in the following paragraphs.
Converting the multi-layer geometry to a multi-cylinder geometry Figure 9.3 illus-
trates the change in geometry. The proposed conversion from a multi-layer to a multi-cylinder
geometry affected the calculation of a photon’s behavior at the interface of two media. The
calculation of the step size, absorption, scattering were not be affected by the conversion.
In contrast to the Monte-Carlo-Multi-Layer (MCML) geometry which is only finite in the
z dimension, the Monte-Carlo-Multi-Cylinder (MCMC) geometry had infinite long and
concentric cylinders in the y dimension. The origin of the Cartesian coordinate system was
placed in contrast to the MCML geometry not on the surface of the slab but in the symmetry
axis of the concentric cylinder. The boundaries of the concentric cylinders were defined by a
mathematical function for circles centered on the symmetry axis (see Equation 9.5). Thereby,
its location on this axis in y-direction was irrelevant and by definition y != 0.
r =
√



























Figure 9.3: For both plots: in red the borders of the blood volume and in blue the borders of the vesselwall are shown. Left: the MCML geometry is shown which is finite in z and infinite in the xy-plane.
Right: the MCMC geometry is shown which is a better representation of a vessel. It was composed oftwo concentrically aligned cylinders with infinite length in y.
Generally, the geometry was composed of two main layers: the blood volume in the middle
surrounded by the vessel wall. The blood volume contained a heterogeneous concentration
of the dye (ICG), which is axisymmetric. So, the blood volume was again composed of
many layers with identical properties of the blood but different concentrations of ICG and
hence different fluorescence properties. It was assumed that the properties of blood are not
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affected by the concentration of ICG, this is valid for small concentrations of ICG (which
is the case in this investigation) [71]. The number of layers within the blood volume was
depending on the diameter of the geometry and was 19, 30, 41, 56, 67 layers for the diameters
1mm, 2mm, 3mm, 4mm, 5 mm, respectively. The different and increasing number of layers
were a result of the meshing process in the fluid flow simulation (see Section 8.2.2.1). The
thickness of the layers was varying and therefore the thickness was also given as input into
the FMCMC model.
Detecting boundary hits in theMCMCgeometry Detecting a boundary hit of a photon
upon its propagation path was different in the MCMC geometry compared to the MCML
geometry. A photon’s step was defined by a start Sphoton and endpoint Ephoton. In the MCML
a simple check of the z coordinate was sufficient to asses whether a boundary was crossed.
In the MCMC, simply calculating the r coordinate of Sphoton and Ephoton and checking it
does not work out as illustrated in Figure 9.4. Determining whether a boundary hit was



















Figure 9.4: This is a projection of the MCMC geometry into the xz-plane. The boundary of the bloodvolume and vessel wall are shown in red and blue, respectively. S and E mark the start and end positionof the photon’s step. Checking the radius at S and E does not provide sufficient information onwhethera boundary was hit or not. By using linear algebra, multiple potential boundary hit points were deter-mined as indicated by the question marks. The hit point which was used for the boundary interactionis the one closest to S (indicated by the dotted circle).
present or not was done in the orthogonal projection into the xz-plane since the y-coordinate
was irrelevant for this. So, this investigation was performed in the R2. The extraction of all
boundary hit points was a 2-dimensional analytic problem of extracting the intersection of a
line (limited by Sphoton and Ephoton) and a circle. The line was defined as given by Equation
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9.6 (deriving m and n from Sphoton and Ephoton was trivial and will not be specified here).
z = m · x+n (9.6)





(m2 +1) · r2− c2
m2 +1
. (9.7)
The z coordinate was determined by inserting xhit1,hit2 in one of the used equations. These
boundary hit points were named Hphoton. The Hphoton which was closest to the Sphoton was
extracted since the photon will interact there first and probably change direction. All other
hit points were ignored. Afterwards, Hphoton should be in between Sphoton and Ephoton. If not,
it was ignored as well. Finally, the y-coordinate was again added to the remaining hit point.
In the rare case that Ephoton was exactly on the boundary of the circle, then the step size
needed to be shortened by 1 ·10−5 cm. This also was true when the distance of Ephoton to the
boundary of the circle was smaller than the numerical accuracy of MATLAB.
Interaction at boundary hit points Once a photon hits a boundary it will interact. It is
either reflected or transmitted. This decision was performed as introduced in Section 5.1.5
and 5.2.4 using the angle of incidence and refraction. The angle of incidence was calculated
using the directional information of the photon (µphoton) and the normal to the circle. The
angle of refraction was calculated according to Snell’s Law (Equation 5.12). Once the
decision was made, the new Ephoton was calculated (see Section 5.1.5 & 5.2.4), Hphoton will
replace Sphoton and the step size was updated according to Equation 5.2. Figure 9.5 illustrates
the case of transmission and refraction or reflection. Please note, whenever Sphoton was
updated, a new iteration starts, so multiple hits were possible within one step size sz.
Homogeneous illumination The initialization of the photons at the surface of the object
is interpreted as the illumination setting. The Dirac-beam illumination of the MCML can
be turned into a homogeneous one, by spatial superposition of the results. In the MCMC
this was not possible since the geometry was a cylinder. Therefore, the initialization of
the photons needed to be adapted to mimic a homogeneous illumination. Idealized parallel
illumination was assumed (the angular deviation of the rays in a clinical setting less than 1°at
the minimal working distance of 200mm and the maximum vessel size 5mm and therefore
this assumption valid [230]). So, the initial direction (µx,µy,µz) = (0,0,−1) of the photons
was identical. The starting coordinates of the photons was (x,y,z) = (x,0,
√
r2− x2) with
x ∈ [−r,r]. The location of the photon is y is not as important and hence a homogeneous
line illumination was sufficient to obtain the relevant parameters. To ensure a homogeneous
illumination, x was randomly generated using the random number ξ ∈ [0,1] as shown in the
following equation.
x = (2 ·ξ −1) · r (9.8)
The initialized photons will face different angles of incidents due to the curved surface of the
cylinder. Hence, it needed to be determined whether a photon was transmitted and refracted
or reflected at the very first step before entering the geometry.
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 E with refraction
 E with reflection
Figure 9.5: The MCMC geometry was projected into the xz-plane. The photon faced an interactionwith a boundary at the middle of the dotted circle. It was either reflected, or transmitted and refracted.Depending on the decision a new Ephoton was determined. In the shown case another boundary hit willbe present if transmitted and refracted.
Simplified detector The MCML model represents the detector as an infinite large detector
in the xy-plane with infinite sensitivity. Since the implementation of a camera model with
optical components is very extensive and would increase the computational time, a simplified
detector model was implemented for the MCMC model. Thereby, a finite large detector
(1cm2) was tangentially centered over the vessel in a distance of 1cm. Whenever a photon
exited the vessel, it needed to hit this detector and its exiting point from the vessel needed to
be located in the upper half of the cylinder (z > 0). Figure 9.6 illustrates the setting for a
vessel with a diameter of 5mm.
Incorporating fluorescence Multiple approaches were published proposing methods
to handle fluorescence events in MC models [157, 231–233]. For this work, the efficient
and accurate determination of the location of fluorescence was important. Therefore, most
approaches cannot be used. The method proposed by Welch et al. was the most appropri-
ate [157].
The implemented method included two separate propagation regimes. The propagation of
excitation photons was calculated using the binary propagation model (see Section 5.1). As
soon as this photon was absorbed, a fluorescent photon package was launched at this location
and its propagation will be calculated using the weighted propagation model (see Section 5.2).
Figure 9.7 visualizes the transition from one regime to the other. The communication be-
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Figure 9.6: The green rectangle is the simplified detector model. It was positioned above the multicylinder geometry in a distance of 1cm.
tween both was bidirectional and both were initialized with the same geometry and optical
properties.
Two initial propagation properties of the fluorescent photon package needed to be determined:
initial propagation direction and the weight of the photon package. Fluorescence was
interpreted similar to an isotropic scattering and hence the initial propagation direction of
the fluorescent photon package was random. The weight was depending on the absorption
coefficient of the non-dye components and the absorption coefficient of the dye and its
quantum yield. It was calculated as shown in Equation 9.9 (with µA,ICG as the absorption
coefficient of the ICG, µA,non−ICG as the sum of all absorption coefficient else than ICG and
QY as the quantum yield of ICG - all values were determined according to the regarded
wavelength of 830nm. The background of the formula was as following. A photon needed
to be absorbed by the fluorophore and not by the other components, hence the ratio of
both absorption coefficients was calculated. Then, a factor (QY ) needed to be multiplied to





The absorption coefficient of ICG was dependent on its concentration and was calculated
according to Yuan et al. as shown in Equation 9.10 [102]. This linear relationship of the
absorption coefficient is only valid for cmol,ICG ∈ [0, 0.6µM] with cmol,ICG as the molar
concentration of ICG. For higher concentrations a non-linear relationship is present [80]. The
molar concentration is derived form the concentration cICG in
g














































Figure 9.7: In the red dotted box the binary propagation of the excitation photons is visualized. In theblue dashed box the weighted propagation of the fluorescent photon packages is visualized. Both wereinitialized with the same parameters and properties. Whenever an excitation photon was absorbed, anisotropic scattered photon packagewas launchedwith theweight according to Equation 9.9. Wheneverthis package was terminated, a new excitation photon was launched. This loop was performed untilthe desired number of excitation photons were launched.
ICG (see Section 3.2) by Equation 9.11. The molar mass of ICG MICG is a constant and cICG
was computed by the fluid flow simulation presented in Section 9.2. All concentrations in
this work were in the range of [0, 0.6µM] and thus a linear relationship was valid.
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cmol,ICG = cICG/MICG (9.11)
ICG has a nonlinear fluorescence quantum yield versus its concentration [71]. Nonetheless,
for low concentrations, its convergence towards a constant is proven [234]. For the concen-
trations used in this work, a constant quantum yield was assumed. The overarching goal of
obtaining the spatial probability density of a photons fluorescence event location obviously
included the normalization of the obtained weights. Hence, the effect of the quantum yield
was negligible [157]. Therefore, and for the sake of computational time, the quantum yield
was set to 1.
All needed properties of the photon package were computed and it was launched at its
position. The position of this fluorescence event was temporary stored and a binary flag
Ff luorescence was set to true, this indicates that it was a fluorescent photon. It was propagated
as presented in Section 5.2.
Logging grid for the results A photon needed to fulfill three requirements to be registered
in a logging grid:
1. It must have faced a fluorescence event (Ff luorescence = true).
2. It must hit the detector.
3. It must have left the vessel from its upper half (Hphoton has positive z).
In the case a photon fulfilled the three requirements above, its weight was added into the grid
at the coordinates where the photon had faced a fluorescence event. Logging those photon
weight’s into a Cartesian grid (x,y,z) was problematic since the geometry was cylindrical
and a voxel could contain a boundary and thereby two different layers. Therefore, cylindrical
coordinates (r,φ ,y) were used. For the determination of the systemic error the y coordinate
was not considered and thus the logging was projected into the rφ -plane. After launching all
photons, the grid contained the accumulated weight of all fluorescent photons that hit the
detector. Please note: the location of the fluorescence event was logged and not the location
where the detector was hit. The grid had 100 bins in r and 500 bins in φ (and a single y bin).
The relative flow profile vrel(r) (see Section 7.2) was axisymmetric and hence independent
of φ . Therefore, to determine the systemic error, the φ coordinate was not of interest and the
photons’ weight that hit the detector was logged as wFMCMC(r). Finally, the accumulated
weight in each bin was normalized, first to the total amount of accumulated weights in all
bins (Equation 9.12) and second to the ratio of the bin’s area to the total area (Equation 9.13).
The first normalization step was needed since the probability of a fluorescent photon’s origin
was of interest. The second normalization step was needed to account for the variable bin


















9.3.1.1 Validation of the FMCMC model
The developed FMCMC model was based on the method proposed by Welch et al. [157].
This model is often used and validated. The in-house implementation needed a validation
to ensure its correct function and emphasize the trustworthiness of its results. Therefore,
a comparison with another established simulation or an experiment should be performed.
In this work, the latter was chosen. The experiments performed by Liu et al. were suitable
for this analysis [235]. They provide all input parameters needed for the simulation and
additionally, the range of parameters is large. In the following, the methods they have used are
described. The FMCMC model is valid if the normalized fluorescence remittance matched
the experiment. The location of the fluorescence events in the FMCMC was assumed to
be correct, a validation of this was neither possible with this experiment nor with other
published data.
Experimental setup and study by [235] The experiment was performed to provide a
systematic validation of MC modeling of fluorescent light propagation in tissues. The
samples were cylinders with homogeneous properties (single layered). Thereby, two sets
of samples were produced: in one set the concentration of scattering particles was fixed
and absorption particles varied, in the other set the concentration of absorption particles
was fixed and scattering particles varied. Details on the production of the phantoms and the
detailed optical properties are given in their manuscript and will not be detailed here [235].
The illumination and recording system consisted of an optical fiber device with different
geometries. One geometry was chosen and its results taken for the validation process. The
geometry is shown in Figure 9.8. The other geometries are more complex but do not add any
value to the analysis.
The fiber was placed on the flat top of the cylinder and the remitted fluorescence intensity
measured. Three measurements were performed and the mean calculated for each sample.
Figure 9.8: The fiber optic probe had a central illumination fiber with a core /cladding diameter of 200/245 µm. It was surrounded by a concentric ring of nine collection fibers each with a core/claddingdiameter of 100 /130 µm. The distance between the center of the illumination fiber and the eachcollection fiber was 187.5 µm. The numerical aperture NA of all fibers was 0.22.
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Simulational study The optical properties of the samples used in the experiment were
taken as input for an adaption of the FMCMC model. The experimental setup used the flat
top surface of the cylinders for the measurements. This was not possible in the FMCMC
since the cylinders are infinitesimally large in y direction. Hence, a Fluorescence-Monte-
Carlo-Multi-Layer (FMCML) was derived from the FMCMC geometry and used to ensure
a flat surface. The detector of the remitted fluorescence were analogously realized to the
experimental fiber probe geometry in Figure 9.8. They were implemented as multiple circles
of identical size and relative location to the illumination area. All fluorescence photon
packages exiting the model from the circles were accumulated and tracked. The initial
position of the photons launched in the illumination area was randomized. Their initial
direction was also randomized but restricted in semi-sphere-coordinates facing into the
geometry. The coordinates were converted to Cartesian-coordinates. In total 5,000,000
photons were launched. The weight of the remitted fluorescent photons was tracked for each
geometry/sample separately.
To enable a comparison of the fluorescence intensity from the experiment with the weights
obtained from the model, a normalization step was required. Each experimental data point
was normalized by the sum of all experimental data points of its set, and each simulation
data point was normalized by the sum of all simulation data points of the respective set. This
method of normalization, sets the area under the curve to unity and facilitates the comparison
of the both results.
To quantify the results, the cross correlation and the Root Mean Square Error (RMSE) of the
experiment and simulation were calculated
9.3.1.2 Obtaining the systemic error
The following section describes the methods used to obtain the systemic error mentioned
in Section 7.2. The proposed FMCMC model in Section 9.3.1 was utilized. The computed
concentrations of ICG in Section 9.2 were used as input for the model.
Convergence Before starting a large trail, a convergence analysis was performed. It
included launching 10 million photons in 1 million steps. Thereby, the change of the
performance parameter εsys was regarded.
Study settings The study included 17 different sets of combinations of diameter and flow
values. Table 9.2 shows an overview of the diameter, flow value and the number of computed
layers in the blood volume. The concentration of ICG in each layer was time dependent (see
Section 9.2). Therefore, for each configuration of diameter and flow value 34 time steps
were simulated to obtain a time dependent wopt . The 34 time steps were not distributed
equidistantly, they were empirically determined. Generally, time steps were more dense
at the inflow phase since greater changes were expected and required a higher sampling
frequency.
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Table 9.2: The inner diameter was set, the outer diameter was determined by adding the mean vesselwall thickness of cerebral arteries to it (see Section 2.1.2). The flow values were chosen according tophysiological and pathological values for the arteries of the respective size. The number of layers withinthe blood volume were determined by the fluid flow simulation (see Section 9.2).
Inner diameter Outer diameter Flow Number of layersin mm in mm in ml/min in the blood volume
1 1.28 25 50 65 80 192 2.56 50 80 120 303 3.85 120 150 180 414 5.13 150 250 350 565 6.41 250 300 350 400 67
The optical properties were set as shown in Table 9.3. Since in literature a variation of
the properties is reported, the mean of multiple publications was used [163, 236–244].
Table 9.3: Optical properties of the blood, vessel wall and ICG are shown. Note, it was assumed thatICG did not change the blood’s properties. The µA of ICG was dependent on the molar concentrationof ICG cmol,ICG and 1M is a unit.
Blood Vessel wall ICG
µA in cm−1 7.38 2.25 3.43 ·105 · cmol,ICG · 1M
µS in cm−1 713 200 -
g 0.99 0.99 -
n 1.38 1.44 -
The initialization and propagation of the photons was performed for each time step of each
configuration of diameter and flow as described in Section 9.3.1. Afterwards, the obtained
wopt were used to calculate the systemic error as given in Equation 7.17 in Section 7.2.
Hence, the systemic error was time dependent.
9.4 Results
9.4.0.1 Validation of the FMCMC model
The comparison of the experimental and simulational data is shown in Figure 9.9. Qual-
itatively, the simulational results agree with the experimental results. This is reflected in
the cross correlation of 0.991 and 0.997 for the variation of the absorption and scattering
coefficient, respectively. The absolute error of the computed and measured normalized
fluorescence emission ranged from approx. 2% to 3% for the variation of the absorption co-
efficient and is approx. 1% for the variation of the scattering coefficient. The computational
time to obtain a single data point was approx. 5 days.
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Obeservations by Liu et al.
FMCMC simluation result
































Obeservations by Liu et al.
FMCMC simluation result
Figure 9.9: Left: the comparison of the experimental and simulational data for a fixed scattering andvarying absorption coefficient is shown. Right: the comparison of the experimental and simulationaldata for a fixed scattering and varying absorption coefficient is shown. The error bars for the observa-tion by Liu et al. are negligible. The bars for the simulational results indicate the minimum to maximumrange of the results for different runs of the FMCMC model.
9.4.0.2 Obtaining the systemic error
Convergence analysis The convergence analysis revealed that generally little changes
were present (<0.5%) in the whole range (see Figure 9.10) which indicates that launching one
million photons is sufficient. In Figure 9.10 to the right the number of absorbed excitation
photons and the weight of the detected fluorescence photons is shown. This was meant to be
a plausibility check. Since the geometry did not change, it was expected to show a linear
increase which it clearly does and the results are plausible.
To be on the safe side 3 million photons were assumed as suitable for usage in the upcoming
analysis.
Study The performed study had multiple purposes. It was implemented to obtain the
time dependent wopt and hence also εsys. It should clarify on the dependency of εsys of the
diameter, time and the predefined volume flow.
In Figure 9.11 the wopt for a diameter of 3mm and flow of 120 mlmin is shown, to the left the
wopt at inflow is given and moving to the right later time points are visualized. For early
time point, high values in wopt are clearly closer to the center but it is also visible that the
attenuation of the light is present the deeper it penetrates the vessel. For later time points,
the high values in wopt are shifted towards the outer radii. This is due to the shift of the ICG
towards outer radii.
In Figure 9.12 the timewise course of εsys(t) and the remitted fluorescence are shown for the
same diameter and flow configuration as used for Figure 9.11. εsys(t) is steadily declining and
seems to converge for late time points. This result partly validates the first hypothesis. The
remitted fluorescence shows a slightly steeper increase than decrease. It seems to converge
as well.
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Fluorescence photons hitting the detector












































Figure 9.11: The wopt(r,φ) for three time points are visualized. Left: at the inflow phase of the ICG.
Right: at the outflow phase of the ICG.Middle: at a time point between inflow and outflow of the ICG.Timewise, a clear shift of high values of wopt towards the outer radii is visible.
Figure 9.13 shows the dependency of εsys on the diameter d and volume flow at three
characteristic points on the emission’s course. Thereby, the maximum, the 30% and 5% of
the maximum were chosen. The value at the emissions maximum was chosen because it is a
characteristic point in each course of εsys(t). The 5% and 30% of maximum were chosen
because they represent the very first appearance of the dye and the rapid increase of the dye,
hence the maximum slope of the increase (30% of maximum showed empirically to correlate
with the maximum slope of the signal). Using the 5% and 30% of maximum seems to not
be robust for large geometries, this can be traded back to a too low temporal resolution.
The mean values for each diameter are shown in Table 9.4. For each diameter value, the εsys
is increasing the closer it gets to the time point of initial inflow of the ICG. The span of each
εsys for all diameter values decreases the closer it gets to the time point as well.
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Figure 9.12: The fluorescence emission is shown over time (frames) in red. To each sample point in thisplot, a corresponding wopt(r,φ) (similar to Figure 9.11) was obtained and used to calculate the εsys(t),shown in green.
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Figure 9.13: All three plots show the systemic error in dependency of the volume flow and diameter.The left plot used the εsys obtained at the time point of maximum emission. The middle plot used the
εsys obtained at 30% of the maximum emission. The right plot used the εsys obtained at 5% of themaximum emission. Note that the ordinate axis labels are different between the plots. The right plotuses the color notation of the diameters.
Table 9.4: The mean value of εsys for each diameter is given. Thereby, εsys was measured at the timepoint of the maximum of the remitted fluorescence and 30% and 5% of the maximum.
Diameter εsys,max εsys,30% εsys,5%
1mm 1.05 1.15 1.18
2mm 0.86 0.99 1.06
3mm 0.71 0.90 1.02
4mm 0.62 0.92 1.11
5mm 0.62 0.91 1.10
9.5 Discussion & conclusion
9.5.1 Validation of the FMCMC model
The FMCMC showed qualitatively similar results to the experiment. An exponential decrease
in remittance with increasing absorption and a linear increase of remittance with increasing
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scattering (see Figure 9.9) was observed in both. Quantitatively, the cross correlation is
with > 0.99 very high and the error is very low with a maximum of 3%. The results for the
variation of the absorption coefficient has a distinct behavior. For low absorption coefficients
the simulation underestimates the remittance and for high absorption coefficients it overesti-
mates the remittance. These small deviations can be provoked by simplifications done in
the modeling. The model is in contrast to the physical samples perfectly homogeneous. The
optical fibers (illumination and detector fibers) were modeled as an ideal flat and circular
surface, which is an approximation of its real geometry. Nonetheless, taking those minor
deviations into account the total fluorescence emission modeled by the FMCMC is valid. It is
assumed that the location of the fluorescence events is correct since this cannot be evaluated
but is used for the determination of the systemic error.
9.5.2 Obtaining the systemic error
Convergence analysis MC models require a high number of repetitive calculations to
provide reliable results. In theory, an infinite number is required to obtain the correct expected
value of the performance parameter. Hence, a convergence analysis was needed to determine
the number of repetitions at which little changes in the performance parameter will occur
to make a trade-off between the computational time and trustworthiness of the result. The
performance parameter in this work was the systemic error εsys which was derived from wopt .
With a relative change of less than 1% the convergence analysis indicated convergence of εsys
already at one million launched photons. The relative change of less than 1% is sufficient
since other influencing factors such as the reported and used optical properties of the blood,
vessel wall and ICG have a large range. Moreover, a value of less than 1% is relatively small
compared to the statistical errors presented in Section 8.
According to Noebauer et al. the smoothness of wopt(r,φ) is a measure of convergence as
well [245]. The smoothness is obviously dependent on the used grid. Figure 9.11 visualizes
wopt(r,φ) and subjectively seems to not being smooth which is contradictory to the results
of the convergence analysis discussed in the previous paragraph. Visualizing wopt(r,φ)
is misleading because to calculate εsys, the relative flow profile vrel(r) (see Equation 9.2)
was weighted by wopt(r). Since vrel(r) is axisymmetric and independent of φ , wopt(r,φ)
was projected into wopt(r). Figure 9.14 shows such a projection which is in contrast to
Figure 9.11 smooth.
Although launching one million photons would have been acceptable, three million photons
were launched to ensure a convergence of the results. The computational time for this
threefold was with one day for small and one week for large geometries acceptable.
For obtaining the systemic error a detector of a finite size was placed in a specified distance.
To test the influence of the detector’s size, its size was varied. Changing it from a 1cm2
to 1mm2 had very little influence on the systemic error (<1% deviation) but an increased
number of launched photons would have been required to converge. Therefore, the chosen
detector size was used.









































Figure 9.14: All three plots show the wopt(r) as the mean over φ of wopt(r, φ) for the same setting asgiven in Figure 9.11. A shift of the high values of wopt(r) towards the outer radii with increasing time(from left to right) is clearly visible.
Study The performed investigation should quantify the systemic error and reveal its
dependencies. Therefore, a FMCMC model was developed to obtain the probability density
function of the fluorescence location of remitted fluorescent photons. The correctness of the
fluorescence event location cannot be validated but the model yields a valid total remission
of fluorescent photons (see Section 9.5.1). Here, a single fluorescence event was allowed
at the propagation a photon (and photon package). In reality, the overlapping absorption
and emission spectra of ICG allow the fluorescent photon to be absorbed and remitted as
fluorescent photon again. Thus, the location might change. Hence, the correctness of the
fluorescence location is an assumption and its validation is a task for future work.
The model neglects the change of the optical properties of the material in dependency of the
wavelength. This assumption is based on the minor changes of the optical properties for this
wavelength range [163, 236–244]. Yet, an implementation of variable optical properties of
the blood and vessel wall could set the model closer to reality. The fluid flow simulation
models blood in a macroscopic manner. But in a microscopic manner, the optical properties
(scattering and absorption) of RBC are dependent on their orientation [246, 247]. Including
the RBC as particles of non-spherical shape into the fluid flow simulation could enable a
measurement of their orientation. This would be followed by a spatially variable optical
property of blood in the FMCMC model.
The timewise course of the systemic errors εsys(t) were obtained for each geometry and flow
configuration. For all cases the results are plausible in the sense that they are below the
value of 2 and do converge for large t. The maximum value below 2 was expected since the
maximum local flow velocity in the flow profile is twice the mean velocity. A convergence at
large t was expected since a no slip condition was set for the fluid flow model and thus mostly
only diffusion was present close to the border of the vessel and a convergence for large t
towards a small value was expected. Characteristic to all obtained εsys(t) was a plateau-like
course at the time points where the maximum fluorescence emission was recorded. This can
be explained by the local distribution of the ICG concentration, which was at that time points
homogeneous. The homogeneous distribution did not change a lot for some consecutive
samples and therefore the εsys(t) was not changing as well. Generally, the steadily declining
εsys(t) is plausible since the faster local flow velocities in the middle of the pipe arrive first
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at the measurement site and only slower components will add up to it. Hence, a decline of
εsys(t) is expected (this would change if recirculation would be integrated into the fluid flow
model).
The analysis of εsys(t) for the different configurations revealed that the systemic error
◦ is dependent on the diameter.
◦ is not dependent of the volume flow.
◦ is dependent on the time point at which it is extracted.
Thereby, both hypotheses stated in Section 9.1 are valid. The diameter dependency is
plausible since the penetration depth of the excitation and fluorescent photons is limited. For
the diameter range relevant for neurovascular surgery, the systemic error was decreasing
with increasing diameter.1
A dependency on the volume flow was not proven. The flow was varied within the limitation
of laminar flow, and pathological-physiological flow value. Hence, for non-laminar flows the
dependency will be different. Non-laminar flow in cerebral vessels can appear at bifurcation
or at pathologies such as aneurysma. These cases are not suitable for an analysis of the
systemic error as performed here. A sophisticated and personalized fluid flow and optical
model is required to enable an analysis of those cases. Nonetheless, in most cases laminar
flow can be assumed [24, 170].
The systemic error has a characteristic dependency on the diameter. Additionally, this
dependency also depends on the time point at which the systemic error was extracted. The
magnitude of the dependency on the diameter decreased towards early t for values of t < tmax.
Consequentially, it makes more sense to analyze the inflow phase for the transit time analysis
than using the maximum of intensity. Thereby, the dependency is lowered and a more robust
calculation is ensured.
Proposed systemic error values The overarching goal was to obtain the systemic error
εsys. It was revealed that the systemic error is time and diameter dependent. Therefore,
multiple functions are needed to define εsys. Equations 9.14 to 9.16 are derived from the
results shown in Figure 9.13. εsys,max(d), εsys,30%(d), εsys,5%(d) represent the diameter
dependent systemic error at the point in time of maximum fluorescence emission, 30% of
maximum emission and 5% of maximum emission, respectively.
εsys,max(d) =

−0.186 ·d +1.233 for d ∈ [1mm,2mm]
−0.148 ·d +1.158 for d ∈ (2mm,3mm]
−0.096 ·d +1.000 for d ∈ (3mm,4mm]




−0.162 ·d +1.314 for d ∈ [1mm,2mm]
−0.092 ·d +1.173 for d ∈ (2mm,3mm]
(9.15)
1Note that the error is not equal to the deviation. The error is decreasing and thereby turning from
overestimation to underestimation with increasing diameter. Hence, the error is changing its sign
and a minimal deviation is present for a certain vessel diameter.
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εsys,5%(d) =
{
−0.120 ·d +1.297 for d ∈ [1mm,2mm]
−0.038 ·d +1.133 for d ∈ (2mm,3mm]
(9.16)
9.6 Outlook
The implemented FMCMC model was based on the approach of Welch et al. [157]. It was a
trade-off between fulfilling the requirements and limiting the computational time. Its main
characteristic is the simulation of the excitation photons in the binary model and the fluores-
cence photons in a weighted model. Thereby, a photon can only face a fluorescence event
once. In reality the absorption and emission spectra of ICG overlap [71]. Hence, allowing
only a single fluorescence event is erroneous although it is often assumed [231, 233]. The
inclusion of self-absorbance of fluorescent photons should be investigated. The approach
by Liebert et al. propagates all photons using the weighted model [232]. Hence, a photon
could face multiple fluorescence events. This approach is more complex and computational
costly. Implementing it and performing the 17 studies would have taken more resources
since multiple fluorescent photon packages needed to be launched and tracked. Nonetheless,
performing a comparison of both models would give great insights into the effects of the
simplification done in this work.
The scattering of a photon was determined using the Henyey-Greenstein phase function
because it is reported to be well suited for the simulation of blood [162]. It is also reported
that the McCormick phase function is also well suited for the simulation of blood [163].
Both publications agree that for physiological blood the difference between the both phase
functions is small. Nonetheless, controversial statements are present and an investigation is
needed to find the optimal phase function for the simulation of blood.
Fluorescence includes the change of the wavelength of the photon. This is not taken into
account in this work and justified by the little change of the optical properties of blood and
vessel wall. The wavelength dependent properties should be obtained and incorporated into
the model. It is not expected to increase the computational time since it only changes the
pointer at a look-up table of the properties.
The total remittance of fluorescence calculated by the FMCMC model was validated using
the experimental data of Liu et al. [235]. This validation did not include the location of
fluorescence events. In this work, the location was assumed to be correct. This assumption
should be validated in a future experiment. So far, no publication is known to the author that
proposes a suitable experiment for the validation of this assumption.
The used detector model is not a realistic representation of a camera and its optical compo-
nents. Modeling the camera and its optics is favorable. Each photon exiting the geometry
has a defined location and propagation vector. Both can be extracted and used for ray tracing
(including a more complex optic). This would also enable the generation of an image of the
object simulated.
Once a realistic camera model is incorporated, a new phantom should be used to validate
the simulations (multi-cylinder geometry). A cylindrical multi-layered fluorescent phan-
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tom with known optical properties would be needed (see [248–252]). The validation of
the fluorescence event location might be possible with a phantom with heterogeneous dye
concentrations but will most probably be limited to macroscopic effects.
The used fluid flow simulation to obtain the spatio-temporal concentration of ICG in the pipes
had some limitations that were mentioned in Section 8.2.2.1. At this point, one assumption
is of great interest. The assumption of blood as a homogeneous fluid. In fact, blood is a cell
suspension. ICG mostly binds to components of the plasma. The cells displace the plasma.
Hence, a heterogeneous distribution of cells would influence the distribution of the plasma
and also the diffusion of ICG. The distribution of cells in flowing blood is heterogeneous
with an aggregation in the center of the vessel. It depends on many factors such as the
oxygen saturation, shear rate, osmolarity and more [163, 246, 247, 253–259]. Moreover,
the orientation of the RBC influences the optical properties of blood which is not regarded
in the model since RBC are not modeled in a microscopic manner [246, 247]. Hence, the
heterogeneous distribution of the blood cells can be included in future simulations to perform
a sensitivity analysis. The inclusion of a heterogeneous distribution is similar to including
the Sieve effect2 into the investigation [163, 260].
Finally, the findings on the systemic errors should be used in the blood flow measurement to
compensate for the systemic error.
2The Sieve effect is also known as absorption flattening. When photons pass through a suspension
of absorbing particles, such as blood, photons that do not encounter cells pass unattenuated by
absorption. As a consequence, the transmission is higher than it would be if all cells were uniformly
dispersed in the solution. Hence, the amplitude of the maxima in an absorption spectrum for a








The overall topic of this work is the measurement of blood volume flow via fluorescence
angiography (FA). In the previous Chapters 8 and 9, the errors in the measurement were
determined in an in silico setup. The observations and analysis indicated that the volume flow
measurement should be applicable to practice. The experiment performed in this chapter
used the previously introduced work flow and methods to validate the blood volume flow
measurement in an ex vivo environment. Ex vivo (Latin: “out of the living”) means that the
experiment is performed on biological tissue outside of its donor’s body. In this case, the
vessel and the blood were taken from animals and used in an experimental setup to assess
the performance of the proposed blood flow measurement.
10.1 Introduction
Ex vivo studies allow the investigation of physiological and pathological cases under stan-
dardized conditions. Thereby, the control of the degrees of freedom is the main advantage
which allows an isolated analysis and profound conclusions. Nonetheless, the in vivo use
case has to be depicted as good as possible to ensure the transferability of these findings into
the surgical hall.
The conducted experiments involved the pumping of pig blood through a tube system into
an extracted aorta from a rabbit. The flow was measured by a reference system and the
proposed method via FA. Those two measurements were compared to assess the accuracy of
the proposed method.
Thereby, two hypotheses were formulated:
1. The mean volume flow for different aortas has a smaller deviation from the reference
for the measured cases (60, 120, 150, 180, 200 mlmin ) than the determined propagated
statistical error in Chapter 8.
2. The stepwise increasing flow leads to a stepwise increasing flow measurement with
the proposed method. Here, all measurements of a designated flow for one aorta are
averaged to calculate the step size and compared with the reference step.
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10.2 Materials and methods
10.2.1 Biological material
As mentioned earlier, two biological materials were used in the ex vivo experiment. As
substitute for human blood, pig’s blood was used and to represent the human cerebral vessels,
an aorta extracted from a rabbit was used.
Blood The blood used for the experiments had to fulfill two requirements: it should
1. be available in a large quantity.
2. mimic the rheological properties of human blood.
The quantity needed to conduct the experiments was in the magnitude of tens of liters. The
rheological properties can be compared using key indicators of blood. The whole blood
viscosity (WBV), hematocrit, red blood cell deformability and aggregation are common
key indicator of blood which impact the flow [261, 262]. For this work, the key indicator
WBV was mainly used. Table 10.1 shows the WBV and hematocrit of different animals in
comparison to human, note that small animals (rat and rabbit) were already excluded due to
the restrictions in availability [261, 263].
Table 10.1: Comparison of the hematocrit and the whole blood viscosity at different shear rates fordifferent animal models. The data is adapted from [263].
Animal model Hematocrit WBV at 0.7s−1 WBV at 2.4s−1 WBV at 94s−1in % in mPa · s in mPa · s in mPa · s
Horse 35 38 20 5Pig 33 25 15 5Cattle 30 7 6 5Sheep 33 7 6 4Human 42 33 19 6
Cattle and sheep blood were excluded due to their large difference in WBV. Furthermore,
horse blood was excluded since the local slaughterhouses were not able to provide it regularly.
Pig blood was available in large quantities and matches the rheological properties of human
blood well and was therefore chosen for the ex vivo experiments. The anticoagulant fibrisol
(trisodium citrate E331 and salt) was added to the blood in a concentration of 10 gl to prevent
the blood from clotting. The blood was bought at Rachele Fleisch & Wurst in Karlsruhe,
Germany.
No ethics vote was needed since the animals were killed for other purposes than research
and hence were not included in the animal protection law (§4 TierSchG).
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Vessel The vessel model had to match the size and mechanical properties of human
cerebral arteries (see Section 2.1.2). The availability of the vessel was an important aspect.
Two animal models were available in the vicinity of the facility. At the Institute for Applied
Biosciences- Department of Genetics, rats (Rattus norvegicus, Stamm Fischer 344) were
available. The aorta of the rat is of the size (length and diameter) of small cerebral arteries.
At the University Medical Center Freiburg, the heart of New Zealand White rabbits were
used for a Langendorff setup and the remaining of the rabbit were available. The aorta of the
rabbits is of the size of large cerebral arteries. The rat’s aorta were extracted but due to their
size and fragility, their handling was challenging and showed insufficient quality.
Multiple publications confirm that the rabbit’s aorta is a good match to human cerebral
arteries in terms of mechanical properties and surgical handling [264–270]. For this work, 11
aortas of the New Zealand White rabbits were extracted by Dr. Enaam Chleilat (University
Medical Center Freiburg, Group of Prof. Peter Kohl). The ethical approval was obtained
from the local institutional animal care and use committees (Regierungspräsidium Freiburg,
file number: X-16/10R). The aortas were stored according to the protocol as suggested by
van Doormaal et al. in a mixture of the following reagents at -18°C between extraction and
the usage of the aorta [264].
◦ 10% Dimethyl sulfoxide DMSO purity≥ 99.5% (Carl Roth GmbH+Co.KG, Karlsruhe,
Germany)
◦ 90% Roswell Park Memorial Institute 1640 solution ROTI®Cell RPMI-1640 (Carl
Roth GmbH+Co.KG, Karlsruhe, Germany)
10.2.2 Experimental setup
The experimental setup had to fulfill two main requirements. It had to provide
1. a clear image of the fluorescence bolus flowing through the vessel.
2. a ground truth of the flow.
To achieve those requirements, multiple evolutions of the setup were developed according to
the V-model of the VDI 2206 [271]. In this section, the final setup used for the experiments
is introduced. An overview of the experimental setup is shown in Figure 10.1. The shown
components are explained in detail in the following paragraphs. The camera and illumination
systems is shown separately in Figure 10.7, because otherwise, most of the experimental
setup would have not been visible. The flow phantom’s design included different single
design features from published phantoms, which were utilized in this phantom, yet its
combination of different features is unique [134, 272–278].
Blood reservoir and stirrer The blood reservoir and stirrer had to keep the blood at
a constant temperature of 25°C and prevent the cellular components of the blood from
sedimentation. Hence, the stirrer required a heat management system. The temperature
of 25 °C was chosen according to the room temperature and is a common temperature at
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Figure 10.1: The experimental setup (excluding the camera and illumination system): 1: blood reservoirand magnetic stirrer and heater; 2: peristaltic pump; 3: air trap; 4: industrial flow meter; 5: bolusinjection system; 6: pressure gauge; 7: vessel and hence measurement site for the proposed method.The devices are connected by silicone tubes and the blood is disposed in a sink not visible in this image.The camera and illumination system were placed above the vessel holder.
which the bloods properties are known. Using 37°C was not feasible due to the necessary
heating of all pipes and component, which would have required a disproportionate effort.
The components used were:
◦ 10 liter beaker ROTILABO® short 10000 ml (Carl Roth GmbH+Co.KG, Karlsruhe,
Germany)
◦ Heater and magnetic stirrer C-MAG HS 7 (Carl Roth GmbH+Co.KG, Karlsruhe,
Germany)
◦ Magnetic bar ROTILABO® cylindrical 10 mm diameter and 70 mm length (Carl Roth
GmbH+Co.KG, Karlsruhe, Germany)
The blood was provided in bags or large canisters at 3°C - 4°C by the slaughterhouse. Before
pouring it into the beaker, it was shaken to ensure the blood cells were homogeneously
distributed. Approx. 9 liters were poured into the beaker. The beaker was placed on the
stirrer and the stirring intensity was stepwise increased to a value of 5 out of 6. Setting up a
high stirring intensity from beginning on did not work since the viscosity of blood at cold
temperatures is higher and the magnet did not manage to rotate constantly. The temperature
was set to 25°C. It took approx. 4 h to heat up the blood.
Blood was refilled into the beaker as soon as the blood level fell below 5 l. The experiment
was then paused until the blood has reached 25°C again.
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Pump A pump was needed to move the blood and ensure a sufficient flow. The flow range
needed was set by the size of the rabbit aorta (approx. 2.5-3 mm). The used pump and tubes
were the
◦ Peristaltic pump Roth Cyclo II with six roller and two channels (Carl Roth GmbH+Co.KG,
Karlsruhe, Germany)
◦ Tubes for peristaltic pumps 1.6 mm inner diameter and 4.8 mm outer diameter (Carl
Roth GmbH+Co.KG, Karlsruhe, Germany).
The flow was set to match the required values. These values are introduced in Section 10.2.3.
If necessary, the second channel of the pump was used.
Connectors and tubes To enable a quick modification and reorganization of the elements
of the setup, Luer taper connectors were used as interface. All devices had a male connector
at the input and female connector at the output. The Luer connectors had a barbed nozzle
attached to the silicone tubes as interface to the devices. The tube’s size and hence also the
size of the Luer connector were chosen according to the devices specification. The following
connectors and tubes were used.
◦ Barbed nozzle of different sizes - Luer to barbed nozzle (Drifton A/S, Hvidovre,
Denmark)
◦ Silicone tubes RCT THOMAFLUID® (Reichelt Chemietechnik Gmbh + Co., Heidel-
berg, Germany)
Air trap Since air could be introduced into the blood due to stirring in the blood beaker or
a misplacement of the tubes (that suck the blood out of the reservoir), a convenient method
of trapping and releasing the air was required. Further on, the peristaltic pump applied a
pulsatile flow (the pulse amplitude is very small - magnitude of 1% to 2%). By intentionally
leaving a small air compartment in the air trap, these pulsations were attenuated. Thereby
the air trap acted as a low pass filter. Since no such air traps are commercially available, it
was designed by me and manufactured in the in-house workshop (responsibles: Eric Hoffner
and Patrik Narewski). Figure 10.2 shows its design. It consisted of a sealed hollow cylinder
and had a flow inlet, flow outlet and a valve. The inlet was placed higher than the outlet to
ensure that no air bubbles reach the outlet. The valve was manually operated and required
the user to open and close it whenever needed. The topside of the air trap was made from
Plexiglas® so the user could see into the air trap. The following materials were used
◦ Mini ball valve 18 inch (ESSKA GmbH, Hamburg, Germany)
◦ Barbed nozzle 10mm barbed outlet from brass (Landefeld Druckluft und Hydraulik
GmbH, Kassel, Germany)
◦ Aluminum for the cylindrical corpus
◦ Plexiglas® 9mm
◦ O-ring to seal the contact of the aluminum and Plexiglas®
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Figure 10.2: Technical sketch of the air trap. Left: a cutaway drawing of the air trap is shown. Theinflow of blood (left) was placed higher than the outflow (right) to prevent air bubbles from gettinginto the outflow. Right: The isometric view of the airtrap. The top plate was made from Plexiglas® toallow the user to see how much air is in the air trap. The manual valve was placed off-center in the topplate. Hence by tilting the air trap, the trapped air accumulates at the valve. The valve was operatedmanually.
Flow meter and pressure gauge To obtain the ground truth value for the flow, an in-
dustrial flow meter was used. It had to be suitable for the flow rates and pressures planed.
Furthermore, the pressure needed to be recorded to ensure the arteries were neither over- nor
under-pressurized. The following devices were used:
◦ Flow meter ES113I (BRONKHORST HIGH-TECH B.V., Ruurlo, Netherlands)
◦ Pressure gauge IN-PRESS P-502Cl (BRONKHORST HIGH-TECH B.V., Ruurlo,
Netherlands)
The flow meter was chosen due to its high accuracy of ≤±0.8%, a sufficient measurement
range of 2 mlmin to 200
ml
min , an ingress protection of IP66 and its approval for food contact
according to EC1935/2004 (nevertheless, blood needs to be washed out properly). It had a 6
mm connector (outer diameter, compression type). The flow meters accuracy was measured
for water at 25°C. Therefore, before starting the experiments its accuracy was checked
by pouring the blood into a measuring cylinder (accuracy of ±0.5ml) for one minute and
integrating the respective recording of the device for the same time. The accuracy was
approved also for blood (for flows from 60 mlmin to 200
ml
min ).
The pressure gauge was chosen due to its high accuracy of≤±0.5%, sufficient measurement
range of 2mbar to 2bar (approx. 1.5 mmHg to 1500 mmHg), ingress protection of IP65 and
its FDA and USP Class VI approved compounds. It had a 6 mm connector similar to the
flow meter.
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Additionally to the flow and pressure, the temperature of the blood can be tracked by both
devices. Both devices were connected to a computer and the timewise course of flow,
pressure and temperature was monitored and recorded with the Software BRONKHORST
FLOWPLOT. The sampling frequency was set to fsample = 100Hz. The data was saved as a
.txt and imported into MathWorks MATLAB R2019b for further analysis.
Injection system The indocyanine green (ICG) needed to be injected into the flow. The
procedure had to be standardized and have a low influence on the flow. Therefore, a direct
injection of ICG by a syringe into the flow stream was excluded.
To inject the dye, a method introduced by Weichelt et al. was adapted [273]. For this, the dye
was already dissolved in an additional blood reservoir in a concentration of cinit, ICG = 0.005
g
l .
A bypass system had two independent routes for the blood: one route for the application of
the ICG bolus and one to keep the blood in motion while refilling the first route. A syringe
was used for the refilling process. Please note that the ICG was not injected into a flowing
stream. The stream was stopped in this section of the injection system. The injection system
is shown in Figure 10.3.
Route A (colored dark-green) contained the ICG solution, route B (colored red) was the
bypass. The section of route A between the two green arrows contained the ICG solution.
It was refilled with a syringe attached to either one of the connectors at C and turning the
selector valve 2 and 3. For the refilling process, selector valve 1 and 4 were directing the
blood flow through route B. Whenever the refilling was completed, selector valves 2 and 3
were set for a continuous flow from left to right and then selector valves 1 and 4 were turned
to redirect the blood flow through route A. Thereby, a standardized injection of a rectangular
bolus was ensured. The turning of the valve pairs needed to be done synchronously to avoid
disturbances of the flow. The minimal distance to the measurement site had to be larger
than the distance needed to develop a constant and laminar flow profile (see Equation 9.3 in
Section 9.2.1). The following materials were used for the injection system:
◦ Indocyanine green ICG-PULSION (Pulsion Medical Systems SE, Feldkirchen, Ger-
many)
◦ Three-way selector valves nominal width 4 mm (Bürkle GmbH, Bad Bellingen, Ger-
many)
◦ Barbed nozzle of different sizes - Luer to barbed nozzle (Drifton A/S, Hvidovre,
Denmark)
◦ Syringe MEDIWARE Luer Lock 50 ml (mediparts GmbH, Oberhausen, Germany)
◦ Perforated plate polyethylene (in-house production)
◦ Cable ties
The perforated plate was used to fix the three-way valves with cable ties to it. This ensured a
mechanical stability while turning the valves.
Vessel preparation and integration The rabbit’s aorta needed to be free of leakage. Due
to the nature of the aorta, it has multiple branches. Large branches (e.g. towards the kidney)





Figure 10.3: The injection system is shown. It can be operated with a flow from left to right or viceversa. Route B was used in normal flow condition to refill the ICG or just before the bolus was released.While route Bwas active, valves 1 & 4were set to direct the flow in a 90° angle into route B.Meanwhile,the ICG can be filled into the section marked by the green arrow in route A via the connectors at C.To do so, valves 2 & 3 were set at a 90° angle towards each other. With this settings, the ICG flowedin from one of the connectors C and flowed out through the other. It was always ensured that nobubbles were introduced by the refilling process. Once the bolus was refilled, valves 2 & 3 were set toan exclusively straight flow through route A. Finally, valves 1 & 4were also set to an exclusively straightflow. Thereby, route B was excluded and route A activated and the bolus was accelerated.
were closed with a ligature. Small branches were glued with cyanacrylat (superglue - Henkel
AG & Co. KGaA, Düsseldorf, Germany). An image of a ligature is shown in Figure 10.4 on
the top. An image of a glued branch is shown in Figure 10.4 on the bottom.
Afterwards, the aorta needed to be connected to the tubes. This was realized by wrapping the
aorta on a barbed nozzle (same as mentioned in the previous paragraph). To prevent the aorta
from slipping off the nozzle and to seal the connection, an o-ring and cyanacrylat was used
as shown in Figure 10.5. Finally, the vessel was placed in an in-house built vessel holder
with variable distance as shown in Figure 10.6.
Outlet and cleaning The used blood was directed into a sink and disposed. After finishing
the experiments, the whole systems was flushed with cold water. All components needed to
be cleaned properly. Therefore, a non-foaming chlorine alkaline cleaning agent was used.
These type of agents are particularity suitable for removing organic deposits as blood [279].
The cleaning agent ALU CLEANER SX (WIGOL® W.Strache Gmbh, Worms, Germany)
was used.
The solution of cleaning agent and water was circulated in the system for 30 minutes.
Afterwards, the used and with organic residuals contaminated solution was stored in a
separate canister and disposed at the waste management facility of the KIT. Finally, the
whole system was flushed with cold water for 30 minutes to be sure that all the cleaning
agent was removed.
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Figure 10.4: In the images, the two methods to seal a vessel are shown. Top: An aorta from a rat,the green threads/sutures are the ligatures set at the kidney branches (mid) of the aorta and anotherunknown branch (right). A ligature shuts off the flow through the branches. Bottom: A section of anaorta of the rabbit, at the green cross a branch was glued and hence closed. Right to the glues branch,a so far not closed branch is visible. Setting a ligature at those branches in not possible since they aretoo short.
Illumination and recording system The illumination and recording system was placed
above the vessel holder (which was holding the rabbit’s aorta). To ensure mechanical stability,
the camera and the collimator of the illuminating system were mounted to a frame as shown
in Figure 10.7. The used components were:
◦ System profile ITEM profile 5 20x20 mm and accessories (item Industrietechnik
GmbH, Solingen, Germany)
◦ Black plastic panels KAPA®graph 5 mm (3A Composites GmbH, Singen, Germany)
◦ Xenon light source ASA MAX 350 W with a mirror module for a wavelength of
750nm to 1050nm (Mountain Photonics GmbH, Landsberg am Lech, Germany)
◦ Optic fiber ASA HLG-1000 (Mountain Photonics GmbH, Landsberg am Lech, Ger-
many)
◦ Collimator ASA RLQL80-1 (Mountain Photonics GmbH, Landsberg am Lech, Ger-
many)
◦ Excitation band-pass filter with a center wavelength λc = 769nm and bandwidth
λB = 41nm (Edmund Optics GmbH, Mainz, Germany)
◦ NIR enhanced monochromatic camera Basler acA2000-165um-NIR (Basler AG,
Ahrensburg, Germany)
◦ Camera objective 35 mm KMP-IR XENOPLAN 35/1.9 (Schneider Kreuznach, Bad
Kreuznach, Germany)
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Halbzeug:Figure 10.6: The vessel holder is shown. Left: the isometric view of the designed vessel holder. Thescrews on the L-shaped slide allowed the variation of the distance between both slides. Right: therealized vessel holder is shown. The connectors which were attached to the aorta (Figure 10.5) wereplaced in the holder into the opening of the slide.
◦ Emission band-pass filter with center wavelength λc = 832nm and bandwidth λB =
37nm (Edmund Optics GmbH, Mainz, Germany)
The collimator ensured a homogeneous rectangular illumination of the whole field of view
(160 x 85 mm) of the camera system. The focal plane was fixed to the middle of the vessel
and the aperture of the objective was open to its maximum to ensure a high sensitivity. The
depth of field was less than 1 mm. Since the vessel was smaller than the field of view of
the camera, the field of view was limited to 1088 x 448 pixels. The gain was set to 12dB
and the exposure time was set to 35ms, hence a frame rate of 28.5Hz was recorded. The
recording time was set to 30s to ensure that the washout of the ICG was also included in the
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Figure 10.7: The camera and collimator for the illumination were attached to a frame. The camera wasconnected to a computer via a USB 3.0 cable. The collimator was connected to the xenon light sourcevia an optic fiber. Black plastic panels were included into the frame to minimize the influence of straylight on the experiments. The panels also prevented blood from spattering across the lab in case of amalfunction of a connector.
data sets. The video was recorded as a sequence of single .tiff images with a bit depth of
12 bit (lossless compression). After recording, the image sequence was checked for dropped
out frames.
The software pylon Viewer 6.2.0 was used to obtain the image sequences.
10.2.3 Flow configurations
The set values for the volume flows at the pump needed to match the expected blood flows
of human cerebral vessels of the size similar to the rabbit’s aorta. The rabbits’ aortas had
an inner diameter of approx. 2.5mm to 3mm. The volume flow was set to 60 mlmin , 120
ml
min ,




min . This volume flow range depicts physiological and pathological
flow values for human cerebral arteries (see Section 2.1.2). In total, a minimum of 15
measurements for each flow value were performed and five different aortas were used (the
other aortas showed insufficient quality).
10.2.4 Flow measurement by the proposed method
The optical measurement of the blood volume flow was carried out as proposed in Chapter 6
and 10.2.3. The feature used for the determination of the transit time was the mean delay
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of the two indicator dilution curves (IDCs) at 2%, 3%, 4%, 5%, 7% and 10% of maximum
fluorescence intensity. This feature holds the least amount of diameter dependent deviations
based on the findings in Chapter 9. The systemic error was set to εsys = 1.02 according to the
findings in Chapter 9. The observed volume flow was corrected according to Equation 6.4.
10.2.5 Evaluation
The volume flow was extracted from the image sequences as proposed in Section 6. To
each image sequence, a corresponding reference flow measurement was given. Both were
compared.
First, the mean flow for each designated flow value were assessed and put into perspective
to the propagated statistical error from Chapter 8 to validate the first hypothesis stated in
Section 10.1.
Second, five aortas were used and each was measured three times at each designated flow
value. For each aorta and designated flow value, the three measurements were averaged
and then compared to the other averaged values for the three measurements of the same
aorta. This enabled the comparison of the response of the measurements to an increase of
flow (stepwise) at the input. It was expected to show a corresponding variation in both step
direction and size.
The propagated errors from Chapter 8 were used to set the measured deviations into relation
to the expected deviation. The errors in the measurement of the geometrical parameter were
εd = 3.5% (Chapter 8.3.1.2) and εs = 2.5% (see Chapter 8.3.1.1). Both were determined
based on the assumption that the vessels are straight objects and hence the obtained error for
straight lines were used. The error in the measurement of the bolus transit time εttransit was
not determined for the selected feature in this chapter. For the calculation of the propagated
error, a conservative approach was used. The lowest error was used for the comparison
with the obtained results. To determine εttransit , the signal to noise ratio (SNR) and ttransit
must be known. ttransit was measured. The SNR was not known (also the signal’s and
noise components were not known). A SNR of 20dB was assumed based on subjective
experience. It results in a εttransit = 10.4%, 12.4%, 20.5%, 22.9% for the flow values of






min , respectively. The propagated expected statistical error for
the volume flow measurement is shown in Table 10.2.
Table 10.2: Since the transit time of the bolus depends on the flow velocity, each flow value got as-signed an own propagated expected statistical error for the volume flow measurement. The valueswere determined based on the fundamentals given in Chapter 7.1 and findings in Chapter 8.







Propagated error 19.9% 21.9% 30.0% 32.4%
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10.3 Results
Figure 10.8 shows a sequence of the images recorded for a rabbit’s aorta. Figure 10.9 shows
an aorta with a well visible source of leakage. In the shown case due to an insufficiently
glued branch. The evaluation of such images was often not possible as the conservation
of mass principle was not obeyed in the vessel. Moreover, background illumination by the
leaked blood interfered with the segmentation. This was the case for six out of eleven aortas.
Figure 10.8: An image sequence of the transit of the ICG bolus through a rabbit’s aorta. The timeis increasing from left to right. The first image shows the vessel before the arrival of the bolus. Thesecond to forth image show the increasing fluorescence intensity and hence the inflow of the bolus.The fifth image shows the wash-out of the bolus.
Figure 10.9: This aorta had a source of leakage due to an insufficiently glued branch in the middle ofthe vessel. In the background, the leaked fluorescent blood remained and disturbed the analysis ofthis recording. Moreover, the flow meter was placed before the location of the leakage, hence the netvolume flow varied within this section. Such data was excluded from the analysis.
Table 10.3 shows the results of the volume flow measurement by the reference and the
proposed method. It also shows the blood’s temperature and the pressure close to the artery.
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Furthermore, the relative propagated error is shown to put the spread of the values measured
by the proposed method into perspective of the expected spread. It addresses the first
hypothesis in Section 10.1. Using the Mann-Whitney-U-test for significance resulted in a
p < 0.05 between all measured flows by the proposed method and hence a change in the
input was followed by a significant change at the output.
Table 10.3: All measured values in this table are given as mean value ± standard deviation. The refer-ence flow, pressure and temperature were obtained from the industrial flow meter and pressure gauge.The proposed method measuring the flow optically via FA yielded a deviation given in the table. Thedeviation was calculated as the fraction of the flow value obtained by the proposed method dividedby the reference method. The relative propagated error was determined based on the fundamentalsgiven in Chapter 7.1 and findings in Chapter 8.
Reference Proposed method Deviation Relative error Pressure Temperaturein mlmin in mlmin (propagation) in mmHg in °C
59.2 ± 0.4 75.7 ± 20.4 1.28 ± 0.20 26.2 ± 0.7 23.0 ± 0.2122.1 ± 0.2 130.0 ± 42.2 1.06 ± 0.22 58.0 ± 0.7 23.1 ± 0.2183.9 ± 0.7 187.6 ± 47.1 1.02 ± 0.30 81.0 ± 1.3 24.4 ± 0.3205.6 ± 0.5 207.9 ± 31.0 1.01 ± 0.32 96.8 ± 1.7 24.0 ± 0.3
Table 10.4 shows the response of the proposed method to a stepwise increase of flow. It
addresses the second hypothesis in Section 10.1.
Table 10.4: This table shows in the first column the ratio of the ground truth. The other columns showthe ratio of measured flow values related to the measurement at 60 mlmin . A1 to A5 indicate the differentaortas used to obtain the measurements. It is visible in Table 10.3 that the reference is very close tothe designated flow values. Hence, the designated values were chosen as reference for the purpose ofsimplification.
Ratio A1 A2 A3 A4 A5
120/60=2.00 1.04 1.67 1.53 2.22 1.76180/60=3.00 1.75 3.02 2.34 2.88 3.06200/60=3.33 1.84 3.27 2.91 3.44 3.06
10.4 Discussion & conclusion
The utilization of ex vivo experiments are a necessary step prior to conducting in vivo
studies to ensure the work flow and accuracy of the algorithms are suitable. In the following
paragraphs, the single aspects of the experimental setup are discussed. The results of the
experiments and the hypotheses are discussed at the end of this section.
Biological material Although the blood contained anticoagulants, it still had formed clots
occasionally. Clotting is problematic for multiple reasons. First, it can obstruct the flow or
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even clog the pipe. Within all experiments, nine occlusions happened and were followed by a
drastic increase of pressure in the devices and tubes. In three cases, the connectors detached
and blood spatter happened. The flow meter was identified as the main occlusion area and
a meter with a larger diameter might not solve this issue but rather shift it (the flow meter
was placed at the beginning of the stream, see Figure 10.1). Second, clots interfere with the
measurements as they disturb the flow in general. Moreover, if a clot is formed and enters
the bolus a displacement of the blood with ICG happens and appears as a dark spot in the
timewise course of intensity.
Although clotting happened rather rarely, preventing them would increase the efficiency and
accuracy of the setup. It was observed that clots mostly formed in the reservoir or even in
the containers as delivered by the slaughterhouse. Therefore, placing a filter or sieve in front
of the intake could reduce the amount of clots in the system. Its condition should be checked
regularly because it affects the flow due to a higher resistance at the intake with increasing
obstruction of the filter.
The temperature of the blood influences the blood’s viscocity [263]. The blood was warmed
up to 25°C but the tubes and devices were influenced by the ambient room temperature.
Controlling the ambient temperature by either installing a sophisticated room temperature
management or tempered tubes (e.g. placing them in a tempered water reservoir) and devices
could reduce the influence of the ambient temperature.
Blood is a natural product and was obtained in different batches from a slaughterhouse. Its
hematological profile and hence properties face a significant and systemic variability linked to
age, food composition and physiological status [280]. The variations of the blood’s properties
were not analyzed in this work and were assumed to be constant for all experiments.
Vessel The aorta abdominalis of the rats was extracted and its use was intended to mimic
small human cerebral vessels. The extraction requires expertise and is challenging for a
non-specialist. Due to its small size, installed ligatures or glue to close branches were
disturbing the view on the vessel too much. Moreover, attaching the aorta to the connector
resulted in the rupture of the tissue or non-concentric alignment of both which negatively
influenced the flow behavior.
The aorta abdominalis of the rabbits was extracted by professionals at the University Medical
Center Freiburg. Its branches are larger and hence easier to detect and close. Nonetheless,
some aortas could not be sealed properly, which resulted in blood leaking underneath the
glue and potentially the development of a residual volume. In Figure 10.10 at the red arrow,
a residual volume is present. In five cases, a non-concentric alignment between the aorta
and the connector was visible. In those cases, the aortas were not used for the experiments.
Generally, working with the rabbit’s aorta was more convenient and less penalizing than
working with a rat’s aorta. Using a different arterial model with less branches than an aorta
should be considered to reduce the amount of manipulation of the artery.
Experimental setup The experimental setup worked well but had some aspects that can
be improved.
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Figure 10.10: After a washout time of five minutes, the shown aorta still had remaining ICG containingblood. The vessel was sealed by gluing and the vessel was leakage-free. Nonetheless, a branch mightnot have been closed but rather covered with glue. Hence, a residual volume between vessel and coverwas present and yielded remnant fluorescence.
The peristaltic pump was able to provide all necessary flow values for the experiments. The
nature of these type of pumps yielded a pulsatile flow. The air volume in the air trap and
the elasticity of the tubes acted as a low-pass filter and hence dampened the pulsatility. In
Figure 10.11 (top plot) the present pulsatility is shown. Although it was very small (< 1%),
replacing it with a rotary pump could eliminate the pulses. Nonetheless, the disadvantage of
a rotary pump is the required higher effort in cleaning.
The air trap had a manual valve for the case that too much air was trapped in it. This required
the user to check it, an automatic air release valve could be considered to relief the user from
this task.
The injection system worked well and robustly. Nonetheless, it was manually operated and
hence an inter- and intra individual variability was present. Exchanging the manual three-way
selector valves by synchronized automated valves would increase the automation of the setup
and its standardization. Switching between route A and B provoked a short interruption of
flow and the flow needed a small amount of time to recover. In Figure 10.11 a switching
process is shown. The switching of the valve led to a sharp pressure drop as the pressure
gauge was placed behind the valves and the flow was restricted by the switching. This was
visible in the measured pressure profile. Afterwards, an overshoot was visible due to the
capacitive behavior of the tubes and devices placed before the valves. The same behavior was
visible for the flow but temporally broader. The optical measurement based on the proposed
method was exclusively performed after the recovery of the flow after a few seconds (in the
shown case, after time points t > 5154s). The proposed vessel connector was convenient
to use and easy to fit to different vessel diameters and lengths. Attaching the vessel onto
the barbed nozzle of the Luer connector held the challenge of aligning them into perfectly
concentricity. Otherwise, a disturbance of flow was present at the transition from connector
to vessel and vice versa. Figure 10.12 shows a non-concentric alignment at the white arrow
and a concentric alignment at the red arrow. The setup used an industrial pressure gauge and
flow meter. The flow meter provided the reference flow value. Its accuracy was approved for
blood as a medium. Its sampling frequency of fsample = 100Hz showed to be sufficient to
measure the reference flow.
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Figure 10.11: Turning the valves to redirect the flow from route A to B and vice versa provokes ashort interruption of flow. The top plot shows the volume flow and the bottom plot the pressure independence of the time. At approx. 5150s valves 1 & 4 were turned and hence the flow redirected.This switching process results in a characteristic timewise morphology of flow and pressure. The flowmeasurement by the proposed method should only by conducted after the flow has recovered fromthe interruption (t > 5154s).
Figure 10.12: The red arrow points at a concentric aligned aorta and connector. The arrow is placedat the end of the connector and no constriction is visible. The white arrow points at a non-concentricaligned aorta and connector. An asymmetrical constriction of the aorta is visible. It affected the flowas seen by the heterogeneous fluorescence.
The settings of the camera (exposure time and gain) were chosen to use the whole 12 bit color
depth without going into over saturation at a reasonable frame rate. The gain of 12dB should
be reduced since it amplifies noise as well. Although the cameras chip is NIR enhanced,
a more sensitive camera with a larger pixel size (current camera: 5.5µmx5.5µm) would
yield a less noisy image. Having a less noisy image results in a higher accuracy in the time
measurement (see Section 8.4.2.2).
Evaluation of flow The results of the ex vivo experiment are very promising and serve
as a first proof of concept of this type of measurement. So far, no proof of concept of a FA
based method of quantifying blood volume flow was published.
The results in Table 10.3 show that the ground truth was very stable throughout all experi-
ments. The resulting flow from the proposed method was corrected for the identified systemic
error (see Chapter 9). The determined mean flow values by the proposed method agreed well
with the reference for the flow values of 120 mlmin and above. For the flow value of 60
ml
min ,
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a deviation was observed. This behavior is contradictory to the expected accuracy of the
measurement: the propagated relative statistical error is smaller at small flow values and
thus the deviation for the flow of 60 mlmin was expected to be smaller than for larger flow values.
The first hypothesis is validated for all flows higher than 120 mlmin . For the flow of 60
ml
min , the
hypothesis cannot be validated.
Compared to the reference, the statistical spread of the flow values determined by the pro-
posed method were much larger. For all flow values, the spread was in a similar order of
magnitude. The propagated relative statistical error analyzed in Chapter 8 and given in Table
10.3 matches the observed spread in this experiment well. This emphasizes the validity of the
approach and its results. A difference is still present and can be traced back to the fact that
the analysis in Chapter 8 did not include some sources of errors such as the segmentation
error or projection error (although the latter is not expected in this setting since the vessel
was perfectly straight and in the focal plain).
The second hypothesis was validated for four out of five aortas. Table 10.4 shows that the
measurement followed the increasing flow at the input for the aortas A1 to A4. Aorta A1
showed a small step for the step from 60 mlmin to 120
ml
min . Aorta A5 showed a difference in
the third decimal place for the step from 180 mlmin to 200
ml
min . Taking the propagated relative
statistical error (Table 10.2, appox. 30%) and the step sizes into account, there is a high
probability of not being able to distinguish small steps as present from 180 mlmin to 200
ml
min
in a singular case. Nonetheless, for all aortas the step from 60 mlmin to 120
ml
min and to 180
ml
min
was very clear. Performing a significance analysis for each aorta and step is possible but
not trustworthy with so little experiments performed for each step. Nonetheless, using all
measurements (on all aorta) proved significant changes for each step size using the Mann-
Whitney-U-test (p<0.05).
The ratio of increase for any step size across all aortas showed a large range (e.g. 180/60 for
A1: 1.75 and for A5: 3.06). A deviation across multiple measurements was expected due to
the propagated relative statistical error. A deviation across multiple aortas can be derived
from the natural deviations in the anatomy of the vessel and changes of its geometry due to
the manipulation of the aorta (sealing it). These characteristic changes of the geometry and
hence the flow could have caused the deviations observed.
The systemic error derived and quantified in Chapter 9, assumed a laminar flow with a
parabolic flow profile. In Figure 10.13, the single images show the timewise course of the
spatial fluorescence intensity. It is visible that the fluorescence intensity was shifting from
the left to the right of the artery. As the fluorescence intensity depicted the velocity field
in the artery, an asymmetric flow profile has to be assumed. This violates the assumption
made to calculate the systemic error (parabolic flow profile). To minimize the influence
of the asymmetric flow profile, the first arrival of the bolus was used to extract the bolus’
transit time. This improved the measurement, as the first arrival time is less affected by the
asymmetric flow profile.
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Figure 10.13: An image sequence of the transit of the ICG bolus through a rabbit’s aorta. The timeis increasing from left to right. The first image shows the first arrival of the bolus. Notice that thefluorescence intensity is high left of the centerline of the vessel. With increasing time the fluorescenceintensity shifts to the right side of the centerline. This indicates an asymmetric flow profile and hencea violation of the assumption made in Chapter 9 to calculate the systemic error.
10.5 Outlook
For future ex vivo experiments, some possibilities for the improvement of the setup were
revealed by the past experiments. A different arterial model should be considered. Thereby,
using an artery with less branches is in focus to reduce the manipulations (gluing the
artery or installing ligatures). A filter should be placed in front of the intake to prevent
clots to enter the system. An automated air release valve in the air trap would reduce and
simplify the necessary tasks of the user. Automated three-way selector valves at the injection
system would increase the standardization of the setup and ensure the repeatability of the
experiments. A temperature management system should be installed to ensure a constant
ambient temperature. The current lab is conditionally suitable since it neither has an active
climate control nor a window blind. Hence, a structural remodeling of the lab or a closed
sub-system with constant temperature is required. The connection of the arteries to the
system is currently realized by barbed nozzles. The nozzles are larger than the artery to
prevent leakage. This leads to a constriction of the artery right after the transition from
connector to artery in case of not perfect concentric alignment. Nozzles with a thinner wall
would allow a better match of the connector’s to the artery’s diameter and hence prevent
disturbance of the flow. Furthermore, a camera with a higher sensitivity could increase the
SNR of the recording and therefore yield a smaller error in the measurement of the bolus
transit time.
The results of the ex vivo experiment are very promising and serve as a first proof of concept
of this type of measurement. A transition to an in vivo study should and was conducted in




The overarching goal of this work was to enable an intraoperative and quantitative measure-
ment of blood volume flow via fluorescence angiography (FA). The ex vivo experiment in
Chapter 10 proved the validity of the proposed approach in a lab setup. In this chapter, the
proposed methods and the work flow were utilized to provide a proof of concept of the blood
volume flow measurement in an in vivo setting. In vivo (Latin: “within the living”) means
that the subjects used in this study were alive. The acquisition of the data was performed
by collaborators from the Department of Neurosurgery at the Stanford University School of
Medicine.
11.1 Introduction
In vivo studies allow the assessment of a method’s performance in a realistic environment.
Therefore, recordings from cerebrovascular surgery on humans were obtained. A data set
for one subject had to contain a ground truth flow measurement and the FA video data. The
requirements on the data were described in Section 6.1.
By comparing the computed blood volume flow by the proposed algorithm and the reference
flow, an assessment of the accuracy of the proposed method in its use case situation can be
performed. This does not necessarily reflect the clinical relevance of the optical measurement
of blood flow via indocyanine green (ICG) FA but its agreement with the current gold
standard (US-flow probe, see Section 4.2).
The hypothesis is:
1. The blood volume flow computed by the proposed method is for all subjects within
the valid flow range determined by the current gold standard (US-flow probe).
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11.2 Materials and methods
11.2.1 Patients & surgical procedure
Patients facing moyamoya disease (MMD) underwent surgical treatment at the Department
of Neurosurgery at the Stanford University School of Medicine. MMD is a cerebrovascular
disorder characterized by a progressive occlusion of the internal carotid arteries and their
branches with the development of an abnormal vascular network in the areas of occlu-
sion [281]. The clinical manifestations are predominantly ischemic although hemorrhagic
complications can also occur [282]. Possible treatment involves surgical revascularization of
the cerebrum [49, 283, 284]. All patients in this study were treated by a direct artery-to-artery
anastomosis with an extracranial-to-intracranial (EC-IC) bypass (see Section 2.3 for details
on the procedure).
17 patients underwent EC-IC bypass grafting and were included in this study (8 males with
a median age of 48 years and a range from 17 to 54 years / 9 females with a median age
of 33 years and a range from 12 to 54 years). Tow separate phases of the surgery were
present: before and after bypass grafting. The data sets before installing the EC-IC bypass
were analyzed in this study. Specifically, the blood flow in a branch or section of the middle
cerebral artery (MCA) was suitable for the investigation since it was exposed and well visible
in the video recordings and a reference flow was given.
During surgery, the flow was measured via an US-flow probe and an ICG FA video was
recorded as well. Both modalities will be described in the following two sections.
11.2.2 Reference flow measurement
The clinical protocol included the measurement of the donor vessel’s (superficial temporal
artery (STA)) and recipient vessel’s (MCA) size and blood flow value. Both measurements
were performed intraoperatively using the following devices:
◦ Ruler Micro-Scale metric 5mm (minitool Inc., Campbell, CA 95008, USA)
◦ Surgical flow probe Transonic Intracranial Charbel Micro-Flow Probes® (Transonic
Systems Inc., Ithaca, NY 14850, USA)
◦ Recording device Transonic Optima-Flow QC® (Transonic Systems Inc., Ithaca, NY
14850, USA)
The size of the vessels was used for an additional plausibility test for the automatic diameter
measurement included in the proposed method. As the microscope did not output the image’s
scale, the ruler served as a reference for the scale of the image.
The vessel was placed in the US-flow probe as shown in Figure 11.1 and the flow was
recorded for a duration of at least 10 seconds. The flow was saved as a minimum and
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maximum value. Hence, for each patient a specific range was given which allowed the
evaluation of the performance of the proposed method.
Figure 11.1: Both images show the application of the US-flow probe (white device with a blue tip). Itmust be placed around the vessel to measure the blood volume flow. Vessel compromise and ruptureare possible [5]. Furthermore, by applying the probe the flow can be affected. The usage of the flowprobe requires the surgeon to change instruments. Left: A flow probe was applied to the STA (extracra-nial artery). The usage of the flow probe is convenient as long as the vessel fits the probe well. TheSTA had a diameter of approx. 1.7 mm. Right: A flow probe was applied to a section of the MCA(intracranial artery). Generally, the usage of the flow probe is more challenging on the MCA since it isembedded in tissue. The MCA had a diameter of 1.5 mm.
11.2.3 Fluorescence angiography
The FA was performed using the following devices and agents after intravenous administra-
tion of ICG:
◦ Surgical microscope ZEISS KINEVO® 900 (Carl Zeiss Meditec AG, Jena, Germany)
◦ ICG (Diagnostic Green LLC, Farmington Hills, MI 48331, USA)
The FA was recorded using the FLOW® 800 software of the microscope. The software
assists in recording the video and metadata. A recording consisted of a video of the MCA
starting before the ICG bolus had arrived in the field of view of the camera and ended during
the washout of the ICG. The recordings varied in length between 30 and 60 seconds. During
the recording, the surgical microscope was kept still and the setting was not changed. The
videos were recorded on a hard disc and the flow was determined retrospectively.
11.2.4 Retrospective evaluation of flow
The flow was extracted from the videos by the workflow described in Chapter 6 which proved
to perform well on ex vivo data (see Section 10). The single steps of the algorithm will be
shortly introduced and necessary details will be given in the following paragraphs.
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Pre-processing of the videos In some cases, the recorded video was of excessive length.
Temporal pruning was necessary to avoid prolonged processing times in the following steps.
The pruning was introduced in Section 6.2. The first arrival of the ICG bolus was determined
by the first time point at which the average fluorescence intensity exceeded 0.5% of the
maximum of the average fluorescence intensity of each frame. The end of the video was
determined manually to exclude the recirculation of the bolus (Figure 6.2).
All videos contained relative motion of the vessel and camera. The proposed motion
compensation in Section 6.2 was applied.
Frame selection and segmentation The automatic frame selection presented in Section
6.3 was applied and yielded a frame suitable for segmentation. The segmentation introduced
in Section 6.4 needed the user to determine the vessel of interest (using the largest structure
or the one in the middle of the frame did not yield good results since the observed in vivo
variability was large). Moreover, branches appeared frequently at the vessel of interest, so the
user needed to decide which branches to include and exclude in the segmentation. Both user
interactions were performed sequentially. Figure 11.2 shows the raw frame, its segmentation
and the segmentation after user interaction.
Figure 11.2: Top left: The automatic frame selection identified a frame that was suitable for segmen-tation. Top right: The initial segmentation assigned many vessel to the foreground. Bottom left: Theuser picked the vessel of interest. Bottom right: The user picked a section of the vessel which is freeof branches. This segmentation mask was used for further analysis.
Length and diametermeasurement To measure the length s and diameter d of the vessel
a scale was needed. The scale was extracted manually from the recorded ruler (see Figure 6.6
in Section 6.6). It resulted in an individual scale for each case (in mm/pixel). Afterwards,
the centerline was extracted by erosion, the diameter determined and the continuous length
measured using the piecewise Bézier curve fitting (see Section 8.2.1.2 and Section 8.2.1.3).
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The diameter was extracted for each pixel of the centerline and used to obtain the cross
sectional area of the vessel. Afterwards, the mean cross sectional area A was calculated and
used for the calculation of the blood volume flow.
Bolus transit time measurement Two indicator dilution curve (IDC) were acquired
at the ends of the centerline to extract the bolus transit time. The IDC were obtained as
the frame-wise average fluorescence signal within a squared region of interest (ROI) that
had an edge length of a third of the respective diameter value at this location. The same
temporal feature as in the ex vivo experiment was used to asses the transit time (ttransit): mean
time difference of the two IDCs at 2%, 3%, 4%, 5%, 7%, 10% of maximum fluorescence
intensity. This feature holds the least amount of diameter dependent systemic deviations
based on the findings in Chapter 9. The systemic error was set to εsys(d) =−0.120 ·d+1.297
for d ∈ [1mm, 2mm] according to the findings in Chapter 9 (see Equation 9.16).
Determination of blood volume flow The transit time ttransit of the bolus to travel the
geodesic distance s and the mean cross sectional area A were obtained as described before.
The observed blood volume flow was corrected and calculated as given in Equation 11.1. The
determined value for εsys in Equation 9.16 were used for the correction. Since εsys depends
on the diameter of the vessel, it was calculated for each vessel individually.




Comparison with the reference blood volume flow value The reference flow was
given as a minimum and maximum value. This is due to the time resolved measurement by
the US-flow probe and the variability of blood flow over time. The flow value computed
by the proposed method yields a single value for each measurement. Hence, the computed
value should be within the minimum and maximum flow range of the reference.
11.3 Results
The flow value computed by the proposed method matched the reference flow range in 8
out of 17 subjects (see Figure 11.3). Taking into consideration the determined accuracy of
the proposed method (±20%, see Section 8) and the accuracy of the US-flow probe (±10%)
another 4 subjects were in this range. For the remaining 5 subjects, the flow deviated from the
reference by more than 30%. No correlation was observed to the age or sex of the patients.
11.4 Discussion & conclusion
The quantitative measurement of blood volume flow via intraoperative FA in an in vivo
setting was performed. The reference yielded a flow range with a maximum and minimum
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Reference max & min
Figure 11.3: The subject numbers are shown on the abscissa and the blood volume flow is shown onthe ordinate. A reference flow was given as the minimum and maximum flow measured by the goldstandardmethod andmarked by red horizontal lines. The blue crosses indicate the computed flowvaluefor each subject by the proposed method. Whenever the determined flow by the proposed methoddid not match the reference flow range, the percentage of the deviation is specified.
value, which emerged from measurements taken over multiple heart beats. The cardiac cycle
with its systole and diastole yields a pulsatile flow. The computed flow using the FA data
yields a single value. Comparing it with a mean value (mean of maximum and minimum)
does not make sense, since it was not temporally synchronized to the cardiac cycle. Hence,
using the measured flow range of the reference device is valid for the determination of the
accuracy of the proposed method.
The hypothesis that the blood volume flow computed by the proposed method lies for all
subjects within the flow range determined by the reference was falsified. In 5 cases, the
deviation was too large. Nonetheless, the results are in the same order of magnitude and in
well agreement with the reference. To put the deviations into a clinical context, the observed
relative changes before and after installing the bypass of all subjects was analyzed and are
given in Figure 11.4 as box plots. The minimum increase of flow due to the revascularization
surgery was 185% and a median value of 381%. This emphasizes that the discussion of the
results must be split into a technical view and clinical view which is done in the following.
Technical view on the results The accuracy of the flow measurement by the proposed
method was affected negatively by not perfectly fulfilling the requirements upon record-
ing. The ruler is prone to errors. A tilted ruler introduces an error (cosine of the angle).
Figure 11.5 shows a ruler with only one end in the focal plane. This indicates that the camera
and ruler were not parallel to each other and hence, the extracted scale is overestimated. An
erroneous scale affects the diameter and length measurement and thus has a large effect by
the error propagation on the flow. The presence of a tilted ruler was ascertained for one














































Figure 11.4: The relative increase of the blood volume flow after the installation of the bypass wasanalyzed and is shown as a box plot. Both plots show the same box plot. The plot to the right showsdetails of the section from 0 to 1000%. The median is at 381%. The 25th percentile is at 252%, the75th percentile is at 613%. The minimum is at 185%, the maximum is at 3900%.
subject (subject 85, see Figure 11.5) and it has most probably contributed to the deviation
since it is positive (+60.3%).
Figure 11.5: The ruler used to extract the scale in subject 85 was tilted. This is indicated by a focusedand another defocused end. This introduced an overestimation of the scale and hence of the flow. Thisis also reflected in the results in Table 11.3
Branches in the measurement area interfere with flow measurement technique. At a branch,
a fraction of the flow is lead off (according to the nodal rule). As shown in Figure 11.6,
small branches appeared in the middle of the artery and were present for both measurement
techniques. The proposed method measured the volume flow along the vessel. An error
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occurs in case a branch was present between the start and end of this measurement distance.
This was avoided by the user partitioning the vessel, so that no large branches are included.
Nonetheless, small branches might in inevitable. The presence of excessive branches was
observed for 2 subjects (subject 78 and 100, see Figure 11.6). For subject 78, it probably
influences the measurement since the deviation is negative. In subject 100, the deviation is
positive and cannot be traced back to excessive branches. The influence of a small branch on
the measurement error was not investigated. Whether a branch influences the flow measure-
ment by the US-flow probe similarly, is not clear and no publication was found taking small
branches into account.
The flow probe was used as reference. Its correct use is important to obtain accurate flow
values, which was assumed in this study. Nonetheless, the flow values measured are close the
maximum zero offset of the device (±3 mlmin and ±5
ml
min ) [168]. Hence, an inaccurately per-
formed zero offset compensation would have a large relative influence on the measurement.
Figure 11.6: Both images show different intracranial arteries before the bypass installation. The colorcode shows the temporal delay of fluorescence. Red indicates that the fluorescence arrived in the re-spective spot early and blue indicates a late arrival. Structures of similar color are most likely connected.In both cases, the vessel of interest was the red large vessel in the middle. The white arrows indicatebranches that lead off.
Conservation of flow at large branches One advantage of the proposed method is the
ability to analyze the volume flow of different vessel in the field of view simultaneously. An
US-flow probe needs to get in contact with the vessel for the flow measurement and hence is
not capable of measuring the flow at different vessels simultaneously.
The nodal rule states that the sum of the flow in each branch at a junction must add up to
zero (conservation of flow). Two cases included large branches in the field of view and an
analysis of each branch was performed. The cases are shown in Figure 11.7. The determined
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flow values for the vessels in the left figure comply perfectly with the nodal rule. The flows
determined for the vessels in the right figure comply with the nodal rule only when taking
the statistical error into account.
Analyzing multiple vessels at once was not required in this thesis but might be useful in the







Figure 11.7: Two subjects exhibited a large bifurcation of the artery. The proposed method was usedto assess whether the conservation of flow was valid at the junction. Therefore, the blood volume flowof all branches was calculated and is shown in the image. The arrows depict the flow direction. Thesum of the flows in the left image was zero and in the right image 0.03 mlmin or 18% of the inflow.
Clinical view on the results In subject 98, a clear underestimation of the flow was present.
Taking a closer look at the video data revealed that the vessel was in spasm while recording
the FA data (see Figure 11.8). Hence, a smaller cross sectional area, a higher resistance and
a lower flow were present. The reference was most likely not measured in the presence of a
spasm according to the surgeons.
The hypothesis set in Section 11.1 was falsified. Nonetheless, the hypothesis was driven
by technical ambition. Whether the requirements to match the reference measurement is
clinically relevant, needs to be determined. The goal of a revascularization surgery is to
restore the blood flow. Figure 11.4 indicate that the increase in blood flow is significantly
higher than the observed deviation of the proposed method to the reference method. Its
complementary use besides the US-flow probe or in the cases were US-flow probes yield the
risk of vessel compromise or rupture could benefit the surgeon. Hence, the proposed method
is very likely suitable for the intraoperative, quantitative, and non-contact analysis of blood
volume flow in cerebrovascular surgery. To confirm this thesis a clinical trail with a focus on
the patients outcome is needed.
Relation to the state of the art The current use of ICG FA includes the anatomical
visualization and qualitative functional imaging of vessels in the field of view of the sur-
geon [7–11]. Approaches to quantitatively analyze the bloods flow are present but yet do
not yield a true quantitative flow measurement (in ml/min) [132, 134, 135, 285–291]. The
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Figure 11.8: The vessel shown in this image has a variable diameter. According to the surgeon, theartery faced spasm (contraction of the arterial muscles) at the beginning of the surgery. Hence, thediameter was reduced. It is not documented whether the reference measurement was taken with orwithout the spasm. The measured flow by the proposed method was smaller than the reference whichmakes sense in the case that the reference was recorded without the spasm.
investigations performed by Weichelt et al. have attempted to quantitatively analyze the
blood flow via ICG FA [137, 182]. Their results did not yield an accurate measurement on
a large set of in vivo data. A detailed comparison with their methods is not possible since
many details on the used methods were not described in their publications [137, 182].
To my best knowledge, the methods used and results obtained in the in vivo analysis per-
formed in this thesis are a novelty to the community and pave the way towards a clinical use
of this intraoperative, quantitative, and non-contact measurement of blood volume flow by
ICG FA.
The current clinical state-of-the-art device to measure the blood volume flow is the US-flow
probe. Its use yields a functional and quantitative assessment of the vascular flow. It is a
quick, real-time, and temporally resolved measurement. Its main limitation is that it needs
direct contact to the vessel and even needs to be wrapped around it (see Figure 11.1). This
holds risks. More importantly, the requirement of contact is troublesome in the analysis of
deep or embedded vessels. In contrast, the proposed method overcomes this limitation and
does not require contact to the vessel. It requires the visibility of the vessel which is very
likely since the surgeon needs to work on the vessel.
11.5 Outlook
The present analysis included 17 EC-IC bypass surgeries from 17 different subjects. The
vasculature of the cerebral arteries is complex and unique for each individual [37]. Including
more cases is necessary to test the algorithm and ensure its suitability.
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Including other vascular surgeries into the analysis might reveal the methods versatility or
limitations. For example, in aneurysm clipping surgery the patency of the vessel is of great
importance and needs to be ensured. Using a flow probe on deep aneurysms is often not
possible due to the narrow and deep working channel. The proposed method would overcome
this limitation and can provide quantitative flow values.
The present analysis included only pre-operative cases (before installing the anastomosis).
Analyzing the blood flow after installing the anastomosis is of great interest because the
difference from pre- to post-operative flow is important to the surgeon. This might also
reveal new points for improvement since the post-operative images have different anatomical
features to the pre-operative. Figure 11.9 shows a pre- and post-operative image of the same
artery.
The present microscope did not provide the image’s scale and extracting the scale from a
ruler is prone to errors. The microscope should be capable to provide a scale derived from
the optical parameters.
Figure 11.9: Left: the recipient artery before the installation of the STA as a donor. Right: the STA wassutured onto the recipient. The geometry of the vessel has changed slightly. Moreover, the area at thesuture cannot be used for an evaluation of the flow. Hence, the suitable length of the vessel for ananalysis is shortened.
So far, the analysis was performed retrospectively after the surgery was performed. Integrat-
ing the algorithms into a surgical microscope should be done and introduced to the operating
room. The handling of the microscope and the software needs to comply with the physicians’
workflow. Problems when applying the software might occur and must be solved to ensure a







The overarching goal of this research was to develop an intraoperative, quantitative, and non-
contact measurement of the blood volume flow using indocyanine green (ICG) fluorescence
angiography (FA).
In order to do so, the geodesic length and diameter of the vessel needed to be determined.
The proposed method to obtain both parameters needed a thorough validation of their
accuracy. Hence, a data set containing the ground truth was required. This ground truth
was obtained by creating a model utilizing mathematical functions projected onto a discrete
pixel grid. This had the advantage of providing a reliable and precise ground truth of the
geodesic length as the arc length of the mathematical functions. The analysis revealed
that the ground truth length of the centerline of a vessel was extended by 6.3% solely
due to its discretization (no reconstruction of the centerline was involved). By taking the
reconstruction by erosion and Voronoi diagrams into account, the error increased to 7.0%
and 7.9%, respectively. This findings emphasize the need to develop methods to counteract
the discretization error. By re-continualizing the centerline by piecewise fitted Bézier curves,
the error was significantly reduced by more than 50% (see Table 8.4). This validated the
first hypothesis formulated in Section 8.1.1 and underlines the effectiveness of the proposed
method in reducing the discretization error. Additionally, the dependency of the discretization
error on the angular orientation of the structure was significantly reduced (see Table 8.8 &
8.9 and Figure 8.11). This validated the second hypothesis formulated in Section 8.1.1 and
underlines the robustness of the proposed method. In fact, the decoupling of the discretization
error on the angular orientation of a structure is essential to state a generally valid error
margin. Otherwise, an individual orientation needs to be determined which would increase
the computational effort. The computed discretization error of straight lines and the angular
dependency of the error were also confirmed by an experiment using tubes filled with contrast
agent. The mean relative error of the measurement of the diameter was approx. 3%, which is
assumed acceptable. Nonetheless, the diameter has a large influence on the flow calculation
because it is squared in the formula (see Equation 7.5). Other methods of determining the
diameter should be taken into consideration for future work. A more detailed discussion is
given in Section 8.4.1.
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Additionally to the length and diameter of the blood vessel, the transit time of the moving ICG
bolus inside the vessel had to be determined. Analogously to the analysis of the geometrical
parameters, a data set containing a ground truth transit time was generated. For this purpose,
a fluid flow simulation was set up and multiple indicator dilution curves (IDCs) were acquired.
These IDCs were morphologically similar to the data obtained from an experimental setup
and human in vivo data. The IDCs were further processed to create the desired data set.
The analysis revealed that a re-continualizing of the curves by a mathematical function
enhances the accuracy in the transit time measurement drastically for all applied noise levels.
This validated the first hypothesis set in Section 8.1.2. Thereby, the local density random
walk (LDRW) function together with the gamma variate function proved to perform best.
Moreover, the second hypothesis was also validated for a limited range of applied noise
levels to the signal. This emphasizes that already at the recording of the data, noise should
be attenuated as much as possible. A detailed discussion of the generation of the data sets
and their evaluation is given in Section 8.4.2.
The presence of a systemic error in the flow measurement was proven in Section 7.2. Its
compensation required a simulation of the photons’ propagation in a vessel. To do so, a
Fluorescence-Monte-Carlo-Multi-Cylinder (FMCMC) model was developed and validated.
Beforehand, a fluid flow simulation was utilized to obtain the distribution of ICG in flowing
blood. This distribution is limited to the given diameter and flow settings. A larger variation of
input parameters such as the blood’s viscosity or geometry is possible, yet time consuming.
Regardless, the analysis of the propagation of photons in the vessel using the validated
fluorescence FMCMC model revealed that the systemic error was not dependent on the
volume flow but dependent on the diameter and the relative time point at which it was
extracted, which validated both hypotheses. The dependency of the systemic error on the
diameter was smaller at time points closer to the first arrival of the bolus. This finding is
very important, since as mentioned before, the simulated diameter and flow settings were
limited. The conclusion was drawn that using a temporal feature for obtaining the transit
time closer to the first arrival of the bolus yields a more robust determination. This finding is
contradictory to the analysis of the previous paragraph, which stated that taking the whole
curve into consideration yields the most accurate result (see Section 8.4.2). A detailed
discussion of the limitations of the FMCMC simulation are given in Section 9.5.
The conducted ex vivo experiments used pig blood and rabbit aortas to provide a proof of
concept of the proposed method to measure the blood volume flow. The variability of the size
of the aortas was limited and the results cannot reflect a variation in diameter. A variation of
the flow was performed and the results showed a good agreement with the reference. The first
hypothesis was validated for all flow values except the lowest flow value. A clear reason why
this is the case cannot be derived. The statistical spread of the flow values obtained by the
analysis of the statistical errors was confirmed in this experiment and underlines the validity
of the approaches to obtain the statistical error in silico. The stepwise increase of volume
flow was reflected in the measurement of the volume flow. It validated the second hypothesis
for four out of five aortas. The validation failed in one case because the increase of flow
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from 180 mlmin to 200
ml
min was not detected. Taking the statistical error of the measurement
into account, this step size was potentially too small to be identified. Nevertheless, the
results showed large deviations for some data sets, which can mostly be traced back to the
experimental setup. Especially, the connection of a rabbit’s aorta to a barbed nozzle showed
to be fragile. An imperfect co-axial positioning of both resulted in disturbances of the flow
and hence visible non-physiological changes of the streamlines. Nonetheless, the results are
very promising and emphasize the need to apply the developed method for measuring blood
flow to in vivo data. A detailed discussion of points to improve are given in Section 10.4.
The performed retrospective study on in vivo data, acquired by the collaborators, reflected the
performance of the developed measurement method in a clinical use case scenario. Although
the formulated hypothesis was falsified, the method performed very well and matched
the flow reference obtained by the current gold standard method for most subjects. The
mismatches are discussed in Section 11.4. Taking into consideration the expected outcome of
the surgery in terms of increase in flow (see Figure 11.4), the obtained accuracy is sufficient.
The flow at large bifurcations was analyzed and the results complied with the conservation
of flow at junctions. This emphasizes an advantage of this method towards the current state
of the art: it is capable of acquiring multiple flow values at once.
The current state of the art in commercially available ICG FA systems is limited to the
anatomical visualization and qualitative functional imaging of vessels [6–12]. The current
state of the art in research on the usage of ICG FA for the true quantitative measurement of
blood flow (in ml/min) provide neither a detailed and extensive analysis of the errors nor an in
vivo (or ex vivo) validation of the methods [137, 182, 273]. This work levitates the state of the
art to a truly substantial analysis of its performance on simulated and standardized data and
on clinical use case data. A comparison with other established “quantitative” measurements
of blood flow by ICG FA is not possible since they do not provide a truly quantitative volume
flow value. They rather provide a scalar value to quantify the functional condition of a vessel
(e.g. using the blood flow index - BFI) [130–135]. Hence, a comparison with this state of the
art in research is not expedient. It may be rather performed in a large clinical study focused
on the patient outcome than on physical quantities.
The current state of the art in clinical blood flow measurement (US-flow probe) has some
limitations mainly due to the fact that it must get in contact with and even be placed around
the vessel, which risks harming the patient [5]. The methods developed in this work overcome
those limitations. A comparison of the blood flow obtained by the proposed method and the
US-flow probe showed good agreement, which makes the presented method very promising.
The given results are a proof of concept of the suitability of the presented intraoperative,
quantitative, and non-contact measurement of blood volume flow via ICG FA. This thesis




The utilized in silico model to perform the analysis of the accuracy in the length and diameter
measurement used multiple mathematical functions to describe the centerline of a vessel.
The model was designed to depict an extensive range of vessel geometries and a retrospective
containment is possible due to the separate analysis of the functions. Hence, if the vessel can
be fit to one of the functions, then an individual error can be assigned. This personalized
analysis would increase the reliability of the determined accuracy. A drawback of the model
is the missing consideration of any projection errors. Obtaining the topology of the tissue
by a microscope is possible and can provide the basis for including the projection error
into the length measurement [292–295]. The whole analysis of the length measurement is
also applicable to 3D data. Hence, translating the approach to other applications such as
computed tomography (CT) or magnetic resonance imaging (MRI) is possible. The diameter
measurement of small vessels was prone to large relative errors since the discretization
has a considerable influence. Research on the sub-pixel diameter measurement should be
broadened. More details are given in Section 8.5.1.
The analysis of the error in the transit time measurement was based on indicator dilution
curves (IDCs) computed by a fluid flow simulation, which represent the temporal changes
in concentration of the indicator at a certain location. This did not involve the transfer
function from the indicator’s concentration to its fluorescence emission. Chronologically
later in this work, the Fluorescence-Monte-Carlo-Multi-Cylinder (FMCMC) was developed
and can provide the transfer from concentration distribution to total fluorescence emission.
The results of the performed investigation emphasize the importance of the noise level.
Hence, noise reduction techniques should be considered for the analysis of the transit time
while keeping a strong focus on maintaining the signals’ morphology. Finally, the sampling
frequency (for cameras in frames per second) is worth investigating since the accuracy in the
transit time measurement is a trade off between the noise and sampling frequency. Operating
a system at the optimal frequency increases the accuracy in the transit time measurement.
The systemic error was determined using a fluid flow simulation to obtain the spatio-temporal
concentration of indocyanine green (ICG) followed by an optical simulation to obtain the
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location of fluorescence events. In the fluid flow simulation, the blood was modeled as a
homogeneous liquid in the fluid flow simulation. In contrast, blood is a cell suspension [21].
Especially the red blood cells (RBCs) tend to aggregate at the center of the vessel [22]. This
heterogeneous distribution affects the viscosity of blood and thus the flow. Moreover, the
RBCs are platelet-like shaped cells. Their orientation has an influence on the optical proper-
ties [246, 247]. Deriving the RBCs orientation in the fluid flow simulation and transferring
this information to the optical simulation would be beneficial.
The optical simulation was intended to compute the location of fluorescence events. The
correctness of the locations was assumed and was based on the validated total fluorescence
emission (which did not reflect the location of fluorescence events). The validation of this
assumption would increase the trustworthiness of the results.
The FMCMC did not include the self-absorbance and remission of fluorescent photons [101,
102]. Including it would influence the location of the fluorescence event and thus influence
the result. Fluorescence provokes a change in the wavelength of the photons. Thus, the
optical properties of the tissue need to be adjusted. It was shown that the optical properties
in the regarded wavelength range do not change a lot and hence were ignored. In future
implementations, a look-up table can be included in the simulation to allow wavelength
dependent changes of optical properties of the tissue. The Henyey-Greenstein phase function
was used for the scattering of photons. Its suitability for modeling the scattering of blood is
not clear in published literature [159–163]. Taking other phase functions into consideration
and testing them for blood would clarify the performance and probably identify an ideal
phase function for the simulation of the propagation of photons in blood. The implemented
detector model in the FMCMC is not a realistic representation of a microscope’s optics.
Including realistic optics would increase the realism of the model and also yield the ability
to obtain an artificial image of the tissue. This can be used with fluorescent phantoms to
additionally validate the FMCMC.
The ex vivo experiments suffered from clots in the devices and tubes. This was the main
reason for a slowdown since a clot needed to be removed with water and a chemical agent.
Afterwards, a meticulous flush with water was needed to remove the agent. Preventing
clotting would increase the efficiency of the experiments. Some aspects that can be automa-
tized are mentioned in Section 10.5 and would increase the level of standardization of the
experiments and convenience for the user.
Some of the recordings showed constrictions at the interface of the artery to the connector.
This entails a disturbed flow which was also visible in some cases. A rethinking of the
connection can improve the flow of the blood. Finally, using arteries with less branches is
favorable (e.g. cerebral arteries from pigs) to prevent glue or suture threads being in the
optical path.
The in vivo study yielded very promising results on data obtained from extracranial-to-
intracranial (EC-IC) bypass surgery on humans. 17 subjects were included and within those,
a large variability of the vessel’s shape and the blood flow were observable. Including more
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cases is crucial to increase the reliability of the measurement and identify potential stepping
stones. Moreover, including other diseases and surgical interventions would be beneficial
to reveal the handicaps of the method. So far, the analysis of the data was limited to the
recordings obtained before installing the bypass. The recordings after installing the bypass
should be analyzed. Finally, integrating the software into a surgical microscope and applying
it not only on use case data but operate it in the use case environment would show whether






Appendix for the statistical and
systemic error analysis
A.1 Examples of synthetic data sets used to
evaluate the measurement of geometrical
parameters
The following figures show more examples of the synthetic data set used to assess the
accuracy in the measurement of geometrical parameters. Figure A.1 shows examples with
only one function in the field of view. Figure A.2 shows examples with bifurcations composed
of different mathematical functions.
A.2 Details on the spur removal
Introduction In medical image analysis the extraction of information of a structure is
of great interest. The centerline (skeleton) of a binarized structure is a simplified and
efficient descriptor of its shape. It was used to measure the length and diameter of a
vessel’s segmentation. Common centerline (or skeleton) extraction methods, such as erosion,
thinning, voronoi diagrams, fast marching distance transform etc., are often sensitive to
irregularities on the border of the segmentation and thereby produce spurs [296–298]. Spurs
are defined as faulty additional junctions, thus artifacts. They must be differentiated from
real branches which are caused by bifurcations of vessels. Otherwise, an analysis would
incorrectly interpret the spurs as vessels. Therefore, a method is proposed that takes the
spatial orientation of the centerline and of the structure into account to identify and eliminate
misfits. Thereby, the spatial dimension of the potential spurs is not of relevance. This holds
the assumption that a centerline should always have the same orientation as the structure
itself which is very likely to be true for lengthy objects.
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Figure A.1: In silico simulation of two vessel segmentations. Please note that the function are rotatedarbitrarily and might not appear in their expected shape. Top-left: section of a Gaussian bell withvariable diameter, top-right: section of a parabola with variable diameter, bottom-left: section of asinusoid with decreasing diameter, bottom-right: polynomial with constant diameter
Centerline orientation A predefined set of templates for the 3x3 neighborhood of a single
pixel were used. This method is straight forward and fast. Three templates are shown in
Figure A.3. An orientation is assigned to all centerline pixels in case a particular direction is
clear. No orientation can be assigned to the cases that are similar to the template on the right
of Figure A.3. Furtheron, no orientation was assigned to branch pixels. In contrast to the
given example in the figure, branch pixels are defined as pixel where a bifurcation is present
and thus have ambiguous orientation.
Structure orientation via Optimally Oriented Flux The following brief description is
based on the publication by Law and Chung [299]. For more details please have a look into
their publication. The main difference to their approach is the reduction from 3D to 2D and
the invert of definition of the flux’s orientation.
The Optimally Oriented Flux (OOF) is a detector of curvilinear structures and was used in
here on grayscale image. Generally, the OOF is able to encode direction information of
a structure by measuring the amount of projected gradient that flows in or out of a local
circular region (centered around the pixel under investigation). It assigns several parameters
to each pixel of the image. The so called value (also called amount) of OOF is often referred
to as a vesselness measure of the single pixel. The calculation also yields an axis which is
referred to the orientation of this vesselness value of the pixel. Here, the orientation of the
vessel and therefore the direction of this axis is of interest. Following is a brief description
on how to obtain it. The oriented gradient flux of an image is





(∇(G∗ I)(x+h) · ρ̂)ρ̂ · n̂dA (A.1)
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Figure A.2: In silico simulation of two vessel segmentations. Please note that the function are rotatedarbitrarily and might not appear in their expected shape Top-left: a bifurcation including section oftwo Gaussian bells and a parabola, top-right: a bifurcation including section of straight line, sinusoidand Gaussian bell, bottom-left: a bifurcation including section of curved wave and two Gaussian bells,
bottom-right: an invalid bifurcation because the sinusoid branch merges with another branch.
Figure A.3: Three examples of 3x3 templates used to determine the centerlines orientation. Left: anangle of 45°. Middle: an angle of -67.5°. Right: No orientation is determined.
with r as the radius of the circle around the pixel of interest, ∂Sr as the boundary of it, G as
the Gaussian function with a scaling factor of 1 used to obtain the image gradient of image I,
h = n̂r is the relative position vector, n̂ is the outward unit normal of ∂Sr, ρ̂ is the projected
direction of outward gradient flux. Equation A.1 can be written in quadratic form matrix Qr,x
as













∂i(G∗ I)(x+ n̂r)n j dA. (A.4)
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OOF tries to find the projection direction ρ̂ that maximizes f (x,r, ρ̂). This can be solved
as a generalized eigenvalue problem. In 2D images it results in two pairs of an eigenvalue
and eigenvector (λk, ωk) for each pixel in the image. Thereby, the eigenvalue with the larger
absolute value is used as a vesselness measure. The eigenvectors are often neglected but
nonetheless they can be interpreted as the orientation of the structure [299].
As Eqs. A.1 to A.4 show the chosen radius r of the circle around the pixel of interest is of
great importance for the optimization since the image gradient is measured at its boundary
∂Sr. Choosing the correct radius is key to a correct determination of the OOF.
The binarized structure and the extracted centerline (incl. spurs) are given. A diameter value
for each pixel of the centerline was already obtained and will be used here.
Finally, two pairs of eigenvalue and eigenvector are computed for each pixel of the centerline.
Thereby, the eigenvectors are orthogonal since the matrix Qx,r is symmetrical. One eigenvalue
will be close to zero and the other negative. The interpretation of both values is as following.
The negative eigenvalue is due to the maximization of the f (x,r, ρ̂). It is negative since n̂
points outwards and the structures gradient always points inwards (assuming we are in a
lengthy structure with a white foreground and black background) on the boundary of the
circle. Therefore, the outflow is negative. The corresponding eigenvector points towards the
gradient, so not in the orientation of the structure. The eigenvector of the eigenvalue which is
closer to zero (very little gradient) has the same orientation as the structure. The structure’s
orientation is defined as the eigenvector which corresponds to the eigenvalue closer to zero.
Detection of spurs The detection of spurs relies on the assumption that the orientation
of the centerline and of the structure have little difference. The calculation of the absolute
angular difference of the two orientations is needed |αdi f f | and afterwards compared to a
defined angular tolerance αtol . Finally, a binary decision on whether the pixel is an element
of a spur is done, therefore a binary flag Y is defined:
Y =
{
true, |αdi f f |> αtol
f alse, |αdi f f |< αtol
(A.5)
An angular tolerance of αtol = 45◦ was used. It should not be chosen too small since the
discretization of possible angles in the calculation of the centerline orientation is strong. This
discretization can be reduced by increasing the neighborhood used for the calculation of
the centerline orientation (current 3x3). The detected spur-pixel are then marked according
to Eq. A.5. The determination of the orientation of a centerline pixel might include such
a marked pixel. Therefore, a second iteration is performed without taking those marked
pixels into account. A third iteration is not necessary as long as the template format for the
determination of the orientation of the centerline is kept at 3x3. A larger template format
would require more iterations. The OOF is not affected by the exclusion of these marked
pixels. A spur is removed in the case it has at least as many elements assigned with Y = true
as are assigned with Y = f alse.
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Result A subjective comparison with other threshold based spur removal methods showed
that the proposed method performs better. Figure A.4 shows an example.
Figure A.4: This image shows in white the segmentation of a vessel and in black the background. Thegreen and red marked pixels were determined as potential centerline pixel. To each non-branch pixeltwo orientations were extracted: the centerline orientation and the structures orientation, marked byblue and red lines respectively. Pixel which show an |αdi f f |< αtol are marked green and others in red.All three branches containing red pixels were removed from the centerline. The resulting centerline isshown in the right image.
A.3 Details on the fluid flow simulation setting
The in silico computation of the presented raw indicator dilution curve (IDC) is performed
in COMSOL Multiphysics V5.4. Describing all settings of the simulation is extensive and
not appropriate. The .mph is archived and can be handed out. Following is an overview of
the parameters defined in the simulation:
◦ Initial indicator concentration cICG = 6.4519 mmolm3 (= 0.005
g
l )
◦ Diffusion coefficient D based on [228, 229]:
– DICG = 7.6 ·10−11 m
2
s
– DWater = 2 ·10−9 m
2
s
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– DGlycerol = 1.37 ·10−12 m
2
s




– ρWater = 1009 kgm3
– ρGlycerol = 1263 kgm3
– ρProtein = 1087 kgm3
– ρBlood Analog = 1157 kgm3
◦ Molar mass M
– MICG = 0.7496 kgmol
– MGlycerol = 0.092094 kgmol
– MWater = 0.018015 kgmol
◦ Reynolds number Re
– ReBlood Analog = 79.613
– ReWater = 808.29
◦ Dynamic viscosity η
– ηBloodAnalog(γ̇) = 0.00058 · (1− 0.69)−2.5 + 0.625
3 ·0.693
10 · γ̇ mPa · s, modeled by the
Casson-model
– ηWater = 1mPa · s
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A.4 Details on the results of the temporal error
analysis
A.4.1 Cross-correlation of the raw data sets cut by
method 3 - Figure 8.14A at 25 fps
Figure A.5: Figure 8.14A in the manuscript: mean ε f rames using the raw data sets ( fsampling = 25Hz) withno mathematical fits. To obtain the transit time the cross-correlation is computed after applying thecut method 3. This image is adapted from [136] published under the Creative Commons Attribution4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,49 0,49 0,47 0,44 0,42 0,46 0,46
18 dB 0,52 0,51 0,51 0,48 0,49 0,47 0,50
16 dB 0,62 0,60 0,56 0,53 0,53 0,55 0,63
14 dB 0,76 0,72 0,66 0,63 0,60 0,62 0,66
12 dB 0,87 0,80 0,75 0,70 0,74 0,74 0,77
10 dB 1,00 1,01 0,93 0,87 0,85 0,86 0,94
8 dB 1,31 1,23 1,19 1,19 1,07 1,08 1,20
σ in frames
20 dB 0,27 0,28 0,26 0,24 0,23 0,25 0,26
18 dB 0,34 0,32 0,31 0,30 0,29 0,28 0,32
16 dB 0,42 0,41 0,35 0,34 0,36 0,36 0,41
14 dB 0,53 0,51 0,44 0,42 0,41 0,43 0,43
12 dB 0,62 0,62 0,55 0,53 0,56 0,56 0,56
10 dB 0,79 0,75 0,65 0,62 0,64 0,68 0,70
8 dB 0,96 0,93 0,89 0,86 0,80 0,81 0,87
Table A.1: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.5 in the supplements and Figure 8.14A in the manuscript.
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A.4.2 Cross-correlation of the interpolated data sets cut
by method 2 - Figure 8.14B at 25 fps
Figure A.6: Figure 8.14B in the manuscript: mean ε f rames using the linearly interpolated data sets( fsampling = 25 · 100Hz) with no mathematical fits. To obtain the transit time the cross-correlation iscomputed after applying the cut method 2. This image is adapted from [136] published under the Cre-ative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,33 0,35 0,42 0,44 0,43 0,45 0,43
18 dB 0,40 0,38 0,44 0,47 0,46 0,48 0,49
16 dB 0,47 0,45 0,46 0,51 0,50 0,52 0,53
14 dB 0,56 0,54 0,53 0,57 0,57 0,56 0,60
12 dB 0,72 0,67 0,65 0,67 0,67 0,64 0,68
10 dB 0,89 0,77 0,72 0,73 0,74 0,81 0,84
8 dB 1,15 1,09 1,04 1,00 1,03 1,09 1,13
σ in frames
20 dB 0,23 0,22 0,23 0,24 0,23 0,26 0,25
18 dB 0,27 0,24 0,26 0,28 0,27 0,29 0,29
16 dB 0,35 0,31 0,30 0,34 0,32 0,33 0,32
14 dB 0,44 0,41 0,38 0,36 0,36 0,37 0,41
12 dB 0,55 0,50 0,48 0,48 0,46 0,44 0,51
10 dB 0,69 0,61 0,54 0,51 0,51 0,58 0,62
8 dB 0,86 0,83 0,78 0,72 0,75 0,78 0,83
Table A.2: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.6 in the supplements and Figure 8.14B in the manuscript.
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A.4.3 Cross-correlation of the fitted Gamma Variate
functions cut by method 3 - Figure 8.15A at 25 fps
Figure A.7: Figure 8.15A in the manuscript: mean ε f rames using the Gamma Variate model on the datasets ( fsampling = 25Hz). Before fitting the model, cut method 3 is applied to the data set. To obtain thetransit time the cross-correlation is computed. This image is adapted from [136] published under theCreative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,32 0,35 0,32 0,32 0,34 0,37 0,39
18 dB 0,34 0,37 0,36 0,36 0,39 0,40 0,44
16 dB 0,40 0,42 0,40 0,42 0,45 0,44 0,50
14 dB 0,45 0,51 0,50 0,49 0,49 0,49 0,60
12 dB 0,53 0,60 0,59 0,58 0,60 0,67 0,72
10 dB 0,64 0,67 0,66 0,66 0,71 0,75 0,82
8 dB 0,79 0,85 0,82 0,85 0,87 0,96 1,11
σ in frames
20 dB 0,19 0,24 0,21 0,21 0,21 0,21 0,24
18 dB 0,22 0,24 0,24 0,23 0,25 0,25 0,28
16 dB 0,27 0,32 0,27 0,27 0,28 0,30 0,35
14 dB 0,32 0,35 0,34 0,33 0,34 0,34 0,40
12 dB 0,39 0,42 0,43 0,41 0,44 0,48 0,53
10 dB 0,48 0,51 0,48 0,50 0,50 0,53 0,63
8 dB 0,56 0,60 0,61 0,62 0,64 0,73 0,84
Table A.3: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.7 in the supplements and Figure 8.15A in the manuscript.
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A.4.4 Cross-correlation of the first derivative of the fitted
Gamma Variate functions cut by method 1 - Figure
8.15B at 25 fps
Figure A.8: Figure 8.15B in the manuscript: mean ε f rames using the Gamma Variate model on the datasets ( fsampling = 25Hz). Before fitting the model, cut method 1 is applied to the data set. To obtain thetransit time the cross-correlation of the first derivative is computed. This image is adapted from [136]published under the Creative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,27 0,27 0,28 0,33 0,38 0,42 0,40
18 dB 0,30 0,29 0,32 0,34 0,40 0,43 0,43
16 dB 0,35 0,34 0,35 0,39 0,44 0,46 0,46
14 dB 0,43 0,41 0,42 0,41 0,48 0,52 0,51
12 dB 0,50 0,47 0,46 0,48 0,53 0,57 0,55
10 dB 0,64 0,65 0,62 0,62 0,66 0,64 0,68
8 dB 0,83 0,80 0,77 0,78 0,78 0,82 0,83
σ in frames
20 dB 0,17 0,18 0,17 0,19 0,21 0,24 0,22
18 dB 0,20 0,21 0,22 0,22 0,25 0,27 0,27
16 dB 0,26 0,24 0,24 0,26 0,28 0,30 0,32
14 dB 0,30 0,30 0,29 0,32 0,36 0,37 0,38
12 dB 0,38 0,36 0,36 0,36 0,39 0,41 0,42
10 dB 0,49 0,49 0,45 0,46 0,48 0,46 0,50
8 dB 0,61 0,60 0,57 0,58 0,62 0,63 0,61
Table A.4: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.8 in the supplements and Figure 8.15B in the manuscript.
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A.4.5 Cross-correlation of the first derivative of the fitted
LDRW functions cut by method 1 - Figure 8.15C at
25 fps
Figure A.9: Figure 8.15C in the manuscript: mean ε f rames using the local density random walk (LDRW)model on the data sets ( fsampling = 25Hz). Before fitting the model, cut method 1 is applied to the dataset. To obtain the transit time the cross-correlation of the first derivative is computed. This image isadapted from [136] published under the Creative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,26 0,25 0,25 0,30 0,36 0,37 0,36
18 dB 0,27 0,28 0,30 0,33 0,38 0,41 0,40
16 dB 0,35 0,34 0,35 0,38 0,40 0,44 0,40
14 dB 0,45 0,43 0,42 0,44 0,48 0,48 0,49
12 dB 0,51 0,50 0,50 0,51 0,57 0,60 0,62
10 dB 0,60 0,58 0,60 0,64 0,71 0,72 0,74
8 dB 0,85 0,83 0,78 0,77 0,81 0,89 0,96
σ in frames
20 dB 0,16 0,17 0,18 0,19 0,21 0,23 0,22
18 dB 0,18 0,19 0,20 0,21 0,24 0,27 0,28
16 dB 0,25 0,23 0,24 0,27 0,29 0,30 0,28
14 dB 0,32 0,31 0,30 0,32 0,38 0,39 0,35
12 dB 0,38 0,38 0,38 0,37 0,43 0,45 0,46
10 dB 0,48 0,46 0,46 0,46 0,50 0,51 0,51
8 dB 0,60 0,59 0,57 0,60 0,65 0,66 0,72
Table A.5: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.9 in the supplements and Figure 8.15C in the manuscript.
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A.4.6 Cross-correlation of the raw data sets cut by
method 3 - Figure 8.16A at 60 fps
Figure A.10: Figure 8.16A in the manuscript: mean ε f rames using the raw data sets ( fsampling = 60Hz)with no mathematical fits. To obtain the transit time the cross-correlation is computed after applyingthe cut method 2. This image is adapted from [136] published under the Creative Commons Attribution4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,78 0,63 0,62 0,62 0,63 0,68 0,85
18 dB 0,87 0,72 0,71 0,73 0,72 0,81 0,93
16 dB 1,01 0,94 0,82 0,83 0,84 0,97 1,30
14 dB 1,17 1,11 1,01 1,07 1,14 1,30 1,62
12 dB 1,56 1,37 1,27 1,25 1,20 1,40 1,78
10 dB 1,78 1,65 1,52 1,42 1,61 1,81 2,31
8 dB 2,19 2,04 1,88 1,86 2,00 2,19 2,78
σ in frames
20 dB 0,54 0,45 0,40 0,42 0,41 0,47 0,60
18 dB 0,61 0,49 0,48 0,47 0,52 0,55 0,64
16 dB 0,71 0,69 0,59 0,63 0,60 0,74 0,90
14 dB 0,88 0,82 0,78 0,82 0,83 0,93 1,17
12 dB 1,19 1,10 0,98 0,96 0,96 1,11 1,33
10 dB 1,34 1,26 1,17 1,07 1,16 1,30 1,74
8 dB 1,62 1,56 1,48 1,42 1,54 1,64 2,06
Table A.6: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.10 in the supplements and Figure 8.16A in the manuscript.
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A.4.7 Cross-correlation of the interpolated data sets cut
by method 2 - Figure 8.16B at 60 fps
Figure A.11: Figure 8.16B in the manuscript: mean ε f rames using the linearly interpolated data sets( fsampling = 60 · 100Hz) with no mathematical fits. To obtain the transit time the cross-correlation iscomputed after applying the cut method 2. This image is adapted from [136] published under theCreative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,62 0,58 0,63 0,61 0,62 0,68 0,78
18 dB 0,73 0,63 0,70 0,74 0,74 0,82 0,97
16 dB 0,88 0,82 0,80 0,81 0,87 0,93 1,19
14 dB 1,06 0,95 0,92 0,98 1,11 1,25 1,46
12 dB 1,30 1,28 1,16 1,22 1,31 1,46 1,88
10 dB 1,67 1,44 1,39 1,52 1,62 1,85 2,30
8 dB 2,05 1,88 1,74 1,76 1,96 2,28 2,89
σ in frames
20 dB 0,43 0,39 0,43 0,41 0,43 0,48 0,56
18 dB 0,55 0,49 0,48 0,50 0,52 0,57 0,68
16 dB 0,64 0,56 0,59 0,57 0,58 0,69 0,88
14 dB 0,83 0,71 0,72 0,75 0,82 0,93 1,14
12 dB 1,03 0,99 0,92 0,96 1,00 1,11 1,37
10 dB 1,26 1,15 1,10 1,14 1,21 1,40 1,73
8 dB 1,61 1,39 1,31 1,32 1,45 1,71 2,17
Table A.7: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.11 in the supplements and Figure 8.16B in the manuscript.
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A.4.8 Cross-correlation of the fitted Gamma Variate
functions cut by method 3 - Figure 8.17A at 60 fps
Figure A.12: Figure 8.17A in the manuscript: mean ε f rames using the Gamma Variate model on the datasets ( fsampling = 60Hz). Before fitting the model, cut method 3 is applied to the data set. To obtain thetransit time the cross-correlation is computed. This image is adapted from [136] published under theCreative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,47 0,43 0,42 0,44 0,50 0,56 0,66
18 dB 0,55 0,49 0,51 0,55 0,58 0,65 0,76
16 dB 0,63 0,63 0,61 0,63 0,72 0,81 0,94
14 dB 0,70 0,74 0,75 0,80 0,90 1,00 1,20
12 dB 0,90 0,97 0,91 0,99 1,02 1,18 1,48
10 dB 1,02 1,16 1,17 1,24 1,42 1,48 1,83
8 dB 1,34 1,39 1,45 1,58 1,65 1,92 2,33
σ in frames
20 dB 0,36 0,33 0,30 0,31 0,35 0,40 0,49
18 dB 0,41 0,36 0,36 0,41 0,42 0,47 0,59
16 dB 0,50 0,52 0,51 0,47 0,48 0,60 0,73
14 dB 0,52 0,64 0,54 0,59 0,66 0,75 0,95
12 dB 0,71 0,79 0,69 0,74 0,78 0,93 1,07
10 dB 0,79 0,95 0,85 0,92 1,01 1,10 1,39
8 dB 1,00 1,08 1,17 1,20 1,17 1,44 1,67
Table A.8: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.12 in the supplements and Figure 8.17A in the manuscript.
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A.4.9 Cross-correlation of the fitted LDRW functions cut by
method 3 - Figure 8.17B at 60 fps
Figure A.13: Figure 8.17B in the manuscript: mean ε f rames using the local density randomwalk (LDRW)model on the data sets ( fsampling = 60Hz). Before fitting the model, cut method 3 is applied to the dataset. To obtain the transit time the cross-correlation is computed. This image is adapted from [136]published under the Creative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,49 0,46 0,44 0,43 0,45 0,55 0,68
18 dB 0,56 0,54 0,50 0,50 0,58 0,65 0,76
16 dB 0,63 0,65 0,59 0,65 0,78 0,83 1,02
14 dB 0,76 0,77 0,77 0,82 0,87 0,94 1,27
12 dB 0,95 1,04 1,00 0,97 1,08 1,20 1,49
10 dB 1,10 1,15 1,18 1,29 1,48 1,60 1,85
8 dB 1,35 1,42 1,35 1,53 1,64 1,93 2,54
σ in frames
20 dB 0,40 0,33 0,33 0,31 0,33 0,42 0,51
18 dB 0,45 0,41 0,37 0,35 0,42 0,46 0,58
16 dB 0,49 0,48 0,44 0,49 0,54 0,62 0,71
14 dB 0,59 0,66 0,61 0,61 0,64 0,71 0,91
12 dB 0,72 0,82 0,74 0,78 0,82 0,89 1,12
10 dB 0,86 0,94 0,91 0,99 1,10 1,23 1,34
8 dB 1,04 1,10 1,06 1,20 1,26 1,46 1,87
Table A.9: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.13 in the supplements and Figure 8.17B in the manuscript.
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A.4.10 Cross-correlation of the first derivative of the fitted
LDRW functions cut by method 1 - Figure 8.17C at
60 fps
Figure A.14: Figure 8.17C in the manuscript: mean ε f rames using the local density randomwalk (LDRW)model on the data sets ( fsampling = 60Hz). Before fitting the model, cut method 1 is applied to the dataset. To obtain the transit time the cross-correlation of the first derivative is computed. This image isadapted from [136] published under the Creative Commons Attribution 4.0 License.
µ in frames
Cut level in % of Cmax
SNR 20% 30% 40% 50% 60% 70% 80%
20 dB 0,60 0,54 0,43 0,49 0,57 0,61 0,63
18 dB 0,68 0,61 0,50 0,54 0,65 0,66 0,72
16 dB 0,80 0,77 0,64 0,67 0,77 0,81 0,81
14 dB 0,85 0,79 0,68 0,74 0,80 0,86 0,92
12 dB 1,06 0,98 0,92 0,90 1,02 1,01 1,04
10 dB 1,16 1,14 1,11 1,04 1,16 1,20 1,27
8 dB 1,49 1,47 1,41 1,44 1,46 1,49 1,56
σ in frames
20 dB 0,37 0,36 0,32 0,33 0,40 0,43 0,42
18 dB 0,44 0,43 0,38 0,39 0,44 0,47 0,51
16 dB 0,54 0,53 0,53 0,52 0,55 0,61 0,61
14 dB 0,59 0,58 0,57 0,58 0,63 0,65 0,67
12 dB 0,80 0,74 0,72 0,76 0,79 0,82 0,84
10 dB 0,86 0,84 0,82 0,86 0,88 0,95 0,92
8 dB 1,09 1,05 1,02 1,08 1,10 1,18 1,25
Table A.10: Top: calculated mean εframe; bottom: calculated standard deviation σframe for the resultspresented in Figure A.14 in the supplements and Figure 8.17C in the manuscript.
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A.5 Expected change in morphology of an IDC
in the setup - validation of assumption
The duplication and shifting of the IDCs was justified by assuming a negligible morphological
changes between two IDCs measured at two very close points. The in silico model was
used to clarify on the magnitude of changes and validate the assumptions. In contrast to the
distances used in the main manuscript (intention there was to obtain IDCs with different
morphology) a distance to be 2 cm was defined here, which is expected in an in vivo setting.
The obtained curves are shown in Figure A.15. For a comparison of both curves the maximum
value and the full width at half maximum (FWHM) were analyzed and are shown in Table
A.11. Thereby, the morphological changes measured by the maximum value and FWHM are
below 0.5 %.
To put this change in relation to the performed investigation, noise was applied to the signals
to check whether the two sets of noisy IDCs can be distinguished. We used 1000 independent
applications of white Gaussian noise (WGN) at 20dB to the IDCs. Using the two sided
Mann-Whitney-U test showed no significance to distinguish the two curves (p > 0.05).
This emphasizes that the morphological changes between the two measurement points are
negligible.


































































Figure A.15: In blue the IDC at 50cm; in red the IDC at 52cm. To the left: the IDCs are shown anddifferences are barely visible. To the right: the section around the maximum of both IDCs is shown indetail. You can clearly see that the maximum is shifted in time which is expected. Very little differencesare visible for the maximum value and the width of the IDCs. Detailed numbers are given in Table A.11.Both images are adapted from [136] published under the Creative Commons Attribution 4.0 License.
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Parameter IDC50cm IDC52cm Relative deviation
Maximum value 0.1189 0.1185 0.34%
FWHM in seconds 1.8325 1.8367 0.23%
Table A.11: This table shows the maximum of the relative indocyanine green (ICG) concentration, theFWH and the relative deviation of two IDCs that were computed at 50cm and 52cm and their deviation.
A.6 Comparison of the simulation with
measured IDC
The subjective comparison of the presented in vivo and in silivo data sets (Figures 8.12 A
& B) show strong similarity (Pearson’s correlation coefficient of 0.93). To underline this,
several in vitro data sets were recorded. The used setup strongly relies on the setup in Section
10.2 but has minor differences which are presented in [272].
Thereby, the proposed blood analog is used and pumped through a tube system to an area
which is observed by a fluorescence microscope. A peristaltic pump provides the flow rate
and an air trap is placed in the pipeline to smooth the peristaltic behavior of the pump. The
recorded IDCs are shown in Figures A.16 to A.18. The in vitro IDCs are shifted in time so
their maximum is at the same position and the fluorescence intensity was scaled, so that the
height match’s the in silico data. They have a strong similarity with the in silico data set
(Pearson’s correlation coefficient of 0.98 - 0.99). Some deviations are present, which is not
surprising since external factors (bending of the tube, trapped air bubbles, etc.) affect the
experimental results.










































































































































Figure A.16: Comparison of the computed and recorded IDC. Both images are adapted from [136]published under the Creative Commons Attribution 4.0 License.










































































































































Figure A.17: Comparison of the computed and recorded IDC. Both images are adapted from [136]published under the Creative Commons Attribution 4.0 License.










































































































































Figure A.18: Comparison of the computed and recorded IDC. Both images are adapted from [136]published under the Creative Commons Attribution 4.0 License.
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